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Foreword 


a ben primary aim of this book is that of an instruction manual. 

As such, it has some similarity to the usual operating instruc- 
tions supplied by almost every manufacturer of test equipment. 
However, while this book fulfills the basic functions of a manual 
of operation, it does much more. Unlike the multimeter, the tube 
tester and even the signal generator, the scope, because of its 
extremely diversified applications, must be understood much more 
thoroughly if its benefits are to be fully realized. As such, THE 
OSCILLOSCOPE is intended to supplement, not supplant, the 
operating instructions supplied with the instrument. 

Of all the test instruments used by the service technician, the 
scope is the most indispensable as well as the most recent of elec- 
tronic working tools. The average service technician seldom if 
ever used this instrument in pre-television days. Even in the early 
post-war television years, many a service technician who acquired 
a scope as an essential tool for TV work, would shy away from it, 
the instruction book notwithstanding. While the operating 
manual was usually explicit enough for many simple uses of the 
instrument, it could not, to be practical, detail and explain the 
myriad of possibilities and indications of this most essential piece 
of equipment. The difficulty lay not so much in the inherent 
complexity of the instrument itself as in its vulnerability to mis- 
interpretation in the hands of the average user. The scope, unlike 
the multitester or signal generator, is so much more at the mercy 
of the operator, often giving indications just as much, if not more, 
due to the manner of use as to the circuit being tested. For exam- 
ple, an i.f. response curve can be made to look much better than 
it actually is, simply by improper manipulation of the scope con- 
trols. Likewise, a perfect square wave may be obtained where one 
does not exist, by “proper” overloading of the vertical amplifiers. 
It is the aim of this book to help the user to avoid these and many 
other pitfalls associated with servicing with the scope. 

While the book logically begins “at the beginning” and pro- 
gresses through intricate troubleshooting of TV defects, it is not 


expected that the user first digest the whole book before approach- 
ing the scope. On the contrary, it is intended to be used on the 
service bench, alongside the manufacturer’s instructions, the de- 
fective set and the service data and wave shapes supplied by the 
maker of the TV set. It is to be hoped, however, that in due time 
the book will have been sufficiently assimilated to enable the serv- 
ice technician to have a mental picture of normal conditions in 
a circuit as well as possible causes of deviation from such normal 
conditions. Only then will he be able to judge from abnormal 
indications on the scope the causes and locations of the defects. 

In making use of this book, no cut-and-dried plan of study can 
be given, neither would this be desirable. It is advisable that the 
first four chapters of the book be covered fairly completely, to give 
the user confidence and familiarity with the scope. Having ac- 
quired this basic knowledge, he will have no difficulty understand- 
ing other versions of the same circuits and methods. The simple 
experiments in the final chapter are ideally suited for the less in- 
formed on the subject, since the behavior of the instrument is 
then observed minus the pressure attendant on an actual repair 
job. Later, when the acquired skill is applied to actual service 
conditions, the instrument proper will no longer be the center of 
attention. Similarly, when an alignment procedure is studied in 
the book, even if the same conditions should never be encountered 
in the field (due to such factors as differences in i.f. center fre- 
quencies used by different manufacturers, variations in stagger 
frequencies, coupling methods, etc.), the service technician will 
have acquired a familiarity with the basic procedure, so that sub- 
sequent actual jobs will take on the form of “old stuff’. 

A few words about the illustrative circuits used in the book. 
While all of the partial or complete circuit diagrams used in the 
text are “‘real’’, that is actual circuits in use by one manufacturer 
or another, it is best for the student to view them as examples of 
the functions described. Later, when the user encounters other 
circuits, not necessarily identical in structure, but performing the 
same function, he will not be confused by minor circuit dif- 
ferences, but will instead observe the functional similarity or 
identity. 

The author wishes to acknowledge with thanks the cooperation 
of the Radio Corporation of America Manufacturing Company 
and the Allen B. Du Mont Laboratories for the photographs and 
diagrams supplied by them for use in this work. 

GEORGE ZWICK 
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Waveforms 


Tue cathode-ray tube is one of the most versatile electronic 
devices in use today. Its applications in the field of radio are 
extremely wide and important. This book explains in simple 
terms the uses of the cathode-ray tube in the oscilloscope as 
employed in the televison, radio, and closely allied fields. 

The most important uses of the cathode-ray oscilloscope are 
in the measurement and study of alternating-current waveshapes 
of frequencies from a small number of cycles per second, such 
as common power frequencies and very low audio frequencies, 
up to many megacycles, as found in radio, video, and similar 
applications. For d.c. measurements, simple meters of the D’Ar- 
sonval type (permanent-magnet, moving-coil type), or the vacuum- 
tube voltmeter, are quite adequate and often are preferable 
because of their simplicity and ease of operation. However, 
these simple meters become quite useless in the case of variable 
or pulsating d.c. voltages consisting of superimposed a.c. and d.c. 
components. Such components or waveshapes are quite common 
in radio, television, and allied electronics. ‘The relative values of 
the a.c. and d.c. components of a combined wave, often referred to 
as the “d.c. level” of a wave, play an extremely important role in the 
operation and trouble-shooting of television circuits. 

Circuits such as d.c. restorers, sync separators and clippers, FM 
limiters, horizontal a.f.c., and many others, depend very largely 
on the level of the d.c. upon which the a.c. waveshape is imposed. 

To fully understand the advantages of the oscilloscope for 
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a.c. measurements, let us briefly review the elements of both 
a.c. and d.c., particularly the differences between these two types 
of voltages or currents. 

Direct current, as its name implies, flows in one direction 
only. Its amplitude may vary from time to time, but its polarity 
is always the same. A source of d.c., such as a dry cell, a storage 
battery, a d.c. generator, or a B-++ supply in a receiver, is capable 
of supplying different amounts of current, depending on the 
energy capacity of the source and the resistance of the path (the 
load) connected across such source. Should the value of the re- 
sistance increase, or, should the source voltage decrease (due 
to changes, aging, deterioration, etc.), the current level also will 
decrease. The direction of the current, however, will remain 
the same, from the negative to the positive terminal of the circuit, 


TIME - SECONDS 


Fig. 101 Graph of a steady d.c. potential. 


regardless of changes in the amount of current flowing or the 
time elapsed. Thus, for example, a source of constant voltage, 
such as a generator or a battery, measuring 120 volts, would be 
shown graphically as in Fig. 101. Similarly, a steady current of 
40 milliamperes would be as in Fig. 102. In both cases, it is suf- 
ficient to measure the value of voltage or current only once in 
order to be able to accurately state their values, not only at 
the time of measurement, but all the time, until a change is 
made either in the circuit connected to the source or in the 
source itself. 

With a.c., however, the situation is completely different. While 
the same two characteristics, namely, amplitude and _ polarity 
(or direction), are still used to positively and unmistakably iden- 
tify an alternating voltage or current, these characteristics cannot, 
as was the case in d.c., be stated only once, because in a.c. these 
characteristics vary all the time. The first and the simpler of 
the two is the regular, periodic reversal of polarity. Thus, a 60- 
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cycle current would increase from zero to maximum in the posi- 
tive direction, decrease back to zero, continue to a maximum 
negative value, and return to zero, 60 times each second. If we 
were to use a zero-center a.c. voltmeter, the pointer would start 


4 
TIME - SECONDS 
Fig. 102. Graph of a non-varying direct current. 


from center, swing to the right and back to zero during the first 
half-cycle, to the left and back to zero during the next half-cycle, 
again to the right, etc., as indicated in Fig. 103. However, no 
pointer could swing back and forth fast enough, even at the com- 
paratively low frequency of 60-cycles per second, to keep up with 
these polarity reversals. And the human eye could not follow such 
quick movements, even if the pointer were capable of making 
them. 

The second outstanding characteristic of a.c. is the continuous 
variation in the magnitude of the voltage or current. The value 


Fig. 103. Change is characteristic of an alternating 
voltage. 


is never the same from one instant to the next, although the 
values can repeat periodically. For example, an a.c. voltage 
having a maximum value of 120 volts starts at zero, rises to +120, 
decreases to zero, reverses polarity, rises to —120, decreases to 
zero, and so on, over and over. : 

Fig. 104 shows the a.c. cycle, or the completed repetition of 
the variation, as it really occurs in time. On the graph, the line 
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0-0’” represents the elapsed time from the moment the circuit 
was closed. Point 0 indicates the moment the switch was turned 
on. As time passes from 0 to 0’, the voltage rises from zero to 
a maximum at point A, then falls back to zero at point 0’. Next 
the voltage rises again, but in the opposite direction, until it 
reaches maximum at point B, and again decreases to zero at point 
0”. This completes one cycle. From point 0” to 0’” the cycle 
repeats itself, duplicating the original variation from 0 to 0”. 
While it is quite simple to represent a.c. voltages or currents on 
paper, it is impossible to have a meter whose pointer could follow 
these variations. We must find another way to observe a variable 
voltage. 

A few words about a.c. meters. These do not measure the volt- 
age at any one instant (so called “instantaneous values’). Some 


Fig. 104. Several complete sine-wave type alternating voltage 
cycles. 


are calibrated in peak voltage, or peak-to-peak (so called ‘“‘peak 
voltmeters’), while others are calibrated to read some value 
averaged over the cycle. ‘The most common of these indicate a 
value which is called the r.m.s. (root mean square) which is ap- 
proximately 70.7% of the maximum value. Thus, for an a.c. 
voltage of 120 volts, the meter would only read 70.7% of 120, or 
approximately 84.8 volts. While this r.m.s. value is important, 
being the value used for all calulations of power (the 117-volt 
a.c. line in our homes is such an r.m.s. value, its peak being 
approximately 165 volts), it is nevertheless an arbitrary value, and 
does not tell much about the nature of the variation of the a.c. 
It.remains for the oscilloscope to show the a.c. as it changes at 
any and every instant of its variation throughout the cycle. 
Complete a.c. variations or cycles such as shown in Fig. 104 
are often called waves because they resemble waves on graphs as 
well as on a cathode-ray screen. When studying the oscilloscope, 
a brief description of the most common of the different types of 


a.c. variations, Or waves occurring in radio and television is 
helpful. 
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The sine wave 

First and most important as well as the most common of the 
a.c. waveforms, is the sine wave. It appears approximately as in 
Fig. 104, and is typical of the output of all our commercial a.c. 
as well as most a.f. and r.f. signal generators. 

The first important fact to remember is that the value measured 
by most a.c. voltmeters is approximately 70.7% of the maximum 
or peak of this wave. Another way of expressing this is to say 
that the peak value of the sine wave is \/ 2 (1/0.707 or 1.414) 
times the r.m.s. value indicated by the ordinary a.c. voltmeter. 
The importance of this is quite obvious when we consider that 
any electrical or radio apparatus which operates on a certain a.c. 
line voltage, say 117 volts, must be able to withstand 1.414 times 
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Fig. 105. An alternating voltage can also have 
a sawtooth waveform. 


117 volts, or approximately 165 volts peak. Thus, a capacitor 
designed to withstand up to 150 volts is still likely to fail on a 
commercial 117-volt line. ‘The second important thing to remem- 
ber is the fact that the sine wave has generally been accepted 
as the standard by which other waveshapes are judged. As a 
matter of fact, other waves, often called ‘complex waves,” are 
studied and analyzed as combinations of sine waves. Thus, saw- 
tooth waves, square waves, and others, are each considered to 
be a combination of a number of sine waves of different fre- 
quencies and amplitudes. In the great majority of cases, specifi- 
cations for equipment will be given in terms of sine-wave a.c. 


The sawtooth 

The second type of variation in the order of importance 1s the 
sawtooth a.c. wave, which gets its name from its appearance (see 
Fig. 105). It 1s widely used in oscilloscopes, radar equipment, 
television circuits, and in many types of measuring apparatus. 
The ideal sawtooth wave has a straight-line (usually called linear) 
rise, as shown by the lines a-b, c-d, e-f in Fig. 105, and a quick, 
abrupt decline along vertical lines in the same figure (lines b-c, 
d-e, f-g). In practice, a sawtooth wave may not look quite as 
linear as shown here, but only the most linear portion of the 
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rise of the wave is used. You will find the sawtooth waveform as 
the sweep voltage in oscilloscopes, as a deflection voltage in TV 
sets, and in modified forms in many other applications. 


The square wave 

The third type of a.c. wave of interest to us is the square wave. 
It is shown in its ideal form in Fig. 106 and derives its name 
from its square-sided appearance. In reality, it is a rectangular 
wave, but the word “square” is commonly used. Notice the two 
important characteristics of this wave. The first is the abrupt 
and steep rise and fall. In this drawing these are actually instan- 
taneous. In practical cases, the sides are not quite vertical, look- 
ing more like Fig. 107, but are still very steep. The second 
feature of this type of waveform is the flatness of the top of the 
wave. 

The structure of the square wave, despite its rather simple 
appearance, is extremely complex and quite difficult to analyze. 
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Fig. 106. Another type of alternating voltage—the 
SQUaTE WAVE. 
Theoretically, the square wave consists of a large number of sine 
waves of different frequencies, magnitudes, and phases combined 
into one. The square wave has many applications in radio and 
television. In audio and video amplifiers, the square wave is used 
as a test signal for linearity (flatness of response) and distortion- 
less amplification. ‘The electronic switch, a valuable laboratory in- 
strument enabling the viewing of two separate signals on a scope, 
is essentially a square-wave generator. The multivibrator, com- 
monly used in horizontal and vertical sweep circuits in television, 
is basically a square-wave generator. The synchronizing pulses, 


both horizontal and vertical in television receivers, are practically 
square waves. . 


Trapezoidal wave 


A fourth type often encountered by service technicians is the 
trapezoidal wave. It is most often found in electromagnetic sweep 
circuits and is used to produce sawtooth current waves in the 
deflection yoke. The trapezoidal wave is a combination of a 
square and sawtooth wave, and is usually found in r-c discharge 
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circuits (outputs of horizontal and vertical oscillators). A typical 
trapezoidal waveshape compared with a sine wave is shown in 
Fig. 108. Effective (r.m.s.) voltages can be applied accurately only 
to the measurement of symmetrical sine waves. The amplitudes 
of trapezoids, pulses, and other irregular waveforms are generally 
expressed in terms of peak-to-peak, positive-peak, or negative-peak 
voltages, which can be read on a scope. 

Mention should be made of differentiated and integrated 
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Fig. 107. Most square waves have rounded edges, 
sides are not truly vertical. 


pulses, so important in TV sync circuits. Although these are not 
basic types, but derivatives of square waves, their prominence in 
television work makes them important. The differentiated wave 
is actually the charging current (or voltage developed by such 
current flowing through a resistor) of a capacitor to which a 
square wave such as a sync pulse has been applied. It is a short- 
duration, almost instantaneous, voltage. The integrated wave is 


+10V 
1.07V_ RMS 


ee eee 


Fig. 108. Comparison between trapezoid and 
sine waveforms. 


the voltage which a capacitor builds up as a result of the applica- 
tion of a square wave and the current flowing into the capacitor. 
This wave is a comparatively long-duration phenomenon, being 
the accumulation of a number of pulses over a period of time. 
From the foregoing examples it is apparent that alternating 
voltages and currents cannot be identified by either their magni- 
tudes or their averages alone. While the average values of a given 
square wave and a given sawtooth wave may be the same, their 
instantaneous values and their shapes differ greatly. Yet, an a.c. 
meter would read the same voltage in both cases! And since we 
are concerned with the differences in appearance and behavior of 
these different waveshapes, a meter would be of little use. The 
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practical importance of the appearance of a particular wave of 
a.c. voltage may be seen from a typical audio-amplifier test. If, 
for example, a 400-cycle sine wave is applied to the input of an 
audio amplifier for the measurement of gain and power output, 
the output at the plate of any of the amplifier stages, or at the 
loudspeaker, should be a greatly magnified sine wave. In other 
words, the amplifier should act as a faithful, distortionless magni- 
fier. Should distortion take place, however, the output may (and 
usually will) still be magnified, but the shape will no longer be 
the pure sine wave applied to the input. Instead, the output 
will be a combination of the original plus other sine-wave com- 
ponents generated by the nonlinearity of the circuit and com- 
bined with the orginal to produce the final, distorted waveshape. 
This behavior of the amplifier may be compared to a photo- 
graphic enlarger, which, due to some internal defect distorts the 
features of a person in the negative although the enlargement may 
well be of the desired size. The only satisfactory way of examin- 
ing the output of an amplifier for possible distortion is through 
the use of a visual indicator such as an oscilloscope. 


To summarize briefly, the cathode-ray tube is a screen on which 
a point of light traces the various patterns which are to be studied. 
It is only necessary to have that point of light follow the variations 
in the voltage or current we wish to examine in order to produce 
a picture of that variation on the cathode-ray screen. However, 
since we are studying voltage and current waves, not light varia- 
tions, it 1s necessary to convert the voltage or current into light. 
This is accomplished through the use of the fluorescent screen. 
This mineral-metallic coating on the inner surface of the cathode- 
ray screen has the property of producing a glow whenever elec- 
trons strike it at sufficient velocity. To enable the eye to see the 
glow on the screen, the trace must persist a reasonable length of 
time. Although the voltage or current variations in themselves 
are too fast for this requirement, it is possible, partly with the 
aid of the persistence of the glow on the screen, and mainly 
through the use of sweep circuits, to give the illusion of slow- 
ness or even to stop motion altogether for the purpose of meas- 
urement or photography. Thus, although there may be wide 
variations in the frequency of the a.c. being observed, it is pos- 
sible by means of a suitable sweep circuit adjustment to produce 
a motionless trace or picture on the screen by superimposing 
identical traces one upon the other, many times per second. 
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Chapter 


The Cathode-Ray Tube 


W E have already stated that the purpose of the cathode-ray 
oscilloscope is to permit visual observation of the behavior of 
' alternating voltages and currents. This requires a conversion of 
electric current, or electrons in motion, into light. To accomplish 

this, a cathode-ray tube is used. Figure 201 illustrates such a tube. 
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Fig. 201. Typical cathode-ray tube showing location of gun, deflection system, and 
fluorescent screen. 
The cathode-ray tube may be divided into three major units: 
The electron gun; the deflection system; and the fluorescent 
screen. 


The electron gun | 
This is the structure and arrangement of elements or electrodes 


in the cathode-ray tube which produces a sharp beam of electrons 
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moving at high velocity in the direction of the screen. The ele- 
ments of the electron gun are: 


Heater 

This resembles, both in structure and function, the heater 
of the familiar vacuum tube. Its job is to bring the cathode 
to normal operating temperature. Most cathode-ray tube 
heaters are designed to operate on 6.3 volts, a.c. 


Cathode 

The purpose of the cathode, as in any vacuum tube, is to 
emit electrons. However, the physical structure of the cathode 
is not the same as that in an ordinary vacuum tube because of 
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NICKEL CATHODE CYLINDER 


Fig. 202. The cathode is a nickel cylinder, surrounds the spiral-wound filament. 
Oxide coating is electron source. 


the difference in requirements. In most vacuum tubes the 
plate is in the form of a cylinder around the cathode (the vari- 
ous grids, located between the cathode and the plate, are also 
cylindrical in shape), and the electrons flow to the plate in the 
pattern of spokes from the hub to the rim of a wheel. In the 
cathode-ray tube, however, the electrons do not go to such a 
“plate.” Instead, they form a narrow stream which travels 
straight ahead, somewhat like a thread pulled through a hollow 
tube or pipe. The cathode is therefore constructed like a pill- 
box or cylinder, covering the heater, and having a small circu- 
lar area of oxide-coated electron-emitting material on the sur- 
face facing the screen of the tube. Thus, the stream of electrons 
from this cathode is almost entirely forward. An enlarged 
view of the filament and cathode structure is shown in Fig. 202. 


Control grid 


The grid functions in a manner similar to the ordinary vac- 
uum-tube grid, but is modified in structure to meet the par- 
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ticular requirements of the cathode-ray tube. The grid is 
almost always negative, and controls the intensity (bright- 
ness or brilliance) of the electron beam. In some oscilloscopes, 
and in almost all television receivers, the control varying the 
grid bias is called brightness control, because the effect of 
varying the bias on the grid actually varies the brightness 
of the trace on the cathode-ray screen. In most cathode-ray 
tubes, the bias voltage varies between 0 and —100 volts. 

Since the electrons are to move in a narrow stream, the grid 
consists of a metal sleeve or cylinder open at the cathode end, 
and closed, except for a very small, almost pin-point aperture, 
on the end facing the screen. Fig. 203 shows the cathode and ~ 
the control grid. Visualize these elements as a small cylinder 


CATHODE 


— CONTROL GRID 
Fig. 203. Control grid regulates electron emission and helps focus the beam. 


enclosed by a larger one. It is in the cathode and grid struc- 
ture that we have the beginning of the formation of the cath- 
ode-ray beam. Electrons emitted by the heated oxide-coating 
on the cathode can escape only by moving through the small 
hole in the center of the grid cylinder. The entire grid cylin- 
der is negative with respect to the cathode. This means that 
any electrons directed toward hitting the inside wall of the 
grid cylinder will be repelled. The motion of these electrons 
is such that they rejoin the main electron stream. 

The control grid has a triple job. By controlling the amount 
of emission from the cathode it determines the brightness of 
the spot on the screen. It acts as a lens, concentrating the 
electrons into the shape of a beam. Finally, the grid can be 
modulated (intensity modulation). 


First, or focusing anode 

This element (in conjunction with the second anode) has 
as its function the concentrating, or focusing of the electron 
stream so that it ends in a fine point at the surface of the 
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screen. The narrowing, or focusing, of the electron beam is first 
accomplished by the control grid. Since this focusing action 
by the control grid is rather weak, the electrons will come to 
a point (point of focus) at only a short distance after the grid, 
beyond which the electrons will diverge or spread out. 

The focusing anode, located forward of the control grid, is 
also shaped like a cylinder, but with small openings at both 
ends. It is operated at a positive potential with respect to the 
cathode with focusing being accomplished by varying this po- 
tential. ‘The actual voltage varies with the type and diameter 
of the tube, being as low as 250 volts in the case of a 3-inch 
tube, and increasing to thousands of volts for tubes of large- 
screen diameters. 

At first, it might seem that the focusing anode, being posi- 
tive, would merely attract electrons in a manner similar to the 
plate of an ordinary tube. However, since the anode is cylin- 
drical and exerts an equal pull all around, the net effect is to 
force the beam as close to the center line, or axis, as possible. 


Second, or accelerating, anode 

The principal function of the second anode is to impart a 
high velocity to the electron beam. In addition, this anode 
combines with the focusing anode to determine the focusing 
characteristics of the cathode-ray tube. The second anode is 
located closer to the screen than the focusing anode, and is 
generally similar to it, except that it is larger. It is operated at 
a fixed positive potential, usually three to four times higher 
than the focusing-anode potential. In addition to the actual 
cylinder, there is a conductive coating called aquadag on the 
inner surface of the glass, that extends almost all the way to 
the screen; it is internally connected to the second-anode termi- 
nal and serves as part of the accelerating anode. 


Intensifier anode 

This element, although not strictly a part of the electron- 
gun structure, performs a function similar to the second anode 
and the aquadag. The element is found on many (but not all) 
cathode-ray tubes for oscilloscopes and radar applications. It 
consists of a metallic ring located on the inner surface of the 
glass, just behind the screen. It is operated at the highest posi- 
tive potential, and serves to further accelerate the beam after 
deflection has taken place. 
Figure 204 illustrates the manner in which the electron gun 


produces a sharp, or focused spot on the cathode-ray screen. For 
the sake of clearness, the deflection plates have been omitted. 
The electrons leave the cathode in a rather wide stream. Since 
the aperture of the control grid is very small, and since the po- 
tential on the grid produces a negative charge all around the 
aperture, the electrons begin to converge, or bunch, and actually 
come together in a small area near the focusing anode. This 
area is commonly referred to as the crossover point. Sometimes 
this point is considered as the virtual cathode (as distinguished 
from the physical cathode) since the electrons are concentrated at 
this point and continue forward as from a cathode. As a matter 
of fact, this point acts as the electron source except that the area 
is much smaller than the original cathode surface. 


FOCUSING ANODE 
ACCELERATING ANODE 


HEATER 
CATHODE 


CROSSOVER POINT 
VIRTUAL CATHODE 


SCREEN 
Fig. 204. The control grid focuses the beam on the crossover point. The beam 
then diverges, but is pin-pointed on the screen by the focusing anode. 


Continuing past the crossover point, the electrons begin to spread 
apart just as light rays would in passing through a small opening. 
Now both the first and second anodes combine to accomplish 
the focusing. While the detailed discussion of the nature of the 
electric field produced by the two anodes is beyond the scope of 
this book, a simplified statement of the functioning of this por- 
tion of the gun can easily be understood. Since both the first and 
second anodes are positive with respect to the cathode and cylin- 
drical in shape, they will exert a uniform pull on the electron 
beam. But, because of the structural and potential differences 
between the two anodes, the electrostatic (or charge) field within 
the region of the first and second anodes is such that the farther 
away from the center line (or axis) of the tube, an electron is, 
the greater the force on the electron toward the axis. The 
strength of the field along the axis is greatest in the vicinity be- 
tween the first and second anodes, and therefore it is here that 
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most of the bending of the beam toward the axis takes place. 
Farther on, the beam is less and less affected, hence it travels 
generally in the forward direction, under the influence of the 
high accelerating potential. 

As shown in Fig. 204, the beam converges rather gradually as 
it leaves the region of the focusing anode, the amount of con- 
vergence being just enough to make the beam come to a point at 
the surface of the cathode-ray screen. Too high a focusing poten- 
tial would make the convergence so great that the beam would 
come to a point before reaching the screen, then start spreading 
out again, and be out of focus when finally reaching the screen. 
Conversely, too weak a bending force, because of too low a focus- 
ing potential, would allow the beam to reach the screen before 
it had time to converge to a point. If allowed to continue past 
the cathode-ray screen, the beam would focus somewhere beyond 
the front surface of the screen. Fig. 205 illustrates the effects of 
too little or too great a focusing potential. The exact function 
of the focusing control should now be clear. The first, or focus- 
ing anode is made sufficiently positive so that the bending of the 
electron beam toward the axis is just enough to make the elec- 
trons reach the axis at the screen. 


The deflection system 

The electron gun is designed to produce a sharp spot on the 
cathode-ray screen. In order for this spot to trace various patterns 
of voltage or current, it is necessary to move the spot to any 
required point on the screen. This is the function of the deflec- 
tion system. 

There are two main systems of beam deflection in use today. 
These are (1) the electrostatic system, used almost exclusively in 
oscilloscopes, radar sets, spectrum analyzers and similar commer- 
cial applications, and (2) the electromagnetic system, found in 
television receivers. . 

The electrostatic deflection method is based on the law of 
magnetic poles: like charges repel each other and unlike charges 
attract each other. A simple illustration of this is the behavior 
of a capacitor. In its simplest form, a capacitor consists of two 
metallic surfaces or plates, insulated from each other and sepa- 
rated by a dielectric. When a capacitor is in a neutral or un- 
charged state, both plates have the same number of electrons. No 
force exists between the plates. However, when a charge is placed 
on the capacitor, one plate has more electrons than the other 
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plate. In other words, one plate is negative with respect to the 
other. Note that this is only a relative polarity, since both plates 
may be negative with respect to a common point, such as a chas- 
sis, or ground. Relative to each other, one plate is called posi- 
tive, the other negative. In such a charged capacitor, a force of 
attraction exists between the plates. Not only does this force tend 
to pull the plates toward each other, but it also acts on any elec- 
tron between the plates, in the dielectric. ‘This effect of a charged 
capacitor on the electrons in the dielectric is utilized in electro- 
static deflection. 


SCREEN EES LARGE DOT ON SCREEN 


SCREEN 


BEAM FOCUSED HERE 


Fig. 205. Improper focusing of the beam results in a large dot on the screen. 


There are two such pairs of plates or capacitors in the electro- 
Static cathode-ray tube shown in Fig. 201. One pair is called the 
horizontal plates, the other the vertical plates. The horizontal 
deflection plates are positioned like two opposite walls of a room; 
the vertical deflection plates resemble the position of the ceiling 
and the floor. As shown in Fig. 201, the plates of each pair are 
not quite parallel, but diverge or flare somewhat toward the 
front of the tube. The first pair of plates is capable of deflecting 
the electron beam to the left or right, hence the name horizontal 
plates, although physically they are in a vertical position. The sec- 
ond pair, actually in horizontal position, are called the vertical 
plates, because they deflect the beam up or down. In addition, 
the deflection plates are used to center the beam, or, for that mat- 
ter, position it anywhere on the screen. | 

To illustrate the functions of the deflection plates, let us begin 
by examining Fig. 206. This illustration shows one set of plates 
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with no potential between them, hence with no force on the trav- 
eling electron beam. ‘Theoretically, the electron beam _ will 
strike along the center line of the screen. Fig. 207, showing both 
sets of plates, assumes a high d.c. potential from each of the plates 
io ground, but, and this is important, there is no difference of 
potential between the plates. The net force on the direction of 
the electron beam is still zero, hence the beam will continue 
undeflected. In other words, the beam will be centered. There- 
fore we may state that centering the beam involves adjusting the 
potentials on the deflection plates so that the beam remains unde- 
flected and proceeds on course. In actual circuits, this does not 

SCREEN 


VERTICAL DEFLECTION PLATES 


Fig. 206. With zero potential difference between the vertical deflection plates, the 
beam is unaffected. 


necessarily mean that the voltage between the plates is exactly 
zero. Quite often, due to minor structural and circuit variations, 
the beam would originally be off-center, and a certain amount of 
force on the beam is required to bring it to the central axis. Fur- 
thermore, in many applications it may be desirable to have the 
beam at some point other than the exact center. In such cases, a 
definite force across the horizontal, or vertical, or across both 
sets of plates, may be required. In addition to the need for center- 
ing, it is necessary for purposes of acceleration to have a high 
potential on the deflection plates, regardless of the desired. initial 
position of the beam. For either purpose, centering or deflec- 
tion, an adjustment of the potential across the two pairs of deflect- 
ing plates is required. For initial positioning, whether exactly 
on center or at any other point on the screen, a d.c. potential, 
adjustable at will, is required. In cathode-ray oscilloscopes these 
adjustments are made by potentiometers in the high-voltage sys- 
tem, varying the difference between each of the plates to the extent 
of a few hundred volts while at the same time maintaining the 
deflection plates at a potential high enough to allow acceleration 
of the beam. 
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Fig. 208 shows the effects of a difference of potential between 
a pair of plates. In Fig. 208-a the upper plate is positive with 
respect to the lower. The electron beam, being negative, is at- 
tracted toward the upper, more positive plate. Since the voltage 


HORIZONTAL DEFLECTION PLATES SCREEN 


+100V + 200V 


VERTICAL DEFLECTION PLATES 


Fig. 207. It takes a voltage difference between the vertical deflection plates or 
between the horizontal deflection plates to get the beam to deflect. 


on the upper plate also acts to pull the beam forward, the net 
result is that the beam strikes the screen above the mid-point. In 
Fig. 208-b the polarity is reversed, causing the beam to strike the 
screen below the mid-point. The same situation applies to the 


Fig. 208. The beam always moves in the direction of that plate having the higher 
positive voltage. 


horizontal deflection plates. If the left plate is made negative 
with respect to the right plate, the beam will move to the right, 
and vice versa. 


Linear deflection 

In addition to the general direction of deflection of the beam, 
the amount of deflection, in distance on the screen, also should be 
considered. Thus, if a 50-volt difference between a pair of plates 
will deflect the beam one inch from center, it should follow that 
100 volts will deflect the beam two inches, and so on. This is 
known as linear deflection. Fig. 208-a shows the position of the 
spot on the screen under the force of a hypothetical 50-volt dif- 
ference in potential across the plates. 


Fig. 209. There is a potential difference on both sets of deflection 
plates. Beam moves vertically and horizontally. 


An example of the effect of deflecting potentials on both sets of 
plates is shown in Fig. 209. Here, a potential difference of 50 
volts exists across the vertical plates, and 125 volts across the 
horizontal plates. As shown, the spot deflects in each direction in 
proportion to the particular force in that direction—two and a 
half inches to the left of center, and one inch above the center line. 

Up to now, examples of deflection under fixed potentials have 
been considered. If, instead, a gradually varying potential is 
applied to one set of plates, while the other set has a d.c. potential, 
not fixed, but increasing at a uniform rate, the spot, while moving 
across the screen at an even speed due to the d.c. potential just 
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mentioned, would also move up and down, in step with the vary- 
ing potential on the other sets of plates. Fig. 210 illustrates such 
a case. A sine wave (a.c.) is applied to the vertical plates, while 
a d.c. voltage, starting with a high negative value and gradually 
and uniformly (linearly) decreasing to zero and continuing to 
increase in the positive direction, is applied to the horizontal 
plates. As the spot is moved at an even pace from left to right 
across the screen, by the horizontal voltage, the sine wave applied 


Fig. 210. Sweep voltage is applied to the horizontal deflection 
plates. Vertical deflection plates receive signal to be tested. 


to the vertical plates is also moving the spot, but in an up-and- 
down direction, in step with the changes of the voltage of the sine 
wave. ‘hus, an actual waveshape of a signal is traced on the 
screen. 

Normally, before a signal is applied to the scope, the spot rests 
in the center of the screen. However, since deflection takes place 
across the whole screen, not just from center to right, the beam 
has to be brought to the extreme left to start the cycle. For exam- 
ple, the beam will deflect to the left (looking toward, or facing 
the screen) when the left-hand horizontal plate is more positive 
than the right-hand plate by a certain fixed potential. The hori- 
zontal deflection (or sweep) voltage, as discussed in the next chap- 
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ter, is such a potential. As far as the horizontal deflection plates 
are concerned, this potential starts at a maximum negative value 
on the right-hand plate. The beam, repelled by the negative volt- 
age, will be at the extreme left side of the screen. The voltage on 
the right-hand plate gradually and uniformly becomes zero, at 
which time the beam is again in the center. The voltage then con- 
tinues to rise in the positive direction to the same numerical maxi- 
mum value. Since the right-hand plate is now positive, the beam 
will continue, after passing the center, to move uniformly toward 
the extreme right edge of the screen. While this type of potential 
may be considered as a type of a.c., this in no way contradicts the 
explanation given earlier. If, for example, the beam were origi- 
nally located at the extreme left, the potential on the horizontal 
plates would actually be d.c., starting from zero and increasing 
linearly to a maximum value, with the right-hand plate always 
being positive. 


Time base 
It was stated earlier, that in most oscillographic applications it 
is important to have the beam move across the screen at a uni- 


Fig. 211. Effect of linear sweep on sine waveform. 


form rate. In considering any voltage or current wave (a sine 
wave for example) it should be remembered that successive points 
on the wave are actually values of voltage or current following 
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each other in time—they happen one after the other. Also, except 
in rare cases, waves following each other in series actually are 
identical. When such a wave is shown on the oscilloscope, the 
succeeding points are displaced in space, from left to right. Thus, 
the horizontal sweep of the scope is really a time scale. As a mat- 
ter of fact, this sweep is very often called the time-base—a linear 
time-base, to be exact. 

Fig. 211 shows two sine waves divided into quarter-waves by 


Fig. 212. Example of nonlinear sweep on signal being studied, 


vertical lines. Every quarter-wave is shown to occupy an equal 
distance as well as an equal amount of time on the horizontal 
time-base. This is a true representation of the a.c. wave being 
studied, since, as stated before, these waves are all alike. Each 
quarter-wave, as assumed in this example, takes 1/10 of a second. 
It is shown occupying equal spaces on the screen because the beam 
travels across the screen at a uniform rate. The sweep is said to 
be linear. 7 


The results of a nonlinear time-base, or sweep, are illustrated in 
Fig. 212. Two cycles are shown, separated into quarter-cycles by 
vertical lines. However, while the first quarter-cycle is of the 
same width as that in Fig. 211, successive quarter-cycles are pro- 
gressively narrower. This is an indication of a nonlinear sweep; 
specifically, a gradual slowing down of the speed with which the 
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beam moves across the screen. A sweep of this kind could give 
misleading information to the observer, particularly if he is not 
familiar with the characteristics of the particular oscilloscope. 
Unless one knows that the oscilloscope sweep is not linear, the 
piece of equipment under test might be suspected of being 
defective. 

From these illustrations it is evident that in order for an oscil- 
loscope to give a true picture of the voltage or current being 
examined, the horizontal deflection voltage, or the sweep voltage 
must be linear, as far as practically possible. ‘The next chapter 
concerns itself with the types, methods, and details of such linear- 
sweep systems. 


The fluorescent screen 

The conversion of electron energy into light is accomplished 
by impact of the electron beam on the fluorescent screen. This 
screen, or rather the coating on the inner surface of the face-plate 
of the cathode-ray. tube, has two important characteristics. ‘The 
first of these is luminescence (the property of converting the kine- 
tic energy of the electron beam into light energy at relatively low 
temperatures). ‘The second characteristic is that of phosphores- 
cence. ‘This is the property of continuing to glow after the actual 
impact of the high-speed electron beam. This persistence varies 
with the type of chemical coating, and with the application for 
which the cathode-ray tube was intended. The coatings, or phos- 
phors, as they are commonly called, may be zinc silicates for many 
normal oscillographic applications, or various zinc sulfides in the 
case of television picture tubes. The persistence, too, varies with 
requirements, and is identified by the letter P followed by a 
numeral. ‘Thus, Pl is a medium-short persistence designation, 
commonly found in scope tubes. ‘Television tubes have a medium 
persistence, and are identified by a P4 in their designation, while 
P7 is an example of a very long persistence, found in radar and 
similar applications, where it may be necessary to see the trace, 
or its slow motion on the screen, for quite a while after the first 
instant of observation. 
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Chapter | 3 


Sweep Systems 


Tue time-base or sweep-voltage generator is an important part 
of the cathode-ray oscilloscope. The signal to be investigated 
usually must be plotted as some function of time. This is done 
by feeding the signal to one pair of deflecting plates, while a sec- 
ond voltage, proportional to time, is fed to the other pair. The 
circuit that generates this latter voltage is called a sawtooth time- 
base generator. 


The requirements of the sweep voltage for moving the beam 
across the cathode-ray tube screen may be briefly stated as follows: 


I. A deflecting voltage is required to move the electron beam 
across the screen, the magnitude of such voltage depending 
on the diameter of the cathode-ray tube. 


2. For faithful tracing of the pattern, a uniform speed of mo- 
tion is required. The deflection voltage must rise from its 
minimum to its maximum value at an even rate. 


3. Since the electron beam traces the same pattern over and 
over again, each time overlapping the preceding trace, it is 
necessary for the beam to return to its starting point as 
quickly as possible. The deflection voltage therefore must 
decrease from its maximum value to its initial value in the 
shortest possible time. This time is commonly referred to 
as retrace time or flyback time. 
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The deflection voltage placed on the horizontal deflection 
plates is known as a sawtooth voltage, due to its graphical simi- 
larity in shape to the teeth of a saw. A sawtooth waveform meets 
the three requirements (listed earlier) for a horizontal deflection 
voltage. | 


Sawtooth generators 

The three most common types of sawtooth generators are: The 
gas-discharge, or relaxation oscillator, the multivibrator, and the 
blocking oscillator, the latter two being vacuum-tube types, while 
the first, as its name implies, is a gaseous-tube type. Regardless 
of the type of circuit used for this purpose, the generation of a 
sawtooth voltage is based on the same principle—the charging of 
a capacitor from a steady d.c. source in series with a resistor. To 
fully understand the functioning of the various sawtooth generat- 
ing circuits, we must first examine the nature of a sawtooth charg- 
ing and discharging cycle. 
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Fig. 301. Path of charge and discharge 
of a capacitor. 


Fig. 301 shows a simple setup for demonstrating the charging 
and discharging of a capacitor. With the switch in the charge 
position, the capacitor is connected in series with the resistor R 
across the fixed battery voltage. At the instant of closing the 
switch, the potential across the capacitor is still zero. The elec- 
trons begin flowing into the capacitor from the negative battery 
terminal, at the maximum rate, limited only by the series resistor, 
to the upper capacitor plate and to the positive battery terminal 
from the lower plate. The upper capacitor plate becomes, rela- 
tively speaking, excessively negative and the lower plate (due to 
the loss of electrons) becomes excessively positive. ‘This is equiva- 
lent to saying that a potential difference, or voltage, exists between 
the two plates, this voltage increasing as the excess of electrons on 
the upper plate increases. Another way of stating this is to say that 
current is flowing into the capacitor and building up a charge. 
The polarity of this voltage, as shown, is negative on top, positive 
on the bottom. This makes the capacitor voltage in parallel with 
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the battery voltage. During the initial instant, when there was 
no voltage across the capacitor, the current flow was a maximum. 
But, as the capacitor voltage builds up in opposition to the bat- 
tery, the current flow, or charging rate, gradually decreases, until 
finally, when the capacitor has built up a potential equal to the 
battery voltage, current flow has decreased to zero. The capacitor 
is now said to be fully charged. 
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TswiTcH JUST THROWN TO CHARGE TIME 
Fig. 302. Charge and discharge curve of a 
capacitor. 


Fig. 302 illustrates graphically the charging cycle just described. 
As can be seen, the voltage across the capacitor rises very sharply 
and very uniformly during the early portion of the cycle. As the 
voltage increases, the curve of the voltage rise becomes less and 
less linear. On the voltage curve of Fig. 302, the voltage rise from 
zero to point a is assumed to be linear. This portion could-be 
utilized as the forward or rising portion of a sawtooth. 
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Fig. 303. Part of the capacitor-charge curve 
resembles a sawtooth, 

The switch of Fig. 301 is now thrown to the discharge position. 
The capacitor is now disconnected from the battery circuit and 
placed across a short-circuit. Since the resistance in series with 
the capacitor is now practically zero, the capacitor will discharge 
almost instantly. ‘The discharge portion of the cycle, as shown in 
Fig. 302, will be almost vertical, indicating that the discharge 
time is practically zero. ‘This cycle can be repeated as many times 
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as desired, simply by throwing the switch to the charge position, 
leaving it there until the voltage rise begins to curve, then throw- 
ing the switch to the discharge position, and then repeating these 
steps. Fig. 303 shows the result. A number of sawtooth waves 
have been produced. It is important to realize that only a small 
portion of the total capacitor charge time has been used. The 
capacitor is allowed to charge until the voltage across the capaci- 
tor reaches the amplitude indicated by point a in Fig. 302. ‘The 
capacitor is then discharged. From the graph we can also see 
that capacitor-charging current is maximum at the instant the 
switch is closed, and decreases as the charge across the capacitor 
builds up. 

There are two important characteristics to observe in Fig. 303. 
First, each charging portion of the cycle, such as a-b, c-d, e-f, etc., 
is uniform and gradual, taking up a major part of the total saw- 
tooth cycle time. This time (known as trace or sweep time) is 
indicated on the scale by the distances 1-2, 3-4, 5-6. Second, the 
discharge portion of each cycle is almost instantaneous, shown by 
the letters b-c, and d-e. Notice that the discharge time (also called 
flyback or retrace time), shown by the spans 2-3, 4-5, 6-7, is ex- 
tremely short compared to the charging time. 

In connection with this description, it might be helpful to 
explain the reason for the quick discharge time requirement. 
Any a.c. wave, with the exception of some pulses occurring at 
irregular intervals, continues without interruption, one cycle after 
the other. If this a.c. wave is to be displayed on the cathode-ray 
screen, any interruption in the scanning or display of such a wave 
will result in missing portions. Thus, when the horizontal sweep 
of the oscilloscope reaches the right-hand end of the screen (fac- 
ing the screen from the outside), it must return to the extreme 
left-hand in order to continue scanning the wave. However, dur- 
ing the time that the sweep returns, or retraces, to the left side, 
the a.c. wave being observed continues to move, without waiting 
for the beam to return. A small fraction of the wave being dis- 
played is therefore going to be lost. Because of this, the fastest 
retrace time possible is always desirable. In practice, two or three 
waves are shown on the screen, so that while the extreme left and 
right of the pattern may be somewhat distorted the cycle or cycles 
in between are never affected. 


Relaxation oscillator 
One of the simplest and most easily understood sawtooth-gen- 
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erator circuits is the relaxation oscillator. In its simplest form it 
looks as in Fig. 304. The tube is a triode containing a small 
amount of inert gas. Under the effect of a sufficiently high poten- 
tial, the gas ionizes and becomes conducting. When the gas is not 
ionized, the plate-to-cathode resistance of the tube is extremely 
high, and practically no current flows. However, when fully ion- 
ized by the application of a sufficiently high voltage (known as 
the ionization potential, or firing voltage), the gas becomes so 
highly conductive that the tube acts almost like a short-circuit 
from plate to cathode. 

The gas triode has three important characteristics which have 
to be dealt with in order to obtain satisfactory performance in a 
circuit such as the sawtooth generator. They are: the ionization 
potential, the extinction potential, and the effect of the control 
grid. The ionization potential is the voltage at which the gas 
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Fig. 304. Gas-tube sawtooth generator. 


becomes ionized and conducts heavily. For any voltage below 
this value, the tube does not respond at all. The required ioniza- 
tion potential or voltage is determined by a number of factors, 
such as the type of gas used, the grid voltage, the temperature of 
the gas, and, to a certain degree, the gas pressure. The extinc- 
tion potential is the value of voltage at which the tube stops con- 
ducting. This value is always lower than the ionization voltage, 
but it, too, varies in different gases. The third characteristic, the 
effect of the grid on the operating characteristics of the tube, is 
particularly important. Within certain limits, the value of grid 
voltage controls the firing point of the tube. However, after the 
firing point has been reached, the grid loses control and the tube 
conducts at a maximum rate. It is this behavior of the grid that 
is utilized in timing or synchronizing the sawtooth being gener- 
ated. If, for example, during the charging portion of the cycle, a 
sudden change in the grid voltage were to take place, making the 
grid less negative (or more positive), the tube would instantly 
ionize, and the sawtooth would suddenly collapse to zero. A posi- 
tive sync pulse, not unlike the sync pulses encountered in televi- 
sion receivers, applied to the gas-triode grid would act to control 
the frequency of the sawtooth being generated. 
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Here is the sequence of operation of the gas-tube relaxation 
oscillator of Fig. 304. When the circuit is closed, capacitor C 
begins to charge from the B+ supply through the resistor, R2. 
While the B+ supply is more than adequate to ionize the gas, the 
voltage at the plate of the tube is below the ionization point 
because of the IR drop across R2. In fact, the capacitor charging 
current is so high, that the voltage drop across R2 reduces the 
plate voltage to almost zero. As shown, the direction of electrons 
into the capacitor is such that the upper plate will be positive, 
the lower plate negative. Since the capacitor is connected from 
plate to cathode, the capacitor voltage is actually the plate voltage 
of the tube. As the charging proceeds, the capacitor voltage 
builds up, exactly as in Fig. 302. When the capacitor charges up 
to the ionization potential of the tube, as determined by the set- 
ting of the grid bias voltage (applied through R1) the tube effec- 
tively ionizes or conducts, short-circuiting the capacitor, and 


Fig. 305. The capacitor discharges 
through the gas tube. 


causing it to discharge quickly in the direction shown in Fig. 305. 
As the capacitor voltage, and hence the tube plate voltage, falls 
below the extinction potential of the tube, the gas again becomes 
non-conducting, the capacitor cannot discharge any further, and 
the charging cycle begins again. It should be noted that during 
the ionization of the gas and the discharging of the capacitor, the 
B+ supply is not being short-circuited. The series resistance, 
R2, is usually so high that an only negligible current is drawn 
from the B+ system, the heavy short-circuit current coming en- 
tirely from the discharging capacitor. 

Fig. 306 shows the sequence of operation over a number of 
cycles. Notice that there is but one level of extinction potential, 
this being very little affected by circuit adjustments. However, 
two levels of ionization potential are shown, corresponding to 
two different values of grid bias. With the more negative bias, 
the ionization potential is higher, as shown by line 9.2, Since the 
time required for the capacitor to reach this higher potential is 
longer, the frequency is correspondingly lower. Line 1-1 shows 
a lower ionization potential due to a less negative bias than in the 
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first case. The capacitor builds up to this voltage sooner, then 
discharges through the tube, and is ready to begin the next cycle. 
Notice that four cycles have been produced in about the same 
time interval that produced three cycles in the case of the higher 


B+ ee a Se ce SFI a ee 
Cond ad SNL MR kL Aa Cn Ee 
eT NT OW ie A ae eae Ce lM chai Hen te. ia eee 


VOLTAGE ACROSS C 
rh 


EXTINCTION POTENTIAL 
TIME 


Fig. 306. Factors influencing capacitor charge and discharge in gas-tube 
circuit. 


ionization potential. Thus, a change in the grid bias of the gas 
triode can produce a change in the frequency of the generated 
sawtooth wave. Incidentally, Fig. 306 also shows a difference in 
the amplitudes of the two waves. However, this is not of major 
‘importance, since amplifiers almost always follow such oscillators, 
providing more than adequate gain from even a very low oscil- 
lator output. 
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Fig. 307. Sawtooth frequency depends upon 
speed of capacitor charge and discharge. 


While the grid bias affects the frequency of the sawtooth out- 
_put, the usual method of changing the frequency in oscilloscope 
sweep circuits is to vary the resistor-capacitor combination in the 
plate circuit. Since the capacitor charges in series with the resis- 
tor in the plate circuit, any change in the value of the resistor will 
affect the charging cycle. A larger resistor will slow down the 
charging, requiring a longer time for the capacitor to reach the 
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ionization potential. Similarly, for any given resistor, a small 
capacitor will reach the ionization potential sooner than a large 
one. Fig. 307 shows two charging curves, O-a-A and O-b-B. No- 
tice that while the first curve reaches the ionization level in time 
interval 0-1, the second curve does not build up to this voltage 
until sometime later, shown by point 2. Obviously, the first saw- 
tooth will be of a higher frequency than the second. Looking 
again at the two charging curves, it can be seen that the first is 
much steeper, or, it may be said that it rises much faster. One 
may conclude that, in the first case, either the charging resistor 
or the capacitor, or both, were smaller than in the second case. 
Therefore the variation of either the series resistor or the charging 
capacitor produces variations in frequency. This method is 
actually used in practical circuits for changing frequency. 
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Fig. 308. Typical gas-triode sawtooth generator, showing values. 


Fig. 308 shows the values used in a typical gas-triode sawtooth 
generator, with r-c frequency control in the plate circuit. Switch- 
ing in different values of charging capacitors (1, 2, 3, etc.) allows 
large changes in frequency to be made. ‘This is often called a 
COARSE-FREQUENCY control, and it acts in the manner of a band- 
switch, switching in different ranges of frequency. ‘The 2-meg- 
ohm potentiometer is in series with the B+ supply and acts as a 
vernier, or FINE-FREQUENCY control, varying the frequency within 
the limits of the band chosen by the switch. The approximate 
ranges covered by the FINE-FREQUENCY control when the COARSE 
control is in positions 1 through 7 are: 3,500-11,500, 1,500—5,000, 
700-2,200, 300-900, 100-350, 40-150, and 20-60 cycles respec- 
tively. The maximum frequency corresponds to the minimum 
resistance setting of the FINE-FREQUENCY control. 

The grid circuit, while no longer a direct-frequency control, 
still has a frequency-controlling effect. When the sawtooth oscil- 
lator is to be synchronized with any outside standard, the sync 
pulse, in the form of some positive pip, is fed to the grid. The 
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frequency is first adjusted to slightly below the exact desired 
value, using the FINE-FREQUENCY control. When the positive sync 
pulse is applied to the grid, the ionization potential requirement 
is made lower and the tube conducts instantly when the grid is 
pulsed, thus ending the cycle sooner than it would have ended 
without the pulse. This is equivalent to increasing the frequency, 
since the duration of each cycle is made shorter, allowing the sub. 
sequent cycles to follow sooner. 


Single sweeps 

In some cases the signal to be observed exists only for a short 
time and then disappears. This is called a transient. If the ordi- 
nary sawtooth sweep is employed for such a signal, the electron 
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Fig. 309. Thyratron sweep circuit used in connection with study of transients 


beam moving across the face of the cathode-ray tube is independ. 
ent of the beginning of the transient and there is no way to deter- 
mine when it occurs. This problem is solved by using a single- 
stroke sweep generator that generates a time base only when the 
transient occurs. ‘The sweep is started by the transient itself or by 
some identical signal voltage applied to the sync input terminals. 

An ordinary thyratron sweep circuit can be used for this pur- 
pose without much change. 

In the circuit of Fig. 309, the plate of a diode-connected 6C5 is 
- connected to the plate of the 884 thyratron through a small resis- 
tor. ‘The cathode of the diode being biased with a positive volt- 
age that is just below the plate voltage, this tube normally con. 
ducts, but the voltage drop across it is less than the firing voltage 
of the 884. When a positive sync signal is applied to the grid of 
the 884, its firing point is lowered and it conducts. The capacitor 
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selected by S1 discharges through the thyratron until the extinc- 
tion voltage is reached. ‘The capacitor then begins to charge 
again until it reaches the voltage at which the diode begins to 
conduct, and only one sweep is produced until another sync signal 
is applied to the circuit. 

While the gas triode is still used in many oscilloscope and simi- 
lar applications, it has some objectionable features. In high-gain 
circuits, the inherent noise of a gas tube (sometimes called hash, 
similar to the noise caused by gas rectifiers in auto-radio receivers) 
may become too objectionable, requiring careful shielding and 
filtering. In addition, there are limitations imposed by the funda- 
mental characteristics of the gas itself, as well as the limited range 
of frequency in which the gas tube operates satisfactorily. A 
more popular type of sawtooth generator circuit is the multivibra- 
tor. Being strictly a vacuum tube circuit, it is free of the gas 
noise inherent in the gas triode type. In addition, its excellent 
behavior at the higher frequencies encountered in modern oscil- 
loscopes and television receivers makes the multivibrator the 
favorite type of sweep oscillator in use today. 


The multivibrator 

In its simplest form, the multivibrator looks like a two-stage re- 
sistance-coupled amplifier, to which has been added a feedback ca- 
pacitor from the plate of the second tube to the grid of the first. 
Fig. 310 shows such a circuit. ‘The basic function of this circuit 
is that of a square-wave generator. Capacitor C3 across the out- 
put of the second tube (V2) charges from the square-wave output 
voltage of this tube, developing a sawtooth voltage very much in 
the manner described in the case of the gas tube. In both cases, 
a steady d.c. voltage is applied to the capacitor in series with a 
resistance. The main difference lies in the method of discharging 
the capacitor. In the case of the gas tube, the sudden ionization 
of the gas produces a short-circuit across the capacitor, discharg- 
ing it and initiating the next cycle, while in the case of the multi- 
vibrator, the two tubes, V1 and V2, alternate in short-circuiting 
each other. 

As shown in Fig. 310, the circuit is perfectly balanced as far as 
circuit and components are concerned. Also, notice that the 
cathodes connect directly to ground, resulting in zero initial bias 
on both tubes. Under this condition, both tubes draw maximum 
current. ‘Their plate voltages, being the difference between the 
B-+ supply and the large IR drop across R2 and R4, the plate- 
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load resistors, would be a minimum, perhaps near zero. These 
conditions would hold only as long as steady state, or absolute 
equilibrium, existed. However, since such absolute stability is 
practically impossible, any change anywhere in the circuit would 
immediately start the multivibrator functioning. Such a change 
might be the rise in plate current (as the circuit is first put ON) 
somewhat more in one tube than in the other. A minor differ- 
ence in the IR drops in the plate circuits, or, in fact, any unbal- 
ance at all, would be sufficient to begin the cycle. 

Assuming a rise in the plate current of V1, the plate voltage 
of this tube would drop, due to the increased IR drop in its plate 
circuit. C2, the coupling capacitor, would then discharge down 
R3, making the grid of V2 more negative. This, in turn, would 
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Fig. 310. Plate-coupled multivibrator resembles 
r-c audio amplifier. 


lower the plate current and raise the plate voltage of V2. Cl, the 
feedback capacitor, would now charge up to the value of the B+ 
supply. But, as C2 continues discharging, at a progressively 
slower rate, the bias on V2 becomes less negative. While the 
initial discharge pulse drove V2 to beyond cutoff, the bias now 
gradually gets lower and V2 begins to conduct again. This low- 
ers the plate voltage on V2, and Cl now discharges down RI, 
making the grid of V1 more negative (actually driving it beyond 
cutoff). The plate voltage of V1 now rises, causing C2 to charge. 
Thus, a complete cycle has been produced. From now on, the 
two tubes will alternately cut off, with a rise in plate voltage to 
maximum, will then conduct very heavily, lowering the plate 
voltage to nearly zero. Or, considering any one tube of the pair, 
it will alternately have a period of maximum plate voltage, fol- 
lowed by a period of minimum voltage. For a circuit such as 
the one shown in Fig. 310, where Rl] = R3, and Cl = C2, the on 
and off intervals would be of the same duration, and the multi- 
vibrator would be called a “balanced”’ multivibrator, sometimes 
called a symmetrical square-wave generator. 

The charge and discharge of C3 depends upon the behavior 
of V2. During the time that V2 is being driven to cutoff, its plate 


39 


voltage rises, and since C3 is in parallel with this tube its charge 
will increase. When V2 conducts heavily, it acts like a short- 
circuit across C3, discharging the capacitor. ‘This charge and dis- 
charge action produces a sawtooth waveform across C3, this 
capacitor representing the output of the circuit. What we are 
doing is using a square-wave generator (multivibrator) to charge 
and discharge a capacitor, giving us the sawtooth voltage we need 
for sweep voltage in the oscilloscope. ‘The circuit is more elabo- 
rate than the relaxation oscillator, but the results are the same. 


Cathode-coupled multivibrator 

One of the most common types of multivibrators used in oscil- 
loscope and television circuits is the cathode-coupled multivibra- 
tor. As can be seen from Fig. 311, the cathode-coupled type omits 
the feedback capacitor shown in Fig. 310. Instead, feedback takes 
place through a common, unbypassed cathode resistor, R5. While 
cathode coupling does not necessarily produce unbalance, the cir- 
cuit is most often operated to produce this condition. Notice that 
the cathode resistor develops a common bias voltage for both 
tubes. However, the r-c circuit in the grid of V2 is an additional 
source of grid voltage for V2 only. In operation, V1 conducts 
heavily for a long portion of the cycle. A large IR drop appears 
across R2. This reduces the plate voltage of this tube, causing 
Cl to discharge through R3. V2 is therefore cut off during the 
time of discharge, such time being adjustable by varying the grid- 
circuit resistance of V2. The plate voltage of V2 during this time 
is a maximum, enabling the sawtooth capacitor, C2, to charge. 
Near the end of the discharge cycle of C2, V2 begins conducting, 
raising the cathode bias and reducing the current through VI. 
At the same time, the plate voltage of V1 rises, causing Cl to 
charge, and further increase the current in V2. While the cath- 
ode bias is applied to both tubes, nevertheless, V1 current de- 
creases rapidly due to the rise in cathode voltage, while V2 is 
still conducting heavily, due to the charging of Cl. However, as 
the charging diminishes, V2 current falls, reducing the bias on 
V1 (toward zero), and the cycle is completed, as V1 current rises 
again. The values of C2 and R4 help determine the frequency 
and amplitude of the sawtooth waveform. 

In television and oscilloscope circuits, a synchronizing pulse is 
applied to the control grid of V1. In Fig. 311, this pulse would 
be placed across Rl. The pulse, in the form of a sharp negative- 
going pip is applied to the grid of V1 at the time the sawtooth is 
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intended to end, driving V1 bias sharply negative and V2 plate 
current up. ‘This is the beginning of the discharge of the saw- 
tooth capacitor, corresponding to the retrace, or flyback, on the 
cathode-ray tube screen. 


Frequency control 

Frequency variation, or tuning, is a characteristic common to 
and necessary in all types of sweep generators. At audio frequen- 
cies, such as in oscilloscope and television sweep systems, the r-c 
network takes the place of the coil-capacitor combination of r.f. 
circuits. The time-constant in an r-c network is the product of 


Fig. 311. Cathode-coupled multivibrator. Note use of common 
cathode resistor. 


the resistance in megohms and the capacitance in microfarads, 
and is expressed in seconds. Thus, 
amet ihe i 
expresses the time required for one cycle of sweep, for instance. 
In the formula, T is the time in seconds if R and C are in the 
units stated. The frequency, or the number of such cycles in one 
second, is obtained by dividing 1 by the time. Therefore, 
] 
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It should be apparent from the last formula given, that in 
order to increase the frequency, either R or C or both should be 
decreased, and vice versa for a desired decrease in frequency. This 
is the basis for tuning r-c circuits. 

In television applications, where a single frequency is desired, 
the circuit can be designed for approximately the correct fre- 
quency, with a minor variation provided through a variable resis- 
tor in the r-c network. ‘These are the HOLD controls in vertical 
and horizontal sweep circuits. In oscilloscopes, however, or in 
r-c audio oscillators, a wide range of frequencies is required. A 
potentiometer alone would not be adequate. In such cases, both 
R and C are variable. In the oscilloscope, for example, there is 
both a COARSE and a vernier, Or FINE-FREQUENCY control. The 
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COARSE control operates in the manner of a bandswitch in multi- 
band receivers. Each position of the switch connects a different 
capacitance into the r-c circuit. The potentiometer, functioning 
as the FINE control, can now vary the frequency over a consider- 
able portion of the total range. With proper choice of capacitors, 
a continuous range from as low as a few cycles to over 100,000 
cycles is practical, and is often found in commercial equipment. 


Nonlinear sweeps 


Up to now, we have considered linear sweeps—deflection volt- 
ages intended to move the electron beam across the cathode-ray 
tube screen at a uniform pace. While the linear sweep is the one 
most often used in oscillography, and always in television deflec- 
tion systems, nonlinear sweeps are finding many uses in television 
service and other applications of the oscilloscope. “Two of the 
most common applications of interest to the service technician 
are the Lissajous figures and the use of sweep generators for align- | 
ment of wide-band r.f., i.f., and video circuits in television, and 
if. circuts of FM receivers. Lissajous figures are useful in fre- 
quency calibration and in determining the exact frequency of a 
voltage. ‘The unknown frequency is applied to the VERTICAL 
input of the scope and the standard frequency to the HORIZONTAL 
input. ‘The resultant pattern on the screen is an accurate indica- 
tion of the unknown frequency, in multiples, or submultiples, of 
the standard frequency. 

The use of nonlinear sweeps in alignment is even more impor- 
tant to the service technician. Since the advent of FM and tele- 
vision, sweep generator alignment of bandpass circuits is almost 
a must. Since all sweep generators today use 60- cycle sine wave 
a.c. as the repetition frequency, a 60- cycle (or 30, in some Cases) 
horizontal sweep for the oscilloscope is required for best display 
of the bandpass characteristics. While at first this might seem 
to result in distortion of the waveshape being studied, further 
consideration will show that the contrary is true. A linear sweep, 
such as the sawtooth, would display a distorted version of the sine- 
wave-swept input signal, while the sine-wave sweep would show 
the response in its proper value. While the INTERNAL sweep of 
the oscilloscope could be used, the sine wave is much more cor- 
rect for this application. We shall discuss the matter of sweep 
generator use in Chapter 5, in connection with alignment of tele- 
vision and FM circuits. 
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Synchronization 


In the discussion of sawtooth generators, it was stated that fre- 
quency was primarily determined by the r-c network. While this 
is quite true, there are other factors affecting the frequency of 
an oscillator. Variations in B+ and temperature drift contribute 
to frequency instability. Even the r-c circuit itself is subject to 
variation from the set value, unless extremely elaborate precau- 
tions are taken. ‘Thus, it cannot be said with any degree of cer- 
tainty that the same setting of the dial will produce exactly the 
same frequency every time. Under these conditions, the oscilla- 
tor is said to be free-running. Both the frequency of the saw- 
teeth as well as their magnitude may vary somewhat from cycle 
to cycle. On the other hand, the requirements of sweep circuits, 
both in oscilloscopes and in television receivers, are such that 
exact frequencies are a necessity. In the case of the scope, even 
a minor variation in the frequency of the sweep will cause the 
wave under study to drift across the screen, making observation 
difficult and photographing impossible. In television receivers, 
picture rolling will result from any drift of the vertical oscillator, 
while a change in the horizontal frequency will result in tearing. 
It therefore becomes obvious that for proper operation a method 
of controlling the frequency is essential. Such control is called 
synchronization. Simply stated, the frequency of the sweep oscil- 
lator is controlled by a source outside its own circuit. Thus, if 
an accurately maintained frequency is applied to the input of a 
sweep generator, this standard frequency will time the local oscil- 
lator at the same point in each cycle, making all the cycles equal 
in size and duration. In other words, the correct frequency will 
be maintained. 


One might wonder at this point whether the synchronizing sig- 
nal or pulse is itself absolutely reliable. “The answer is quite sim- 
ple. It is not very important that the synchronizing pulse fre- 
quency be exact from the viewpoint of absolute standards. The 
important point is that the local oscillator, such as the television 
sweep generator, follow the sync pulse, or the control frequency, 
as closely as possible. ‘Thus, if the horizontal sweep frequency of 
a television transmitter should vary somewhat from the standard 
value, no apparent effect on the receiver picture will be noticed 
as long as the receiver sweep varies exactly the same way as the 
transmitter frequency. In other words, as long as the local fre- 
quency is locked with that of the incoming pulse, the reproduced 
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picture will not be affected. The same is true also in the case of 
the oscilloscope. 


Types of sync pulses 

There are a large variety of synchronizing voltages, the most 
commonly known being the sine wave, widely used in oscillo- 
scopes, and the sharp pulse, or pip, as exemplified by the differen- 
tiated and integrated pulses in television receivers. Fig. 312 illus- 
trates the effect of a sine-wave synchronizing voltage, applied to 
the grid of sawtooth generator, on the grid bias, sawtooth fre- 
quency, and, indirectly, on the sawtooth amplitude. From point 
I to point 2, the oscillator is free running, and the sawtooth 
charging cycle ends at the moment the grid bias reaches cutoff in 
the positive direction. At point 2, a negative-going sine wave a.c. 
signal has been applied to the grid. ‘The net bias voltage is now 
the combined value of the feedback capacitor discharge and the 
applied sine wave. Asa result, cutoff bias is reached sooner, at 
point 3’ instead of 3, as would have been the case had the oscilla- 
tor continued to be free running. The sawtooth, too, ends sooner, 
at point b’ instead of b, the free-running position. ‘Thus, the 
amplitude of the sawtooth has decreased somewhat, since the 
charging was stopped sooner, and the frequency has increased, 
the time for each cycle having been shortened by the arrival of the 
sync pulse. In Fig. 312, the solid lines are the actual waveshapes, 
both before and after synchronization, while the dashed lines indi- 
cate what the waveshapes would have been without the synchro- 
nizing effect. 

The cathode-ray oscilloscope embodies a good example of sine- 
wave icine: When the sync selector of a scope is set 
for LINE, a sine-wave a.c. voltage, taken from a point in the power 
supply, is fed to the input of the sweep-frequency generator for 
synchronization. Also, whenever a sine-wave a.c. is applied to the 
vertical amplifier for study, sine-wave sync is utilized, with the 
selector in the INT position. 

The effect of the sync voltage on the amplitude of the sawtooth 
is of no great significance. In most cathode-ray measurements, as 
well as in television receivers, amplifiers are provided, which, in 
conjunction with a gain control (usually marked wiprH in tele- 
vision receivers and H-GAIN in scopes), enables amplification of the 
sweep voltage to more than enough for full-screen sweeping. 
Since an inadequate voltage will not move the beam all the way 
across the screen, while too large a sweep voltage will deflect the 
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beam beyond the diameter of the screen, as if wrapping part of 
the waveshape being studied around the sides of the c-r tube, a 
WIDTH Or H-GAIN control is necessary. 


Number of waves displayed 


It was stated earlier that in order to study the waveshape of a 
voltage or current more than one wave on the screen is desirable, 
since the beginning of the first wave as well as the end of the last 
wave displayed on the c-r screen may often be somewhat distorted. 
If, for example, three waves are shown, the middle one is certain 
to be unaffected by any nonlinearity of the sweep. To obtain a 
desired number of cycles on the screen, the relation between the 
signal frequency and that of the cathode-ray oscilloscope sweep 
must be known. , 


GRID VOLTAGE (BIAS) 


E SYNC (TO CONTROL GRID? 


Fig. 312. The frequency of the sawtooth generator can be 

controlled, within limits, by a synchronizing voltage. The 

most common form of synchronizing voltage, in oscilloscopes, 

is the sine wave. The solid lines shown in the illustration 

above are waveshapes before and after synchronization. The 

dashed lines indicate waveshapes as they would be without 
synchronization. 


Let us assume that a 600-cycle signal is to be studied. If the 
beam moves across the screen in the same time that one cycle of 
the test voltage is generated, one signal cycle will be on the screen. 
During the time the signal voltage varies from zero to positive 
maximum, back to zero, down to negative maximum, and finally 
back to zero, the sweep voltage has traveled from the extreme left 
to the extreme right, across the screen. Fig. 313 shows the time 
relation between the signal and the sweep voltages. Should the 
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beam move across the screen faster, it would reach the right-hand 
edge before the sine wave is completed. As a result, less than a 
full cycle would be displayed. Conversely, a slower moving beam 
would allow more than one cycle to be generated during the hori- 
zontal sweep across the screen. The principle has thus been estab- 
lished. ‘To view more than one cycle, the sweep has to be slower 
than the signal. As a corollary to this, it is correct to say that as 
many cycles will be displayed on the screen as the number of 
times the signal frequency is higher than the sweep frequency. 
In case of the 600-cycle example, one cycle will be shown when the 
sweep frequency is also 600 cycles. To see three cycles, the sweep 
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Fig. 313. Time relationship between the sweep and signal voltages. 


should be set to 600/3, or 200 cycles. While the sweep conuols 
on the oscilloscope are seldom accurately calibrated, it is enough 
to set the COARSE adjustment to the range which includes, say, 200 
cycles, then rotate the FINE control slowly until three waves 
appear. While it is desirable to view few waves on the screen 
in order to be able to observe small portions of a wave, sometimes 
it is necessary to have a higher number shown, due to the limita- 
tions of the sweep range. If the maximum sweep frequency of an 
oscilloscope is, for example, 75 kilocycles, and the signal fre- 
quency is 375 kilocycles, no less than 5 cycles can be displayed. 
Generally, however, the 75-kc range is adequate for all purposes. 

There are various devices, in connection with the use of the 
oscilloscope, which the experienced technician can use. In the 
case of apparently inadequately high sweep frequency, it is possi- 
ble to view a small portion of a cycle by simply increasing the hori- 
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zontal gain beyond the width of the screen, in cases where such 
gain is available. In this manner, it is possible to view a small 
portion of a single horizontal line of a television sweep, whose 
duration may be only two or three microseconds. While you may 
not be able to lock the pattern on the screen under these condi- 
tions, observation is still possible. 

While the main use of the multivibrator in oscilloscopes and 
television receivers is to produce a linear time-base voltage, or 
sawtooth, there are many other applications in which the multivi- 
brator plays an important part. Most interesting to the service 
technician is the electronic switch. 


Electronic switch 
The electronic switch is basically a balanced multivibrator, in 
which each tube plate circuit alternately connects to the input of 
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Fig. 314. The electronic switch can be used for viewing two waveforms 
on the c-r screen. 


an oscilloscope. Since, in the balanced multivibrator, each plate 
conducts, or is on, during alternate half-cycles, then any signal 
applied to each tube would be displayed on the c-r screen on alter- 
nate half-cycles only. This feature makes it possible to view two 
signals at the same time, for comparison purposes. Such phe- 
nomena as amplifier gain, phase shift, relations between E and I 
in reactive circuits, and many others, can be viewed simultane- 
ously through the use of the electronic switch. 

Fig. 314 gives a block diagram of a setup for viewing two wave- 
shapes on the c-r screen. The two signals to be studied or com- 
pared are fed, respectively, to 1npUT A and INPUT B. The com- 
_ mon ourpuT terminal connects to the V-INPUT of the scope. The 
FREQUENCY and BALANCE controls are adjusted for the desired 
relative positioning of the two signals, while the amplitudes of 
the two test signals are adjustable with the GAIN a and GAIN B con- 
trols. Actually, only one signal is displayed on the screen at a 
time. However, due to the repetition frequency of the sweep 
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and the persistence of the c-r screen, both signals appear simul- 
taneously. 


Intensity modulation 

The brightness of the trace on the c-r screen can be varied by 
adjusting the grid voltage, or bias. If, for any reason, during the 
tracing of the pattern of the signal, the voltage on the grid should 
vary, the intensity of the pattern will change, but otherwise the 
waveshape will be unaffected. As an illustration, examine Fig. 
315. ‘The top sine wave is a continuous, unbroken line, indicat- 
ing that the grid bias was held constant. The lower wave is 
dashed, consisting of twelve short strokes with blank spaces in 
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Fig. 315. Intensity modulation produces 
interrupted pattern on the screen. 

between. The electron beam was in this case interrupted twelve 
times during each cycle of the signal. Since the spaces between 
the dashes correspond to a dark screen, or no beam, it is evident 
that cutoff bias, applied to the c-r tube grid produces this effect. 
This is done by feeding a square wave to the grid circuit. The 
Square wave has a frequency twelve times higher than the signal 
and an amplitude sufficient to bias the tube to cutoff on the nega- 
tive half-cycle of the square wave. In some oscilloscopes, a ter- 
minal is provided for this purpose, and is marked INTENSITY 
MODULATION. In more versatile instruments, a video amplifier 
is provided, with the input terminal marked z-AxIs AMPLIFIER. 
Provided with a gain control, the amplifier enables the use of 
fairly small signals for intensity modulation. 

A scope can be modified for Z-axis input if it does not already 
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have this feature. The schematic in Fig. 316 shows the connec- 
tions to be made. The 1-megohm isolating resistor R1 must be 
connected between the No. 1 grid of the oscilloscope (intensity 
electrode) and the intensity (brilliance) control, if Rl is not 
already in the regular circuit. The Z-axis input circuit consists 
of coupling- capacitor C, resistor R2, and the insulated binding 
post or pin jack. The Z-axis lead must be covered with grounded. 
shield braid throughout its length. The binding post must be 
installed in the rear of the oscilloscope case as close as possible to 
the oscilloscope tube socket. 

A signal applied to the Z-axis input while another signal is 
being observed on the scope screen will modulate the intensity 
of the pattern on the screen. If the Z-axis input consists of sharp 
positive pulses, bright dots will be spaced along the trace of the 
pattern. If the pulses are negative, blanked-out spots or spaces 
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TO INTENSITY CONTROL POT 

Fig. 316. Circuit for modifying scope 

to incorporate intensity modulation. 
will be present instead of dots. If the frequency of the Z-axis input 
is known, these dots or blanks may be used for timing purposes. 
When a positive-going half of a sine or square wave is applied to 
the Z-axis input, the pattern will be broken up into a series of 
bright lines along the trace, their number and length depending 
upon the frequency of the Z-axis signal. All negative-going Z-axis 
signals blank out portions of the trace. Intensity modulation is 
very useful in the establishment of “dot wheel’ patterns for a.f. 
comparisons. 


Marker signals 

Although the interruption of the trace serves as a sort of 
marker, the system used in television sweep alignment is some- 
what different. A signal of the correct frequency and adjustable 
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amplitude is fed to the vERTICAL input of the scope and appears 
superimposed on the response curve of the circuit being aligned. 
Such a marker, or pip, as it is referred to in television and FM 
sweep generators, consists of an r.f. pulse of adjustable amplitude 
and frequency. By varying the frequency of the marker, its phy- 
sical position atop the response curve of the i.f. or video circuit 
being aligned can be moved from one extreme position to the 
other. Since the marker frequency is usually accurately cali- 
brated, the frequency of any point on the response curve can he 
obtained simply by moving the pip into position and reading the 
frequency on the marker generator dial. | 


Retrace blanking 

In all sweep circuits both the charge and the discharge of the 
sawtooth capacitor will appear on the screen. Many oscilloscopes 
have blanking circuits that cut off the electron beam during the 
discharge or retrace period. To accomplish this, either a nega- 
tive pulse is applied to the cathode-ray tube grid or a positive 


TO CRT CATH 


TO HORIZ AMPL 


Fig. 317. Circuit to supply intensity modulation or for blanking. 


pulse is applied to the cathode during the retrace to cut off the 
tube. The circuit of Fig. 317 shown above can be used for in- 
tensity modulation when using the single sweep or can be 
switched to the c-r tube cathode for blanking when the sawtooth 
sweep is used. If the oscilloscope has a Z-axis amplifier, this 
additional tube is not needed for blanking. 


Aural indicator 

When working with the oscilloscope in conjunction with a 
radio receiver or audio amplifier, it is often difficult to interpret 
the patterns because it is the ear rather than the eye that is ac- 
customed to the signals which they represent. When using an 
actual. signal for servicing, it is often difficult to tell whether the 
observed waveforms are normal or not. The obvious solution 
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is to connect a headphone jack somewhere in the vertical deflec- 
tion circuit of the oscilloscope, enabling the waveform to be 
heard as well as seen. However, such a direct connection is use- 
ful only for audio-frequency signals. The circuit shown in Fig. 
318 is capable of making audible audio-frequency signals, and the 
modulation on r.f. signals. 

Its operation is simple. Throwing the switch to the aF position 
connects the tube as a cathode follower, while the rF position con- 
nects the tube as an infinite-impedance detector. The input. is 
connected through the .001-u£ capacitor to the vertical deflection 
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Fig. 318. Your scope can be modified to 
include this aural indicator. 

plate or the output of the vertical amplifier, thus getting plenty 
of signal. The output is controlled by the potentiometer which 
also acts as the tube load resistor. The oscilloscope circuit should 
be checked carefully to make sure that the signal take-off point 
is not at a dangerously high potential. In any event, the .001-yf 
coupling capacitor must have a voltage rating high enough to 
withstand the peak potential at the point of signal takeoff. 

Although it requires a little work to add this circuit to an 
oscilloscope, it can make a great improvement in the instrument’s 
usefulness. It makes it possible to use the ears to detect troubles 
such as distortion, noise, or hum, which are difficult to detect from 
scope patterns, especially when they are slight. ‘Then, a close 
examination of the waveform of the defective signal can be used 
to determine the electronic nature of the defect. 
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Chapter | 4 


Typical Oscilloscopes 


JO two oscilloscopes described in this chapter are good exam- 
ples of commercial practice. The first, a Du Mont type 208B, 
although not of recent design, is an excellent instrument having 
high quality and performance. Many modern scopes have incor- 
porated some of the outstanding features of the 208B. ‘The second 
is the RCA type WO-56A, a modern instrument designed prima- 
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Fig. 401. Block diagram of vertical amplifier section of 208B scope. 


rily for television service work, and using a 7-inch cathode-ray 
tube. Most other commercial oscilloscopes, except those designed 
for special laboratory applications, follow the general layout and 
characteristics of the two scopes just mentioned. 


Du Mont 208B 


For clarification, the diagram of the Du Mont type 208B has 
been divided into four major units. These are (1) the vertical 
amplifier; (2) the horizontal amplifier; (3) the sweep system; (4) 
the power supply. 


52 


The vertical amplifier 


Fig. 401 shows the block diagram of the vertical amplifier sec- 
tion. The schematic of the same section is shown in Fig. 402. The 
input attenuator is a high-low input switching system. For input 
signals below 25 volts r.m.s., the signal is fed, without attenuation. 
directly to the grid of the first stage. Cl is an isolating capacitor 
for blocking any d.c. from reaching the grid of the first stage, V1. 
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Fig. 402. Schematic diagram of vertical amplifier section of scope. 


In the high position, for signals up to 250 volts r.m.s., a combina- 
tion series-shunt r-c network (RI, R2, C2, C3) is switched across 
the grid circuit. This network acts as a frequency-compensated 
voltage-divider system, preventing both overloading and fre- 
quency distortion. 

The first vertical amplifier stage, V1, using one-half of a 6SN7- 
GT dual triode, is connected for cathode output (cathode fol- 
lower), with the plate going directly to B+. The advantage of this 
type of amplifier lies in high input impedance and low output 
impedance, providing good frequency response and minimum 
loading. Since the input to the scope may often consist of circuits 
sensitive to loading and distortion, a cathode-follower input stage 
is desirable. As in the case of the input attenuator, a series capa- 
citor, C4, is used as a d.c. block. Potentiometer R38 acts as the 
V-GAIN control, varying the output amplitude of the complete ver- 
tical system. The next two stages, V2 and V3, using a dual triode, 
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are frequency-compensated amplifiers, having both high (LI and 
L2) and low (R4, C5 and R5, C6) frequency compensation. 
Unlike the first stage, in which there is a signal loss, these two 
stages are voltage amplifiers, providing a major portion of the am- 
plifier gain. The frequency-compensating circuits are for the pur- 
pose of insuring flat response over the operating range of the ver- 
tical amplifier. 

The vertical amplifier may be called upon to handle frequen- 
cies at least a few times higher than the horizontal, or sweep, fre- 
quency. Assuming a 75-kc maximum for the sweep frequency, the 
vertical amplifier would be expected to accept up to about 300 
kc, and down to a few cycles. The ordinary resistance-coupled 
amplifier, by comparison, may have a flat response of only about 
15 or 20 kc, at most. Since the scope is expected to act as a meas- 
uring device, it is important that all frequencies measured be 
amplified equally. If either the very low or the very high fre- 
quencies get a lesser amount of amplification, the scope would 
give a false indication of poor response in the equipment being 
tested. | 

Poor response in wide-band amplifiers is largely due to two 
main causes. First, there is a loss at low frequencies due to the in- 
creasing series reactance, accompanied by phase shift, of the cou- 
pling capacitors between stages. Second, attenuation of the higher 
frequencies increases due to the shunting of the circuit by tube 
capacitances, whose reactance decreases with increase in fre- 
quency. Added to this is the effect of wiring capacitances, as well 
as that of placing components which are part of the signal path 
near the chassis. A brief review of elementary capacitor character- 
istics will help make this clear. 

From fundamental a.c. theory, we know that the reactance of a 
Capacitor varies inversely with the frequency. Expressed mathe- 
matically, 

] 
Pind he 

A 0.25-uf coupling capacitor has a reactance of approximately 
640 ohms at 1,000 cycles. At 10 cycles, the same capacitor has a 
reactance of almost 64,000 ohms! Similarly, a 25-wyf capacitor, 
which at 1,000 cycles has a reactance of almost 6.4 megohms, is 
reduced to about 64,000 ohms at 100 kilocycles. With these facts 
in mind, we are in a position to understand the problem of poor 
frequency response at the extremes of a wideband amplifier. 
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Pleo 


Figure 403 shows a simplified version of an r-c amplifier. The 
0.25-uf coupling capacitor in series with the 0.25-megohm grid 
resistor form a voltage divider across the input to the tube, with 
only the resistance portion appearing across the grid-cathode cir- 
cuit, representing the actual input to the tube. Using our earlier 
figures it is seen that at 1,000 cycles, when the reactance of the ca- 
pacitor is relatively negligible, almost 100% of the signal input 
appears across the actual tube input. At 10 cycles, however, the 
64,000-ohm reactance of the capacitor is a much larger portion of 
the total voltage divider. Since only that part of the signal devel- 
oping across the resistor appears across the tube, a large portion | 
of the total signal—the part dropped across the capacitor—is lost as 
far as the tube is concerned. While this is not quite a linear pro- 
portion, because the two component voltages are not in phase, the 


= B+ 
Fig. 403. Simplified form of r-c amplifier. 


loss across the capacitor is nevertheless considerable. This loss ac- 
counts for the falling off of the response as the frequency de- 
creases. While direct coupling (omission of the coupling capacitor 
with a corresponding complication in the power-supply require- 
ments) can avoid this problem, such coupling is not always feasi- 
ble. When applied to more than one stage, the power-supply re- 
quirements begin to mount, since direct coupling requires the 
equivalent of separate power supplies connected in series. Low- 
frequency compensation is therefore required to make an r-c amp- 
lifier perform satisfactorily at the very low-frequency end of the 
bandpass range. 

Looking at the circuit of Fig. 403 again, the plate load consists 
of a 68,000-ohm resistor. In parallel with this (actually shunting it 
to ground) is a capacitor Ct, representing the combined effects of 
tube input- and output- capacitances and the stray wiring capaci- 
tance of the circuit. This total capacitance is further increased due 
to a phenomenon called the Miller effect. Sumply stated, a tube 
with an a.c. signal applied to the grid circuit appears to have an 
additional shunt capacitance to ground, the amount depending. 
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on the gain of the tube. Assuming a total shunting capacitance to 
ground of only 25 puf (often it is much more than that), the effect 
is totally negligible at 1,000 cycles, when the capacitor acts like 
6.4 megohms. However, at 100,000 cycles, which is not unusual 
in oscilloscope vertical amplifiers, the shunting effect is that of 
64,000 ohms across the 68,000-ohm load. This is practically equiv- 
alent toa bypass capacitor. This is why high-frequency com- 
pensation, or peaking, is required in wideband high-frequency 
amplifiers. 

To better understand the operation of the frequency-compen- 
sating circuits, let us examine one of the stages incorporating such 
compensation. Fig. 404 shows the circuit of such a stage. The 
plate-load impedance consists of three distinct components, all in 
series. ‘They are an 8,000-ohm resistor, a 1-to-3-millihenry adjus- 
table inductance (peaking coil), and a 25,000-ohm resistor in par- 
allel with a 30-uf capacitor. Of these components only the resist- 
ors are fixed, remaining at the same value at all frequencies. On 
the basis of the explanation of the effect of frequency on the capa- 
citive reactance, it is obvious that the 25,000-ohm portion of the 
load is little affected at the lowest frequencies, while at the higher 
ones it is progressively reduced due to the increasing shunting 
effect of the parallel 30-uf capacitor. As far as the peaking coil is 
concerned, it may be simply explained by considering that induc- 
tive reactance of a coil varies directly with frequency, according 
to the formula 

BES amie es 
At low audio frequencies, say 1,000 cycles, the reactance of a 3- 
millihenry coil is approximately 20 ohms, certainly a negligible 
amount in comparison to 8,000 ohms in series with 25,000 ohms. 
At 100 kilocycles, however, the same coil has a reactance of 2,000 
ohms. With these facts in mind, the effects of compensating cir- 
cuits can be easily understood. At the middle frequencies, the 
plate load consists essentially of the 8,000-ohm resistor only, since 
the peaking coil still has negligible reactance, while the 30-uf 
capacitor effectively bypasses the 25,000-ohm resistor. At the low 
frequencies, the coil effect is totally absent, but the shunting effect 
of the capacitor is now less, due to its increased reactance. Thus, 
as the frequency decreases and the output tends to lessen, the 25,- 
000-ohm resistor is gradually added to the plate load, and the out- 
put is kept constant. At the high frequencies, where the tube and 
stray capacitances shunt the plate load and tend to reduce the 
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output, the reactance of the peaking coil rises, increasing the 
plate-load impedance and making up for the loss. In order to ob- 
tain the desired amount of peaking over the required portion of 
the bandpass, the coil is adjustable, using a tuning core, or slug. 
The over-all effect is to produce a substantially flat response over 
the entire range of frequencies for which the amplifier was 
designed. 

Returning to Fig. 402, we see that in addition to the two stages 
which use frequency compensation, the push-pull stages of the 
horizontal and vertical output amplifiers use high-frequency peak- 
ing coils (L3 and L4). However, there is no low-frequency com- 
pensation here, since both of these stages are direct-coupled (no 
series coupling capacitors) from cathode followers. 


Fig. 404. Circuit using frequency 
compensation. 


The fourth stage of the vertical amplifier, V4, is a cathode fol- 
lower, feeding the push-pull output stage directly. The potenti- 
ometer V-POSITION (R6) in the cathode circuit of this tube acts as 
a very effective vertical-centering control, providing instantaneous 
centering, as contrasted with the sluggish response of the usual 
capacitor-bypassed centering control found in some oscilloscopes. 

The cathode load impedance of V4 consists of two resistors in 
series—the 15,000-ohm potentiometer, R6, and a 300,000-ohm 
fixed resistor, R7. As a result of this, any change in the setting of 
the 15,000-ohm centering control will have no noticeable effect 
on the signal input to the push-pull stage. However, since the set- 
ting of this control can change the bias on V5 by approximately 
+ 7 volts, centering is conveniently achieved. 

The second tube of the push-pull stage, V6, is a grounded-grid, 
_cathode-coupled circuit, with the unbypassed cathode resistor 
acting as the input source for V6, while at the same time be- 
ing a part of the load for V5. Since the signal across the cathode 
resistor is in phase with the input to V5,.and since this signal is 
fed to the cathode of V6 instead of to the grid (as is usually the 
case), the grid of V6 sees an input signal 180 degrees out of phase 
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with the V5 grid, thus satisfying the requirements for push-pull 
operation, namely, that the grids, and consequently the plates of 
a push-pull stage, be 180 degrees out of time with each other. 
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Fig. 405. Schematic diagram of the horizontal amplifier and the sweep section. 
Sweep frequency is controlled by means of a switch (coarse) and a potentiometer 
(fine). Note the inclusion of frequency-compensating circuits in the amplifier. The 


The plates of the push-pull vertical output amplifier connect 
to the vertical deflection plates of the cathode-ray tube. For cen- 
tering, the v-POSITION potentiometer, R6, is used. When this ver- 
tical-centering potentiometer is moved clockwise (toward the 
cathode), the plate current of V5 rises, while its plate voltage falls, 
making the plate less positive. At the same time, the voltage drop 
across the common cathode resistor rises, thus making the grid of 
V6 more negative. This, in turn, reduces the plate current and 
makes the plate of V6 more positive. Since the anodes of V5 and 
V6 connect to the deflection plates of the cathode-ray tube, a 
clockwise rotation of the v-POsITION potentiometer makes the 
upper deflection plate more positive and the lower plate less pos- 
itive. The electron beam traveling between these plates will 
therefore deflect upward. Moving the potentiometer in the oppo- 
site direction will reverse the relative polarities of the deflection 
plates, causing the beam to move downward. Thus, centering is 
accomplished. Furthermore, since the centering control acts as 
a bias adjustment on the push-pull stage, changes in the plate 
potentials are instantaneous, hence beam centering is also 
instantaneous. | 
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Besides the main job of the vertical amplifier, that of strength- 
ening the test signal and feeding it to the push-pull amplifier, 
there is another function—that of supplying a sync pulse to the 
sweep generator. In the majority of applications, internal syn- 
chronization is used, that is, the oscilloscope sweep is synchron- 
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amplifier has two cathode-followers, followed by a push-pull output stage. Centering 
technique is same as in vertical amplifier circuit. 


ized with the incoming test signal. In the vertical amplifier the 
output of the cathode-follower stage, V4, connects to the INTERNAL 
position of the SYNC SIGNAL SELECTOR switch. A potentiometer, in 
the grid circuit of the sawtooth generator, adjusts the amount of 
sync voltage to be applied to the relaxation oscillator used in this 
scope. 


The horizontal amplifier 


The horizontal amplifier and sweep is shown schematically in 
Fig. 405. The horizontal amplifier (see block diagram, Fig. 406) 
is much simpler than the vertical amplifier. Both the gain and 
the frequency compensation are simplified here. ‘The reasons are 
easy to understand. First, it should be remembered that the hor- 
izontal system of a scope does not handle the signal itself, but 
merely enables such a signal to be displayed on the screen. While 
the test signal applied to the vertical plates may be as low as a few 
millivolts before amplification, the sweep voltage is usually quite 
large, especially when internal sweep is used. The output of al- 
most any sweep generator, whether gas or multivibrator type, is 
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seldom less than a few volts. High-gain horizontal amplifiers are 
therefore unnecessary. Second, regarding the frequency response, 
the requirements here are much less exacting than in the vertical 
amplifier. Since two or more cycles are usually displayed on the 
screen, the horizontal frequency therefore can be two or more 
times slower than the vertical-input frequency. Another factor is 
the nature of the sweep waveshape. Although any type of wave 
may theoretically be used as the sweep voltage, the sawtooth is by 
far the most common type, with sine waves having some limited 
use, as in television alignment with an r.f. sweep generator. The 
relative simplicity of these waveshapes in comparison with the 
very complex shapes encountered in video circuits, sync systems, 
and various other types of signals the vertical amplifier may be 
called upon to handle, makes the requirements of the horizontal 
amplifier much less stringent. 


The horizontal amplifier consists of two cathode-follower 
stages, V8 and V9, followed by a push-pull output stage, V10 and 
V11. The input to the first cathode-coupled stage is either from 
the local sawtooth generator, or from an external source, through 
the front panel binding posts marked H sIGNAL INPUT. The hori- 
zontal gain control, marked H-GAIN, is located in the grid of the 
second cathode-follower stage, V9. The output of this stage feeds 
the push-pull output amplifier, direct-coupled. The horizontal 
centering control, H-PosiTION, is located in the input grid circuit 
of the push-pull stage. Centering is accomplished in exactly the 
same manner as in the vertical system. The horizontal output 
stage, except for some minor deviations, is identical with the ver- 
tical output stage. 


The sweep system 


The sweep generator as shown in Fig. 405 consists of a single 
tube, a type 6Q5-G gas triode. It operates essentially as the gas- 
tube sawtooth generator described in Chapter 2. A double-deck 
switch serves as a COARSE frequency bandswitch, connecting capa- 
citors of different values across the plate circuit of the gas tube. A 
potentiometer, R11, in series with the plate circuit of the tube 
(V7), hence in the capacitor charging path, acts as the FINE-FRE- 
QUENCY vernier in each of the bands selected by the switch. At 
the extreme clockwise position of the COARSE FREQUENCY switch, 
the first horizontal amplifier is connected to the H SIGNAL INPUT 
binding posts, for external sweep use. 
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The grid circuit of the sweep generator contains the sync selec- 
tion and amplitude circuits. The syNc SIGNAL AMPLITUDE control 
(R9) operates in the same manner as any gain control at the 
input to an amplifier, adjusting the amount of sync voltage to the 
sawtooth generator grid. A free-running sawtooth generator, 
whatever the type, tends to be unstable, varying somewhat above 
and below the intended frequency. Since exact timing is re- 
quired for pattern stability, a synchronizing or timing pulse is 
applied to the input of the sweep oscillator, this sync pulse setting 
off or timing each cycle generated. 


The SYNC SIGNAL SELECTOR is, as its name implies, a selector of _ 
three different types of synchronizing signals to be fed to the 
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Fig. 406. Block diagram of horizontal amplifier and sync signal selector. 


sweep oscillator—INTERNAL, taken from the input signal in the 
vertical amplifier system; EXTERNAL, which may be any waveshape 
or pulse from an outside source, and connected through a binding 
post; or LINE. The latter is a 60-cycle source, being therefore usa- 
ble in limited cases, at 60 cycles and some of its multiples. How- 
ever, because of the very high frequency accuracy of the commer- 
cial 60-cycle supply, it finds use in such applications as checking 
the vertical oscillator frequency in television receivers, or, 
through the use of Lissajous figures, of multiples or submultiples 
of 60 cycles. 


The power supply 


The power-supply system of the 208B (Fig. 407) is rather elab- 
orate, more so than in most scopes. In addition to supplying the 
B+ voltages for the amplifiers and the high potentials for the 
cathode-ray tube, this supply has automatic voltage regulation for 
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the more critical circuits. In addition, there is a negative supply 
for use in the returns of the direct-coupled stages, and in the 
cathode returns of the push-pull stages, for proper function- 
ing of the centering controls. 

The main B-+ supply starts off as a conventional full-wave rec- 
tifier, V16 followed by a 2-section filter, consisting of C7, C8, C9, 
L5 and L6. The well-filtered B+ 280-volt output is used for the 
push-pull horizontal and vertical amplifiers, the sweep generator, 
and the intensifier anode of the 5LP1 cathode-ray tube. The pre- 
amplifier and cathode follower stages are fed from this power sup- 
ply, but after a voltage-regulating system. 

As seen in the diagram, V13, a type 6V6 tube, is triode-con- 
nected (plate and screen tied together), with the plate going to 
the unregulated B+ 280 supply, while the cathode acts as the out- 
put, or regulated voltage, supplying 155 volts to the cathode fol- 
lowers, preamplifiers, and the push-pull stage return circuits. The 
6V6, being connected in series with the power-supply output, is 
often called a pass or control tube, since it passes a controlled 
voltage to the circuits. The control grid of this pass tube is con- 
nected to the plate of a 6SJ7 d.c. amplifier, V14. Potentiometer 
R16 is part of a voltage divider across the B+ output, and con- 
nects to the grid of the 6SJ7. The cathode of the 6S]7 is always 
kept at a fixed potential, due to the neon tube regulator, V12. 
Should the B+ output rise, perhaps due to line-voltage increase, 
the grid voltage of the 6SJ7 also would rise, making the tube 
draw more plate current, and its plate voltage would become less 
positive, since the increased plate current causes a higher IR drop 
across the plate resistor, R14. Since this plate connects to the grid 
of the pass tube, the grid would become more negative (with 
respect to its own cathode) than before, increasing the plate resis- 
tance and lowering the output voltage. Conversely, for a decrease 
in the B+ output, the reverse would be true. The 6S]7 grid 
would be more negative, plate current would decrease, and the 
plate voltage, which is the 6V6 grid bias, would become more pos- 
itive. The pass-tube resistance would decrease, allowing a higher 
voltage to pass. The grid-bias potentiometer is so adjusted that 
with normal line voltage and load current the voltage drop across 
the pass tube is just correct to make the regulated output voltage 
+155 volts. 

. . s 

In this discussion, the terms ‘“‘more positive” and “‘less nega: 

tive” have been used interchangeably. This may bear a short ex- 
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planation. While both the grid and cathode of a tube may be pos- 
itive, the grid may still be negative with respect to its own cath- 
ode. Consider the 6SJ7 in this circuit, for example. Both the grid 
and cathode are positive with respect to ground. However, the 
cathode is kept at a fixed value of +55 volts (held constant by the 
regulating action of the neon bulb which acts like a VR tube), 
thus maintaining a constant voltage drop in spite of the variation 
of the current in the cathode circuit. The grid potential, on the 
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Fig. 407. Low- and high-voltage power supplies used in the Du Mont scope. 


other hand, is variable by means of the voltage regulator adjust- 
ment, R16. ‘This potentiometer, in series with a fixed 0.5-meg- 
ohm resistor, R15, is across the regulated output (+155 volts), 
acting as a voltage divider with a maximum of 77.5 volts across 
the potentiometer. Thus, it is always possible to adjust the grid 
bias to a value anywhere between zero and 77.5 volts. Since the 
cathode of V14 is always at +55 volts, the grid may be positive to 
ground, yet be negative by as much as 22.5 volts with respect to 
the cathode. The same reasoning, except for numerical values, is 
true for the 6V6 pass tube. 
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Negative low-voltage supply 

There actually are two negative power supplies in the 208B, 
as shown in Fig. 407. One of these is the very high voltage system 
for the cathode-ray tube, the other is the return, or bias system 
for the preamplifiers and cathode followers. In the latter power 
supply half-wave rectification is used since the current drain is 
small. The rectifier tube is a 6X%5-GT (V15), with the plates par- 
alleled, and the input, one-half of the transformer secondary, 
going to the cathode. As a result the tube conducts only when the 
cathode is made negative. An r-c filter is used, consisting of C10, 
Cll and R17. The —280-volts output connects to the return cir- 
cuits of the push-pull grids in both the horizontal and vertical 
amplifiers, as well as to the first amplifier in both channels. This 
method of voltage distribution and grid returns makes possible 
the instantaneous positioning of the beam described earlier, since 
this system enables the grids of the first of the push-pull tubes to 
vary both above and below ground, and at the same time main- 
tains correct bias for the tubes. 


Negative high-voltage supply 

This section of the power-supply system feeds the cathode-ray 
tube with a maximum potential of about 1,350 volts. Essentially, 
this is a half-wave rectifier system connected series-aiding with the 
low voltage B+ of about 280 volts. One half of the low-voltage 
secondary, approximately 365 volts, is in series with an additional 
415-volt winding on the transformer. The filament winding of 
the high-voltage rectifier, V17 is connected to the far end of the 
415-volt winding. The total secondary voltage is therefore 780 
volts r.m.s. However, since this supply has to deliver a very small 
current (less than | milliampere), the filtered d.c. output is ap- 
proximately the peak value of the applied r.m.s. Multiplying 780 
x 1.41 gives approximately 1,100 volts, which is the value prior 
to connecting this in series with the main B+ supply. _ 

The control grid of the cathode-ray tube, pin 10, goes to the 
most negative point in the whole system, —1,050 volts, immedi- 
ately after the 50,000-ohm resistor, R18, which acts with Cl2 asa 
simple r-c filter network. The cathode, through switch SW and the 
slider of intensity potentiometer R19, goes to a less negative 
point, being adjustable to any value between —1,050 and —1,000 
volts, giving a 50-volt bias for the cathode-ray tube. In addition, 
with the switch in the BEAM OFF position, the cathode voltage 
rises to —900 volts, biasing the cathode-ray tube beyond cutoff 
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with -150 volts. The cathode of any tube is the correct zero level 
to which all other element voltages are referred. 

The first, or focusing anode, pin 4, connects through the slider 
of the focusing potentiometer R20, to a potential of between 
~900 and —550 volts. Since the cathode is at approximately 
-1,025 volts (with the slider in mid-position), the focusing 
anode will vary between 125 and 475 volts positive, with respect 
to the cathode. The second, or accelerating anode, pin 7, connects 
to ground. Unusual as this may seem at first, it is nevertheless 
quite logical, since the cathode is about 1,025 volts below ground. 
making the second anode positive by the same amount. 


Deflection sensitivity 

In the 5LP1 there is an additional element, the intensifier 
anode. ‘I’his element, in the shape of a ring on the glass just 
behind the screen, has the highest positive potential applied to it 
through a tube-cap type of connector. This element serves to in- 
tensify the trace on the screen by accelerating the beam after it 
has passed between the deflection plates. The major advantage of 
this method is the greater deflection sensitivity, with undimin- 
ished brightness. ‘The result is that a smaller signal voltage is ade- 
quate for full deflection on the screen. 

The deflection of the electron beam is a result of two forces, 
the forward motion due to the acclerating potential and the side- 
wise motion due to the deflecting potential. Since the deflecting 
force may be considered as tending to push the beam “‘off course,” 
the faster the beam moves forward the more difficult it is to 
deflect it, hence more force is required for the same amount of 
deflection. Conversely, the slower the forward motion, as when 
the accelerating potential is decreased, the less force will be 
needed for a given amount of deflection. Since any acceleration 
of the beam forward of the deflection plates no longer affects the 
deflection sensitivity, a system of lowered acceleration before 
deflection with increased pull beyond the deflection plates will 
accomplish the the desired effect. ‘The intensifier anode type of 
tube makes this possible. 

Deflection sensitivity, expressed in volts per kilovolt per inch, 
is the number of volts applied to the deflecting plates, for every 
1,000 volts on the second anode, to move the beam one inch on 
the screen. The lower this voltage, the higher the sensitivity. 
This in turn means that the signal amplifiers may have lower gain 
for the same size tube, or, preferably, that a smaller available sig- 
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nal at the input to the amplifier will be adequate. In modern 
high-gain scopes, a vertical deflection sensitivity of as little as 10 
millivolts per inch is not unusual. 

As shown in Fig. 407, the second anode is grounded. Its poten- 
tial in this circuit, however, is roughly 1,025 volts positive with 
respect to the cathode of the scope tube. The vertical and hori- 
zontal plates are only slightly above this potential since they con- 
nect to the plates of the push-pull amplifiers, which are only about 
75 volts above ground. ‘The intensifier anode connects to B+ 
280, making it almost 1,350 volts above the highly negative cath- 
ode. ‘This produces the added acceleration for high-beam 
intensity. 

The vertical and horizontal deflection plates are included in 
the voltage distribution system. In addition to serving as signal 
plates, they also center the beam. And while the centering poten- 
tial across a pair of plates need not be very high, often as low as 
50 volts, their potential to ground must be as high as that of the 
second anode, if the beam passing between these plates is not to 
slow down, or be prevented from reaching the screen. 

Looking at Fig. 408, the plates of the push-pull amplifiers (ver- 
tical and horizontal) are connected through a high-resistance net- 
work to the —1,050-volt point on the negative high-voltage sys- 
tem. With no input signal, these plates are at a potential of +85 
volts, giving a total of 1,050 +85, or 1,135 volts across a total re- 
sistance of 10.75 megohms. Since the deflection plates are tapped 
on this resistor network at a point 750,000 ohms from the plates 
of the push-pull amplifiers, the potential to ground of both the 
horizontal and vertical deflection plates is approximately zero or 
ground potential, the same as that of the second anode. In some 
popular scopes, the deflection plates are actually at ground, one 
of each pair being connected to chassis, while the other can vary 
above and below ground to effect centering. In the 208B the 
deflection plates receive their signals from the plates of the out- 
put amplifiers. Since the latter are obviously above ground, the 
deflection plates, too, must be above ground. ‘The high-resistance 
network of two 5-megohm resistors in series with a 750,000-ohm 
resistor, accomplishes both purposes—the deflection plates are 
properly coupled to their respective amplifiers, at the same time 
having the correct d.c. potentials with respect to the cathode of 
the cathode-ray tube. 
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Operating controls 

The operating controls of the 208B are similar to those of other 
scopes, hence this will also serve as a set of general operating 
instructions. 

POWER, ON. ‘This is the main power switch. The only point 
to be made about this control is that it should be switched on a 
few minutes before actual use, to allow the instrument to reach 
a stable operating temperature. 

BEAM ON. ‘This is a stand-by switch. During a test, whether 
trouble-shooting a I'V receiver, measuring frequency response, 
or any other work requiring a scope, it is usually necessary to 
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Fig. 408. Voltage-distribution system for vertical and horizontal 
amplifiers in Du Mont scope. 


perform various steps other than with the actual use of the instru- 
ment. While doing such things as replacement of parts, solder- 
ing, etc., it is desirable to keep the scope warmed up and ready 
for use. However, leaving stationary patterns, especially points, 
on the screen for prolonged periods of time, unduly wears or 
burns the fluorescent coating. With the BEAM SWITCH in the OFF 
position, the beam on the screen is extinguished, while the instru- 
ment is still kept in “ready-to-operate” condition. Referring to 
Fig. 407 it can be seen that the BEAM swiTrcH (SW) in the oN posi- 
tion connects the cathode of the cathode-ray tube to the slider of 
the INTENSITY CONTROL, R19. In this position, the trace is adjust- 
able to the required brightness. Without disturbing this adjust- 
ment, the trace can be extinguished by throwing the switch down- 
ward. ‘This connects the cathode to the —900 volt point on the 
high-voltage supply, making the grid negative with respect to the 
cathode by 150 volts (1,050 -900). This bias is more than enough 
to cut off the cathode-ray tube, extinguishing the beam. When 
the pattern is to be viewed again, the switch is put back in the 
BEAM ON position, and the trace reappears at the same intensity as 
previously adjusted. 

INTENSITY. ‘This is simply a grid-bias adjustment, like the 
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brightness control in a television receiver. The intensity poten- 
tiometer, (see Fig. 407) varies the cathode potential of the cr 
tube from —1,050 to —1,000 volts, while the grid is kept fixed at 
—1,050 volts. The grid bias variation in this case is from prac- 
tically zero to —50 volts, which is more than adequate for cutoff. 

Focus. ‘This is controlled by a potentiometer (R20) which 
varies the positive potential on the first or focusing anode, allow- 
ing the beam to converge in a fine spot on the screen. 

H-POSITION. ‘This is adjusted by a horizontal centering control, 
R13. (Refer to Fig. 405.) It provides instantaneous centering 
of the spot, or displacement of it, left or right, by simultaneously 
making one deflection plate more positive and the other plate 
more negative. Its function is not only to center the beam, but, 
as may be convenient, to move the trace to any desired position, 
other than the middle, across the cathode-ray tube. 

V-POSITION. The vertical centering control, R6 (see Fig. 402) 
functions exactly in the same manner as the H-POSITION, except 
that it moves the beam upward or downward. 

A few words of explanation of the names of the last two controls 
are in order. Many scopes use the terms HORIZONTAL CENTERING 
and VERTICAL CENTERING. However, the terms X and Y are also 
quite common and logical, if one thinks of the cathode-ray screen 
as a graph, which it really is. On such a graph, the horizontal line 
or scale across the screen is called the ‘“X-axis,” while the vertical 
line or height scale is known as the “Y-axis.” 

H-GAIN. This control (R12 in Fig. 405) is the usual gain con- 
trol found in the circuit of an amplifier. It is used to vary the 
width or spread of the trace on the screen. It is located in the 
second stage (V9) of the horizontal amplifier and will vary the 
input signal from either the local sweep generator, or from any 
source applied to the H-signal input terminal. 

v-GAIN. The function of this control (R3 in Fig. 402) is to 
vary the height of the trace. It operates exactly as the H-GAIN 
control. 

V-SIGNAL ATTENUATOR and 25-v or 250-v switcH. In addition to 
gradual variation of the signal with the v-cAIN control, this switch 
is used to adjust the input circuit to the vertical amplifier for 
either a small or large test-signal source. In the INPUT UNDER 25v 
R.M.S. the signal is applied directly to first stage. “The ultimate 
sensitivity of the vertical amplifier is now at a maximum. When 
a comparatively large signal is being observed, the switch is 
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thrown to the INPUT UNDER 250 v R.M.s. This cuts in a compen- 
sated series-shunt attenuator, reducing the signal about ninety per- 
cent. In operation, the high-gain position should be used only 
when the 250-v position results in too small a trace on the screen. 
(See Fig. 402.) 

COARSE FREQUENCY. ‘This bandswitch as shown in Fig. 405 is 
in the discharge circuit of the gas-triode sawtooth generator, 
switching in different capacitances for different frequency ranges. 
For any one position of this switch, the sawtooth frequency may 
be varied, using the FINE FREQUENCY control (R11), over specified 
limits. If, for example, the COARSE switch is in the 8-40 position, 
the FINE control is adjustable to any frequency between 8 and 
40 cycles. 


FINE FREQUENCY. ‘This potentiometer, R11, is in series with 
the B+ supply to the sawtooth-generator plate. (See Fig. 405.) 
Varying this potentiometer will change the time-constant of the 
charging circuit and consequently will change the frequency. 
The charging capacitor in series with R11 is across the -}-280- 
volt B-supply. Actually, the cathode of the gas tube, which is 
the low side of the sawtooth capacitor is not physically at B— or 
ground potential. However, the cathode bypass capacitor of V7 
is so large (50 pf), that the cathode potential is absolutely con- 
stant. ‘This means that the sawtooth capacitor will always dis- 
charge to this constant value, and the cathode r-c network is not 
effectively involved in the charge-discharge cycle. The highest 
voltage across the sawtooth capacitor is also fixed (sawtooth maxi- 
mum), since the gas-tube ionization potential is also practically 
constant, and the charging cycle always stops (capacitor discharge) 
when ionization potential is reached. ‘This leaves but two factors 
affecting the sawtooth frequency. ‘The first of these is the size 
of the sawtooth capacitor. Since the maximum voltage across the 
capacitor is constant, the time required to reach this voltage will 
depend on the size of the capacitor—the larger the capacitance, the 
more electrons are required to build up the same voltage, the 
more time per cycle, hence a lower frequency. ‘The other factor 
is the series-charging resistance. After choosing a particular size 
of capacitor, the time can be increased or decreased (the fre- 
quency lowered or raised) by varying the series resistance, with an 
increased resistance lowering the frequency. On the schematic 
diagram of the sweep oscillator, Fig. 405, the arrow on the FINE 
FREQUENCY control (R11) requires clockwise rotation for de- 
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creased frequency. It also moves in the direction of increased 
resistance. Also, the values of the sawtooth capacitors are such 
that a 1.0-uf capacitor is used for the lowest frequency range (2 
cycles and lower), while capacitors in the higher frequency posi- 
tions of the range switch are progressively smaller. At the highest 
(50 kc) frequency position, the capacitance of the smallest capaci- 
tor in use is only 0.00007 uf. 

SYNC SIGNAL SELECTOR. ‘This switch shown in Fig. 405 allows 
three different types of synchronizing signals to be applied to the 
sawtooth generator. In the ExT position, the switch connects to 
the panel binding post marked EXTERNAL SYNC SIGNAL. The syn- 
chronizing pulse is fed through a coupling capacitor and poten- 
tiometer R9 to the sawtooth-generator grid. The second posi- 
tion, LINE FREQ, uses 60-cycle a.c. for synchronization. ‘This volt- 
age is obtained through an isolating resistor from the 6.3-volt 
heater system of the scope. ‘The isolating resistor safeguards 
against overloading or shorting of the heater voltage without 
affecting the open-circuit voltage required for sync purposes. 
The third position marked inT takes the sync voltage from the 
signal applied to the vertical-amplifier system. ‘This switch posi- 
tion connects to the output of the vertical amplifier, V4. Inci- 
dentally, this is the most common method of synchronization, the 
test signal itself providing the locking pulse for the sweep. Re- 
gardless of the position of the sync selector switch, potentiome- 
ter R9 is always in the circuit. 


SYNC SIGNAL AMPLITUDE. ‘This is a very important control (RY 
in Fig. 405) and its proper adjustment is essential for correct 
operation. Its function is to vary the magnitude of the sync pulse 
fed to the sweep generator. Since the sync pulse is intended to 
correctly time the sweep frequency, it is apparent that the closer 
the generator frequency is to the exact frequency desired, the less 
correction is needed, hence a smaller sync pulse will be required. 
If the FINE FREQUENCY is misadjusted, it may still be possible to 
stop the motion of the trace on the screen by adding a larger sync 
pulse. This, however, leads to possible distortion of the pattern, 
accompanied by a reduction of width on the screen. While the 
latter fault may apparently be corrected by increasing the horizon- 
tal gain, signal distortion may still remain, hence this method 
should be avoided. Use the smallest sync signal possible. 

TEST SIGNAL. Although not an operating control, this terminal 
serves a very useful purpose in the calibration and operation of 
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the oscilloscope. As can be seen from Fig. 405, this binding post 
connects, through a 10,000-ohm resistor, to the 6.3-volt heater 
supply. ‘This voltage may be used as a quick check on the opera- 
tion of the horizontal or vertical amplifier, by connecting a lead 
from TEST-SIGNAL post to the amplifier input (high side). In the 
case of the vertical amplifier, a vertical deflection on the screen 
is an indication that the amplifier is functioning. In the case of 
the horizontal amplifier, two different tests are possible. If, in 
connecting the test signal to the H-SIGNAL INPUT, with the COARSE 
FREQUENCY in the OFF position, a deflection is obtained across the 
screen, then the horizontal amplifier is operating. If, after this, 
the COARSE FREQUENCY control is set to any other position, and no 
horizontal deflection is obtained, the sweep oscillator is at fault. 
If no deflection is obtained in either case, it is most likely that the 
horizontal amplifier is inoperative. 


Some other applications of the TEST SIGNAL are: Horizontal 
sweeping at 60 cycles, calibrating or determining unknown fre- 
quencies in multiples or submultiples of 60 cycles, and calibrating 
the vertical amplifier for peak-to-peak voltage measurements. 

pl, p2, D3, D4, GND. This is a terminal board on the rear of the 
oscilloscope. ‘There are, in addition to the Gnp terminal, four 
pairs of screw terminals, each pair normally connected by a 
jumper. The terminals connect directly to the horizontal and 
vertical deflection plates of the cathode-ray tube. “These connec- 
tions are intended for feeding a test signal directly to the cathode- 
ray tube without the use of the deflection amplifiers. Although 
the horizontal and vertical amplifiers are frequency-compensated, 
their bandpass is nevertheless limited. In some applications, 
even the wide-band response of the vertical amplifier is inade- 
quate. In such cases, and if the signal voltage amplitude is high 
enough, direct connection to the deflection plates is used. 


RCA WO-56A 


The Du Mont 208B is an excellent example of high quality 
and performance. It is a general purpose instrument, and was 
designed some time ago. The RCA scope is of more recent date 
and is primarily a television service instrument. Having dis- 
cussed the principles of operation of the individual circuits of the 
Du Mont scope, it will be unnecessary to repeat these. Instead, 
the major characteristics and differences in methods of achieving 
the various functions will be outlined. 
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Horizontal and vertical amplifiers 


All stages of both the horizontal and vertical amplifiers are 
connected in push-pull. The first stage in the vertical and in the 
horizontal amplifier uses miniature high-gain pentodes. Since 
the tubes are connected in push-pull, the shunting capacitances 
are effectively in series, reducing the net capacitances of the input 
and output circuits to approximately half, or roughly about 2.5 
uuf each. Incidentally, the pentode stages are responsible for 
converting the single-ended input circuit to push-pull. In the 
vertical amplifier (the horizontal operates in identical manner), 
the input signal is fed to the control grid through a calibrated 
input attenuator. 

The second and third vertical and horizontal amplifier stages 
are triodes, having substantially lower input and output capaci- 
tances than the first stage (only about 1.5 wuf each). Here again, 
the individual tube capacitances are in series, resulting in an 
extremely low shunting effect across the signal circuit. However, 
since triodes have relatively large plate-to-grid capacitances, pre- 
cautions must be taken to avoid undesirable feedback. Neutraliz- 
ing capacitors are connected from each plate to the opposite grid, 
for balancing out the feedback capacitances. | 

The use of low-capacitance tubes in push-pull obviates the 
necessity for high-frequency peaking, as was used in the Du Mont 
scope, since the primary purpose of peaking coils and circuits was 
to compensate for excessive shunting, at the high frequencies, by 
the tube input and output capacitances. 

The second major difference in the amplifiers is the omission 
of low-frequency r-c compensation. ‘This is made possible by 
direct coupling throughout the system. Direct coupling is supe- 
rior to low-frequency compensation, since the former makes pos- 
sible a linear response close to zero cycles. Starting with the first 
vertical amplifier (the same holds true in the horizontal system), 
direct coupling is used through each succeeding stage, up to and 
including the deflection plates of the cathode-ray tube, a type 
7JP1. The voltage system of this instrument is such that all tubes 
are properly biased with respect to their own cathodes. ‘Thus, as 
shown in Fig. 409, V1 and V2 push-pull vertical amplifier cathodes 
are at +1.5 volts, while their grids are at zero (ground) potential, 
resulting in a grid bias of —1.5 volts. V3 (dual triode, second 
push-pull vertical amplifier) has a grid potential of +47 volts, 
the same as the plates of V1 and V2. However, since the cathodes 
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are returned to +48 volts, the grids are effectively biased at —1 
volt. Similarly, the grids of V4 (push-pull vertical output), con- 
nected to the plates of V3, are at +98 volts. But, since the cath- 
odes are operated at +104 volts, the grids are automatically biased 
by —6 volts. This system requires that a series power supply be 
used for all tubes. 

A third difference between the two scopes is the gain-control 
arrangement. In the RCA scope, the gain control, in both the 
horizontal and the vertical] amplifiers, consists of a bias adjustment 
in the cathode circuit of the pentode stage. Increasing the bias 
reduces the transconductance of the tube and lowers the gain. 

The input attenuators are another feature worth mentioning. 
Both the vertical and horizontal attenuators have four steps, or 
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Fig, 409. Voltage-distribution system in RCA scope. 
V3 and V4 are simplified versions of push-pull stages. 
ranges, with a total attenuation of 1,000 times, in steps of ten 
times each. Both the v-cain and H-GaIN controls are dual types, 
the center knob being the gain-control potentiometer, while the 
outer knob operates a switch in the attenuator circuit. The first 
position has no attenuation in series with the input signal. The 
next position attenuates the signal 10:1. The third position fur- 
ther attenuates the signal 10 times, for a total of 100:1. Finally, 
the last position attenuates an additional 10 times, for a total at- 
tenuation of 1,000:1. This system has the desirable characteristic 
of enabling numerical comparisons of input signal amplitudes, 
stage gain estimates, etc. . 
In addition to these major features, both horizontal and verti- 
cal amplifiers incorporate balance adjustments. Although these 
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are not operating controls, the adjustments are used, when re- 
quired, to prevent interaction between gain and centering set- 
tings. The centering controls are located in the input to the 
first triode stage. These controls adjust the relative cathode 
return of each triode, so that the d.c. (no signal) deflection volt- 
age is just right for centering the beam. However, since the two 
triodes may not have identical dynamic characteristics, a deflec- 
tion due to a signal may at the same time cause a shifting of the 
initial position of the spot. This amounts to a shift in the zero 
line on the screen. The balance adjustments are intended to 
correct this by slightly varying the signal input to each triode. 
However, once adjusted, these settings need not be changed over 
long periods of time. 


Sweep generator system 

The time-base generator of the RCA WO-56A scope (unlike 
the Du Mont 208B) utilizes a dual-triode vacuum tube in a cath- 
ode-coupled multivibrator. This avoids some of the inherent weak- 
nesses of the gas-tube sawtooth generator, and provides more 
stable operation, excellent linearity, and fast retrace time at the 
higher sweep frequencies. The CoARsE and FINE FREQUENCY con 
trol circuits, although somewhat different in structure, perform 
the same basic functions as in any other oscilloscope. Dual con- 
trols are employed, switching both the discharge and time-con- 
stant capacitors; there is a twin potentiometer for FINE FREQUENCY 
control, one in the time-constant (grid) circuit, the other in the 
plate circuit. 

A somewhat unusual and very convenient feature of this sweep 
system is the TV-H-V switching positions. Since this scope is primar- 
ily intended for television servicing, two fixed sweep frequencies 
have been provided. The Tv-H position provides a sweep fre- 
quency of 7,875 kc, this being exactly half the horizontal sweep 
frequency in television receivers. Since it is most convenient to 
view two cycles of the waveshape being studied, the 7,875 sweep 
frequency in the scope will display two horizontal lines on the 
cathode-ray tube. In the Tv-v position, two fields will be shown, 
since the vertical television frequency is 60 cycles, while the fixed 
scope sweep is now at 30 cycles. In trouble-shooting, quick change 
from vertical to horizontal viewing is very desirable, especially 
if the FINE-FREQUENCY control on the scope does not have to be 
readjusted. Furthermore, these two fixed frequencies are quite 
accurately preset, whereas the vernier dial on the scope, at best, 
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is only approximate, requiring searching to stop the trace on the 
screen. 


Phasing control 

In sweep-generator alignment, as used for television rf., i-f., 
and video circuits, a 60-cycle sweep source properly phased with 
respect to the generator repetition rate is required. Some sweep 
generators actually supply the horizontal deflection voltage and 
phasing control for the scope. Other generators do not have this 
convenience. In the WO-56A scope, one of the heater windings, 
in conjunction with a phasing control circuit, provides properly 
phased sweep for displaying a single response curve of the televi- 
sion circuit being aligned. 

The remaining features of the RCA scope are quite conven- 
tional. The discussion of the Du Mont scope earlier in the chap- 
ter adequately covers all these details. 

While there are many different makes of oscilloscopes for the 
service technician to select from, few, if any, have any radical dif- 
ferences from the two types we have discussed. Of course, the 
specific operating instructions with any instrument help save time 
and aid in the most efficient use of the instrument. Nevertheless, 
the understanding of the basic functions and purposes of the oscil- 
loscope and its component circuits is a prime requisite for efficient 
use of any scope, regardless of make or its accompanying specific 
operating instructions. : 


75 


Chapter | 95 


Alignment 


Unt the advent of television, visual alignment of tuned 
circuits was almost unknown to the service technician. Broadcast 
and short-wave receivers, even so-called high-fidelity types, con- 
cerned themselves little with r.f. or i.f. bandwidth response, 
although bandpass receivers were to be found here and there. 
Their claim to high fidelity was based mainly on improved audio 
channels, increased audio power output, complex speakers, etc. 
There was no great need for visual alignment, since the i.f. re- 
sponse was generally limited to +5 kc. Peak alignment, often by 
ear, sometimes with an output meter, was the usual procedure. 

But even before FM broadcasts began, a few manufacturers saw 
the need for an 1.f. system better than the conventional peaked 
type, and designed their receivers accordingly. Some incorporated 
a third tuned circuit in the i.f. coils—a tertiary winding, whose 
function it was to provide flat-topping of the response curve for 
better fidelity. Others used loading resistors across the tuned cir- 
cuits for flattening the i.f. peaks. But even in these cases the band- 
width was so narrow that ordinary peak alignment was a fair 
substitute. 

FM broadcast reception, with an extension of the modulation 
frequencies to 15,000 cycles, and the if. bandwidth to +75 kc, 
made aural and output meter alignment useless. Moreover, TV 
receivers, having r.f. bandwidths up to 6 mc (600 times as wide 
as the broadcast if. of 10 kc), and having a number of critical 
points on the i.f. response curve, in addition to the required band- 
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pass and shape, brought about the general use of the sweep gen- 
erator and the scope for visual alignment. These instruments can 
also be conveniently used for alignment of the relatively narrow- 
band broadcast receivers, with a net gain in performance and with 
little added expenditure of time and effort. 


Meaning of bandpass 

When a modulated signal is transmitted, it contains, in addition 
to the carrier, a number of sideband frequencies above and below 
the carrier. Thus, a station transmitting on 740 kc, modulating 
with an audio range of up to 5 kc, transmits a band of frequen- 
cies from 735 to 745 kc. Since the band of frequencies alongside 
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Fig. 50l-a, -b. Ideal form (left) and usual form (right) of 20 ke 
bandpass. 

the carrier (the sidebands) contains the audio modulation, faith- 
ful sideband reproduction is necessary. In FM and TV, these 
sidebands are similar to the example given, except for the width. 
FM and ‘TV sidebands extend much further than in the case of 
ordinary AM signals. In all cases, however, for undistorted out- 
put, it is desirable to have the receiver respond evenly to all the 
transmitted frequencies. It is the function of bandpass circuits 
to ensure such even response. 

A bandpass circuit, as its name implies, should pass, without 
discrimination, all the frequencies within the limits of the band. 
Theoretically, this would require a response curve such as shown 
in Fig. 50l-a. The band is 20 kc wide and is flat-topped. Actu- 
ally, such response curves are difficult to produce, and are seldom 
used in tuned r.f. circuits. Instead, the usual tuned-circuit re- 
sponse curves are designed to give as flat a response as practicable. 
Such a practical curve is shown in Fig. 501-b. Notice that the 
response is never actually flat, but the change in amplitude from 
one frequency to the next is rather small. 

The arbitrary standard of bandwidth is the width of the curve 
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at the half-power points, or more commonly referred to as the 
70% points—those points on the response curve, on the opposite 
sides of the peak, which have approximately 10% (1/\/2, to be 
exact) of the center frequency amplitude, assuming a symmetrical 
response curve. ‘The half-power points are so called, because they 
would be at half the amplitude of the center, or maximum com- 
ponent, on a mathematically squared curve. This curve is 
obtained by taking the amplitudes of the various component fre- 
quencies of the original curve, squaring them, and plotting a new 
curve. On the latter curve, the amplitude of the center frequency 
is taken as unity, or 1, and all others are related to it. Since the 
square values of the voltages were used, this curve is called a power 
curve. In alignment, whether r.f., if., or video circuits, the 
response curve is shaped so that these points are of the correct fre- 
quency and amplitude, while the frequencies between these 
points and the carrier are allowed to have somewhat higher 
amplitudes. 

It is now obvious that if the response rises sharply from the 
half-power point to the center frequency, excessive variation will 

result, and fidelity will be reduced. Visual alignment of these 
- circuits is the most practical way to obtain proper adjustment for 
best response. Since in visual alignment we wish to observe a 
band of frequencies, not just a single frequency peak, a new type 
of signal generator is required—one that will, as far as the scope 
and the eye can detect, generate all frequencies simultaneously— 
a sweep-frequency generator. 


Alignment of peak-tuned i.f. system 


This type of i.f. circuit is found in most broadcast receivers, 
from simple portables and a.c.-d.c. types to most of the large con- 
sole radio-phonograph combinations, with the possible exception 
of some so-called high fidelity receivers, which often employ 
bandpass type circuits. Although sweep-generator alignment of 
these ordinary receivers is not impossible, good alignment can be 
obtained without the sweep generator, using an audio-modulated 
(400 cycles) signal generator and the oscilloscope. The technique 
is based on aligning for maximum audio amplitude on the scope 
with the scope connected to the output of the detector or to an 
audio stage. 

The detailed procedure for alignment of a peak-tuned i.f. sys- 
tem is as follows: 
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Allow receiver, scope, and signal generator to warm up for 
at least 10 minutes. 

Disconnect the antenna and connect output of the signal 
generator to the input of the mixer tube (between mixer 
signal grid and ground). 


. Disable the receiver oscillator, by grounding the stator of 


the oscillator tuning capacitor. If the oscillator tube is sep- 
arate from the mixer, and the heaters are not in series, as in 
a.c.-d.c. sets, remove the oscillator tube from its socket. 
Short-circuit the a.v.c. voltage by grounding the a.v.c. bus. 
Connect the VERTICAL INPUT terminals of the scope across 
the detector load resistor. See Fig. 502 for typical setup. 
Set signal generator to the receiver if. (usually 456 kc in 
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Fig. 502. Connections to scope for alignment of peak-tuned i.f. 


most sets), and set generator output to MODULATED R.F. 
Adjust scope controls for proper pattern display. Since 400- 
cycle audio is to be observed, the sweep should be set to ap- 
proximately 130 cycles, to view three cycles. The INTENSITY, 
FOCUS, H-GAIN and v-GAIN are adjusted for normal operation. 
The FINE frequency control and the syNc AMPLITUDE are now 
set to obtain a clear, locked pattern on the screen, using a 
minimum of sync voltage. 

Align trimmers or slugs in the order shown in Fig. 502 (A, 
B, C, D) for maximum amplitude on the screen. 

Remove oscillator and a.v.c. shorts from the receiver. The 
if. alignment is now complete. 


This type of alignment permits you to see the output wave- 
form, an obvious advantage. If you are not interested in the wave- 
form shape but just want to align for maximum output, set the 
scope for a straight, vertical line pattern. Rotate the frequency 
controls, (COARSE and FINE) and the HORIZONTAL GAIN counter- 
clockwise to zero. Set syNc control to ExT. Adjust INTENSITY and 
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Focus until you get a sharp dot on screen. Connect generator and 
scope in the manner described earlier. Disable receiver a.v.c. and 
oscillator. Adjust generator gain control until you get a small ver- 
tical line on scope screen. Align A, B, C, D, until you have maxi- 
mum vertical line on screen. Be sure signal generator is not over- 
- loading the receiver. Feed in signal until pattern on scope shows 
definite signs of overloading, then back off generator output until 
overloading disappears. 

In most a.c.-d.c. receivers, direct connection of the signal gene- 
rator to the set may result in undue hum. In such cases, a series 
capacitor (.001-u£ or larger) should be connected in series with 
the high side of the signal generator, while the low side is con- 
nected to the B— of the set, instead of the chassis. A slight hum is 
not objectionable, particularly when a scope is used. It would be 
objectionable by ear, or even with an output meter. 


Band-pass or broad-band alignment 

In this category fall some of the highest-priced console AM 
receivers and all FM sets. ‘The procedure here is more elaborate 
and exacting, although not more difficult. Alignment is very much 


the same in broad-band AM and FM sets, except for the difference — 


in the connections to the receiver. Considering the AM set first, 
and assuming the usual two stages of i.f.: 

1. Allow equipment to warm up and stabilize. 

2. Short the antenna circuit, and disable the oscillator and 
a.v.c. circuits. 

3. Connect the VERTICAL INPUT of the scope across the detector 
load resistor (volume control), terminals V and G in Fig. 
503. 

4. Set scope controls for proper pattern display, as explained 
earlier. 

5. Set scope sweep control to ExT, and connect a 60-cycle sweep 
voltage from the generator to the H-INPUT terminals. Since 
almost all sweep generators on the market today use a 60- 
cycle sine-wave sweep, the sawtooth sweep of the oscillo- 
scope is not suitable. 

6. Connect the sweep generator to the input of the mixer or 
converter stage. Set the i.f. of the generator to the center or 
nominal 1.f. of the receiver being aligned. Set the sweep 
width to about 30 kc. 

7. Align the last i.f. circuit first, working back to the mixer 
output circuit. In each case, an attempt should be made to 
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obtain a curve as much like a square wave as possible. The 
sides, although not actually vertical, should be as symmet- 
rical as possible, with the top as flat as you can get it. 

Many sweep generators have a built-in horizontal deflection, or 
sweep voltage for the scope. In such a case, this voltage is con- 
nected to the H-INPUT terminals of the scope. Some scopes have 
self-contained 60-cycle sine-wave sweep, with phasing control. In 
this case, no external connections are required. 

While this procedure is correct to follow as a general rule, it 
must be remembered that specific instructions for individual re- 
ceivers always yield best results. In a receiver in which the band- 
pass response is obtained by loading the i.f. primaries and second- 
aries with resistors, (thus reducing the Q of the coils and widening 
the response), the alignment outlined here is quite satisfactory as 
long as symmetrical response is obtained. In other sets, tertiary 
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Fig. 503. Representative i.f. system in better grade AM and FM receivers. 


windings (as shown in Fig. 503) are used to obtain the required 
bandpass. A slightly different alignment procedure is called for, 
since both bandwidth and symmetry are determined by the set- 
ting of the tuned circuits. Follow the procedure previously out- 
lined above (except step 7) for the resistor-loaded circuit, and 
then continue as follows: 

7. Align the secondary and primary, in this order, of the last 
i.f., for maximum output. 

8. Reduce the signal generator output and proceed to align 
the next-to-the-last if. in the same manner. Continue up to 
the mixer output (first i.f. transformer). The sequence is 
marked A, B, C, D, E, F, on Fig. 503. 

9. Without resetting the signal generator, tune the tertiary 
windings, G and H, in that order, for maximum bandpass 
or flatness, consistent with symmetry. 

In well-designed commercial circuits of this type, the position 

of the tertiary winding is such that the coupling is just right for 
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flat-topping. Thus, when tuning the tertiary closer to the if. 
center, the peak of the response curve will be lowered and the 
response will widen. Too close coupling will produce a dip in 
the center of the response curve. Obviously, this is undesirable, 
and should be avoided. 

So far we have discussed visual alignment in those cases where 
the scope is either helpful (as in the case of ordinary peak-tuned 
i.f. circuits of a.c.-d.c. sets), or fairly essential (as in the case of 
bandpass AM console receivers). The visual scope method in these 
Cases is a time-saver where the best obtainable results are desired. 
However, alignment without the scope would not have been 
impossible. 

The most common examples requiring alignment with the 
sweep generator and the scope are: FM discriminators, FM if. 
channels, video r.f. channels, video if. channels, and video i-.f. 
traps. Distortion, oscillation, sideband cutting, and poor picture 
quality in the case of TV receivers are almost certain to result 
from attempts to align by ear or output meter only. 


The FM discriminator 

The discriminator is an audio detector performing in an FM 
receiver the same function as the second detector in the AM set. 
Both AM and FM systems produce sideband frequencies as a re- 
sult of modulation. In AM, these sidebands extend on each side 
of the carrier by a span equal to the span of the original audio- 
modulating frequencies. In FM, the audio range extends up to 
15,000 cycles. The sidebands would seem to be + 15 ke, resulting 
in a total bandwidth of 30 kc. However, this is not quite the case. 
In the AM system, variation in audio amplitude (loudness) pro- 
duces corresponding variations in sideband amplitudes, without 
producing any changes in the sideband frequencies. This is im- 
plied in the term AM—amplitude variation in the r.f. sidebands 
due to amplitude variations in the original audio. By contrast, 
in FM, variation in audio amplitude, or loudness, produces var- 
lations in r.f. sideband width, resulting in multiples of side- 
bands. ‘Thus, a 600-cycle audio note may produce a number of 
lower sidebands, the first being 600 cycles from the carrier, the 
second would be 1,200 cycles away, the third would be 1,800 
cycles off, and so on. In addition, there would be the correspond- 
ing upper sidebands for each of these. Considering now an audio 
range of 15,000 cycles, the sidebands would extend, on the basis 
of current FM modulation standards, up to five times the audio 
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span on each side of the carrier, or a total of 150 kc. Since each 
sideband is 75 kc wide and the original audio range was 15 kc, 
the ratio between the two, obtained by dividing the sideband span 
by the audio, is 5. This figure is known as the deviation ratio and 
is the standard modulation extent in the 88-108 megacycle FM 
band. In the audio portion of television receivers, however, al- 
though the modulating system is still FM, the sidebands extend 
only +25 kc. Despite this comparatively narrow bandwidth, the 
FM i.f. channel and the discriminator in almost all television re- 
ceivers is seldom less than 200 kc wide, and in some cases is as 
wide as 400 kc. 
Discriminator response curve 

In an FM system the width of the response curve, both 
in the if. stages and the discriminator, varies with the in- 
tensity (or amplitude) of modulation. With no modulation the 


Fig. 504. Ideal form of discriminator S- 
curve, 


bandwidth is almost zero (carrier only), increasing above and be- 
low the carrier as the modulation amplitude increases. ‘The shapes 
of the response curves, however, differ radically between the Lf. 
system and the discriminator. In the i.f. stages, a flat response is 
desired, since in this portion of the circuit variations in modula- 
tion amplitudes are intended to produce changes in frequency or 
bandwidth. By contrast, in the discriminator, amplitude varia- 
tions are produced, thereby recreating the original audio ampli- 
tude changes. 

Fig. 504 illustrates the behavior of the discriminator. ‘The 
response curve is the usual discriminator S-curve, and is linear 
except for the extremes. The curve crosses the zero voltage point 
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at the center frequency of the band, corresponding to the carrier. 
Since there is no modulation at this frequency, the audio output is 
also zero. An increase in the audio modulation level will shift 
the center frequency both above and below the fy point, by a 
value, say f,. At these points the output voltage is +e;. As the 
audio amplitude further increases, the frequency shifts further 
away from fo, resulting in larger outputs, +e, at the deviation fo. 
Thus the discriminator converts frequency variations into ampli- 
tude changes. 


Types of FM detectors 

There are two main types of FM detectors in general use. They 
differ principally in circuit details and somewhat in alignment 
methods, but are alike in performing the function of FM demod- 
ulation. Although both are discriminators, one is best known by 
the name ratio detector, while the other is called a discriminator. 
Most of the recent TV receivers use the ratio-detector, while FM 
sets as well as many of the earlier TV sets, use the discriminator. 

Fig. 505 shows a schematic of a discriminator. Both the pri- 
mary and secondary of the input transformer are tunable, either 
by trimmer capacitors or by iron cores, the latter method being 
more popular. In viewing the response of a discriminator cir- 
cuit on the scope, the familiar S-curve consists basically of re- 
sponse curves of opposite polarity, or phase, such that two major 
requirements are fulfilled. First, the curve is substantially linear 
between the extremes. Second, the curve intersects the axis at 
the center frequency of the i.f. Since this curve represents the de- 
tector output, zero amplitude at the center frequency means that 
there is no audio output when there is no FM deviation. The 
linearity of the curve assures that the audio output at all times 
will faithfully follow the frequency deviation. Thus, a frequency 
deviation of 100 kc produces twice as much output voltage as does 
a 50-kc deviation. 

One point should be made in connection with actual align- 
ment instructions. Both primary and secondary of the discrimin- 
ator must be aligned for maximum output, that is, at the exact if. 
center. ‘The fact that discriminator alignment instructions state 
that the secondary should be aligned for zero output in no way 
contradicts this requirement. The primary is aligned for max- 
imum ouput for just this purpose—to get maximum signal input 
to the discriminator. However, since linearity is a prime requisite, 
the primary is aligned for the greatest linear range of the S-curve. 
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The secondary in turn is aligned to fulfill the second major re- 
quirement, zero amplitude at the center frequency. 

In aligning the discriminator, it is very helpful to have a grad- 
uated scale on the face of the cathode-ray tube. A plastic shield, 
ruled vertically and horizontally in 1/10-inch spaces enables 
quick adjustment of the zero center and balanced S-curve con- 
ditions. 


Sweep alignment of discriminator 

1. Allow receiver, sweep generator and scope to warm up for a 
few minutes. 

2. Disable receiver oscillator and a.v.c. 

3. Using the INTERNAL SWEEP of the scope, adjust for a straight 
line on the center of the graduated shield. This can be done 
by first establishing a horizontal line, adjusting the VERTICAL 
CENTERING until the line is midway between top and bottom 


Fig. 505. Connections to scope for alignment of FM discriminator. 


of the screen, then reducing the HORIZONTAL GAIN until the 
line shrinks almost to a point. With the HORIZONTAL CENTER- 
ING control, the point can now be brought to the center of 
the screen. 

4. Switch off the INTERNAL SWEEP and connect a sweep voltage 
to the HORIZONTAL INPUT of the scope. If the r.f. sweep gen- 
erator or the scope contains such a source, it can be conven- 
iently used. 

5. Connect the VERTICAL INPUT terminals of the scope to the 
output of the discriminator, using a 470,000-ohm decoupling 
resistor. See Fig. 505. 

6. Set the sweep generator center frequency to the if. of the 
receiver being aligned. Set the sweep width to about 300 to 
400 kc. Keep sweep generator marker in OFF position. 

7. Couple the output of sweep generator to the grid of the last 
1.f. or limiter tube, through a small capacitor (100 uuf to 
250 uf is adequate. 
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8. Increase output of sweep generator until a good-sized pat- 
tern is obtained on the screen. Use as low a generator signal 
as practicable, using the v-cain control of the scope for ob- 
taining good size. Adjust sweep-generator phasing control 
to produce a single pattern on the screen. 

9. Adjust primary of the discriminator until the S-curve is 
most linear over the longest part of the curve obtainable. 

10. Adjust the discriminator secondary until the zero point 
(obtained in step 3) divides the S-curve into equal halves 
in the upper and lower portions of the screen. 

11. Readjust primary, and then secondary, if necessary, until 
the curve is as linear and as centered as possible. 

12. Turn on sweep-generator marker. Increase marker output 
until marker pip appears on scope pattern. The marker 
signal amplitude should be large enough to be seen, yet 
should not distort the S-curve. Use the minimum amount 
of marker signal possible. By means of the marker, check 
the center and end frequencies of the S-curve. 

13. Restore receiver to normal, reversing the procedure of 
step <. 

With most commercial discriminator circuits, it should be 
possible to obtain a linear span at least 200 kc wide. In high-grade 
FM receivers a span up to 400 kc is not unusual. In the sound 
if. section of TV receivers, a lesser bandwidth is quite satisfactory, 
although many of these have a response over 200 kc. 

In every type of bandpass alignment it is helpful to know the 
exact frequency of one or more points on a response curve. Mar- 
kers are superimposed on the curve as a type of amplitude modu- 
lation. With the aid of a calibrated scale over the face of the 
cathode-ray tube it is not generally necessary to have markers at 
the extremes of the S-curve. A quick check at the extremes, 
however, will give you a quick idea of the bandpass. ‘The marker 
should be used to locate the center frequency at the intersection 
of the S-curve with the X-axis. 

Most modern sweep generators contain a marker generator. 
It is unmodulated, or CW, and has an accurately calibrated dial. 
The sweep-generator dial, by contrast, is only roughly calibrated, 
since it is monitored during alignment by the marker generator. 
There are two main types of marker generators. One is an actual 
signal generator whose output is coupled to and mixed with, the 
sweep generator. In operation, the sweep generator is tuned 
until the desired response curve appears on the scope. This is 
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done almost without regard for the dial reading, except in an 
approximate manner. The marker generator is then tuned until 
a pip appears on the pattern. With the marker dial, the pip is 
moved to the extremes of the response curve, and the dial is 
read for the frequency limits of the curve. In using such a marker, 
it is important to keep the marker pip at a minimum, otherwise 
distortion of the response curve will result. 

The absorption marker generator is the second type. This is 
simply a sharply tuned circuit, coupled to the main signal gener- 
ator. When tuned to a frequency within the response curve, the 
marker tuned circuit absorbs some energy, causing a dip in the 
response curve. While the absorption marker is usually less sharp - 
than the superimposed type, good results can be obtained if the 
marker is kept to a minimum. 


AM generator method 
While the sweep generator method is the only sure way of ob- 
taining correct discriminator alignment, it is possible to obtain 
fair results using an ordinary AM generator, with modulation. 
However, this is not generally recommended. When using the AM 
generator for this purpose, keep two facts in mind. First, it is 
assumed that the discriminator is normal in every way, except 
for being off frequency. This means that it could be correctly 
aligned with a sweep generator. Second, (and this is the basis 
for alignment without a sweep generator) both primary and 
secondary must always be tuned to the center frequency. On 
this basis, the discriminator is temporarily converted to an AM 
detector, and the alignment is then made for maximum output. 
The procedure is as follows: 
I. Set the signal generator to the center frequency of the i.f., 
with MODULATION ON. 
Open the center-tap on the discriminator coil. 
- Ground the bottom end (going to the plate of D2) of the 
secondary. See Fig. 505. 
4. Disable receiver as in the sweep generator method previously 
outlined. 
5. Connect input of AM generator to the last if. or limiter 
stage, as in sweep alignment. 
6. Connect the VERTICAL INPUT terminals of the oscilloscope 
across the discriminator load, R1 and R2. 
7. Adjust the scope sweep so that 3 cycles of the waveform 
will appear on the screen. Since most AM generators are 
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modulated by 400 cycles, the sweep setting should be in 
the vicinity of 133 cycles. 

8. Tune primary and secondary of the discriminator for maxt- 
mum amplitude of the 400-cycle trace on the scope. The 
generator output should be kept low and further reduced 
as alignment progresses. 

9. Restore the circuit to normal by reversing the steps of 
items 2 and 4. 

In case of insufficient generator output and/or low vertical 
gain in the scope, the latter may be connected across the grid 
circuit of the final audio stage. This is possible, because this is 
an alignment for maximum a.f. output. 

Since this method assumes that the discriminator is correctly 
balanced, it may be necessary to make a small final readjustment 
with a radio station signal. A station is tuned in and the audio 
quality is observed. Should the audio sound off-station, or de- 
tuned, a slight readjustment of the discriminator secondary is 
made, until the quality sounds normal. If this does not help, 
the alignment was not correct, and should be done over again. 
The only other cause for distortion would be a defect in the 
circuit. 


The ratio detector 

This is the most popular of FM detectors in TV receivers today. 
(See Fig. 506). Theoretically, an FM signal is of constant rf. 
amplitude, with frequency variations corresponding to audio 
modulation levels. Thus, a perfect FM signal would be said to 
contain no amplitude modulation whatever. This cannot be 
realized in practice. A certain amount of AM invariably appears 
on the signal, partly incidental to the frequency modulation in 
the transmitter, partly due to noise, receiver nonlinearities, etc. 
The effect of noise on the signal is mainly amplitude variation, 
obviously undesirable. This is the main reason for using FM — 
to get higher fidelity through extended high-frequency audio 
response, combined with the absence of noise (AM). Any system 
that would restrict or limit the signal amplitude would remove 
all amplitude variations without affecting the FM. Such limiting 
is effected in high-quality receivers by limiter stages. 

In the more conservatively designed FM receivers, two limiter 
stages are employed. More often, and in less elaborate receivers, 
only one stage of limiting is used. In either case, these modified 
i.f. stages are in addition to the usual i.f. amplifier stages, resulting 
in increased cost and complexity. 
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The situation is somewhat different in TV. First, the deviation, 
or bandwidth, is much less than in FM receivers, being only +25 
kc as compared with +75 kc in FM. Second, the general ten- 
dency toward simplification and economy in design, coupled 
with the fact that video is the major factor makes the use of 
limiter stages in television receivers unpopular. The ratio de- 
tector solves the problem by combining the functions of FM 
detecting and AM limiting without the use of additional tubes 
or circuit components. Briefly, the ratio detector is insensitive 
to AM, responding only to a ratio of two voltages, this ratio in 
turn corresponding to the original audio variations. 
Ratio-detector alignment 

The procedure for aligning the ratio detector is similar to 
discriminator alignment. However, because this detector also 
eliminates AM noise (without the usual limiters) it is more im- 
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Fig. 506. Circuit illustrates procedure to follow for ratio-detector alignment. 
portant than usual to carefully balance the secondary. ‘The gen- 
eral procedure is to align the primary for maximum voltage out- 
put, then balance the secondary for zero output at the center 
frequency. The step-by-step alignment is: 

1. Allow the equipment to warm up, as usual. 

2. Connect sweep voltage to the HORIZONTAL INFUT of the 
oscilloscope. See Fig. 506. 

3. With a calibrated shield over the face of the cathode-ray 
tube, adjust the beam to center on the screen. 

4. Set the sweep generator to the nominal i.f. of the receiver. 
In the case of intercarrier type of i.f. in television receivers, 
the center frequency is always 4.5 megacycles. 

5. Set the FM sweep to at least 100 kc in the case of TV re- 
ceivers and no less than 200 kc for FM broadcast receivers. 

6. Detune the secondary of the ratio-detector transformer 
by opening the trimmer capacitor or turning the slug 
fairly well out. 

7. Connect the VERTICAL INPUT of the scope as shown. 
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8. Connect the signal generator to the grid circuit of the 
last i.f. stage, using a small series capacitor. 

9. Align the primary of the ratio detector transformer for 
maximum linear span of the S-curve. 

10. Align the secondary for correct balance on both sides of 
the center point, remembering that zero output at the 
center frequency is even more important than exact balance 
between the two halves of the curve. Use the marker gener- 
ator to get the correct center point. 

11. Restore the circuit to normal operating condition. 

In connection with this procedure, keep in mind that while 
correct alignment will result from following these steps, it is 
nevertheless to the advantage of the service technician to follow 
the specific recommendations of the manufacturer whenever 
alignment information is available. Minor differences in circuits, 
different output take-offs, etc., often require series networks with 
the signal generator, points of signal input, or points of scope 
connection. Where no specific instructions are given, following 
the steps listed will produce satisfactory results. 

FM i.f. alignment 

The bandwith of the FM i.f. extends much further than the 
best AM type. Even in television sound where the bandwidth is 
only +25 kc, appearance of the response curve is important for 
faithful audio reproduction. In FM broadcasts, the band extends 
+75 kc, and here careful visual alignment is imperative. 

Most modern FM i.f. channels are center-tuned, i.e., each circuit 
is tuned to the center frequency of the i.f., with bandwidth ob- 
tained through circuit design, such as resistive loading, circuit Q, 
etc. However, since the tuned circuits are not sharply peaked, it 
is not possible to tune for maximum output and let it go at that. 
A tuned circuit having a flat top cannot be tuned exactly by 
looking for maximum output, since the same output will’ be 
obtained over all of the flat portion. Since there are a number 
of circuits tuned to the same frequency, correct tuning is essential 
to obtain the desired over-all flatness and symmetry. A sweep- 
generator-marker combination is the only sure way of accom- 
plishing this purpose. 

The alignment procedure for broadcast FM if. circuits is 
substantially the same as for IV sound i.f. channels. In the case 
of the former, and where limiters are used, a convenient output 
point is across the limiter grid-leak resistor. Since this stage oper- 
ates on signal-developed bias, the amount of such bias is a good 
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indication of the magnitude of the if. signal. In the case of non- 
limiter type circuits (where ratio detectors are used), the output 
indicator, the scope in this instance, is placed across the ratio- 
detector transformer output, assuming that the transformer has 
been previously aligned. 

The step-by-step procedure for if. alignment is very much 
the same as for the bandpass i.f. described earlier, with these 
exceptions: 

1. The vERTICAL INPUT of the scope is connected across the 

last limiter grid-leak resistor. This is point A in Fig. 505. 

2. The sweep width is set for the same amount as for the dis- 
criminator in the set being aligned—50 kc minimum for 
television sound i.f., 200 kc minimum for broadcast FM. 

3. A calibrated shield is used on the face of the cathode-ray 
tube; the center frequency is located and the individual 1.f.’s 
are tuned, beginning with the one nearest the detector and 
going back toward the mixer until the band is as symmet- 
rical as possible, consistent with normal gain. 

4. Where tertiary windings are used for flat-topping, the pri- 
mary and secondary circuits are tuned for maximum amplli- 
tude, and then the tertiary trimmers or slugs are adjusted 
for best bandwidth. 

The subject of gain is very important in bandpass alignment. 

In almost any circuit of this type, it is possible to obtain very 
good bandwidth at the expense of gain, simply by peaking the 
circuits farther apart from each other. This is particularly so 
in the case of stagger-tuned i.f.’s in video circuits. Conversely, 
apparently high gain can be obtained at the expense of band- 
width, by bringing the individual i.f peaks closer together. ‘The 
most reliable guide in such cases is the manufacturer’s recom- 
mendations for signal input and the expected output. A calibrated 
peak-reading voltage scale on the plastic screen is most helpful 
in this instance. If, for instance, the manufacturer claims that a 
200-uv signal at the input should produce a 1-volt output at the 
detector, a gain of 5,000 is indicated, and the service technician 
can guide himself accordingly. Ordinarily, it may be adequate 
to follow the recommendations for the bandwidth and align for 
maximum gain consistent with such bandwidth and symmetry. 
Video i.f. channels 

The video i.f. channels of modern TV receivers require even 
more careful alignment than high-fidelity FM circuits. ‘There are 
a number of reasons for this. First, the video i.f. is seldom less 
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_than 3 mc wide, more often, it is approximately 4 mc, and, in 
the case of the almost universal intercarrier system in use today, 
it must be a full 4.5 mc. Second, the video response curve is 
usually nonsymmetrical, necessitated by the multiple duties of the 
system. ‘Third, the presence of two carriers in at least part of the 
i.f. chain, often in every stage up to the detector, with the rela- 
tive position of such carriers fixed by official standards, makes 
the location of the edges of the response curve critical. Finally, 
the fact that in almost all TV receivers today the final i.f. response 
is the result of a number of response curves, each one at a specified 
frequency and with a fixed relation to the other curves, makes 
video i.f. alignment more elaborate and more exacting. 

Almost all video i.f. circuits in use today are of the stagger- 
tuned type. A number of circuits, each capable of passing all the 
required frequencies but tuned to peak at one frequency only, 
combine to produce an over-all response curve. Fig. 507 illustrates 
the structure of such a response curve. The design of the indi- 
vidual circuits, although generally responsible for producing the 
final over-all response, is by no means foolproof assurance that 
the curve will be obtained. In the early days of television some 
manufacturers specified peak alignment of the individual circuits, 
using only an AM generator and an output meter with the ex- 
pectation that the correct peaking of the individual circuits would, 
by virtue of design, produce the correct final curve. This is no 
longer the usual case. Any well-designed circuit can be hopelessly 
misaligned if nothing more than an AM generator and output 
meter are used. 

Although stagger-tuned circuits are almost always used, there 
are two main types of such circuits in common use. The first, 
generally found in earlier sets, is the impedance-coupled type. 
It consists of a single winding per stage, almost always slug-tuned, 
and located either as the plate load of an if. amplifier or inthe 
grid circuit of the following stage. In every stage the coupling to 
the next tube is of the r-c type. Peaking of each circuit at a par- 
ticular frequency, together with the other staggered peaked cir- 
cuits, results in the over-all bandpass characteristics of the i-f. 
system. T’he resistor of the r-c network together with the shunting 
of the input and output capacitances of the two tubes, as well as 
the stray circuit capacitance, effectively load the tuned circuit, re- 
ducing the peak and widening the response curve, as required 
for the proper over-all response bandwith. 

The second type of stagger-tuned i.f. system found in recent 


92 


TV receivers, is the bifilar type. A double winding, very tightly 
coupled and tuned by a single core, acts as a loaded transformer, 
providing loading for correct bandwidth and coupling between 
stages. ‘he difference between the two types of i-f. coupling 
methods is primarily in performance. Better noise immunity 
makes the bifilar system preferable. As far as alignment is con- 
cerned, the circuits are treated alike. 

In aligning the video if. system either stage-by-stage tuning 
or an over-all alignment procedure may be followed. The peak 
frequency of each stage is usually given either on the schematic 
diagram or in the alignment instructions. Since the circuits are 
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Fig. 507-a, -b. Response curve of stagger-tuned i.f. (left) and frequency relationship 
of sound and picture signals in the i.f. (right). 


designed for proper individual gain and bandpass characteristics, 
tuning of the individual stages together with visual observation 
of the final response shape will produce the desired response. 
As to the merit of over-all alignment versus stage-by-stage align- 
ment, the former is simpler and perhaps less time-consuming, 
though the latter may be more precise but involves a more elabo- 
rate procedure. : f 

Effect of a.g.c. on alignment _ 

Most TV receivers use a.g.c. on one or more of the video if. 
stages to reduce the need for manual contrast adjustment and 
to maintain a fairly constant input to the video detector. Since 
the effect of the a.g.c. is to counteract variations in the output of 
the amplifier, this would hamner alignment of the i:f. system. Any 
increase of the output would, to a certain degree, be nullified 
by the reduced gain of the stages under control. Thus, as the out- 
put tends to increase due to alignment, the a.g.c. effect would 
counteract the increase. For this reason it is necessary to fix the 
gain of the system by providing a constant bias. A d.c. voltage, 
preferably with a shunt potentiometer, conveniently provides 
the necessary bias. The bias should be adjustable to any value 
between maximum and zero volts, with about 3 volts being a 
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good value for most cases. Often the manufacturer’s alignment 
instructions will specify a suitable bias setting for such a substi- 
tute grid voltage. 

|.F. alignment procedure 
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Switch on all equipment and allow to warm up. Remove 
receiver oscillator tube or switch to unused channel. See 
Fig. 508. 

Connect substitute bias system. The exact bias will vary, 
depending upon whether the receiver is used in a fringe 
area or a strong signal location. 


. Set sweep generator to the approximate center of the video 


if. band. A rough setting is adequate since the exact points 
will be determined by the marker generator dial. For a 
91.25-25.75 mc if. system, a setting of 24 megacycles is 
used. For sets using higher i.f.’s set the sweep generator 
to the approximate center of the if. and follow the same 
general procedure outlined here. 


. Set sweep width to approximately 10 megacycles. 


Connect a 60-cycle sweep to the HORIZONTAL INPUT of the 
scope, either from a separate source or from the sweep 
generator itself. Set scope sweep control to OFF position. 


. Couple the sweep generator as loosely as possible to the 


input of the first i.f. stage. Sometimes it is feasible to couple 
a small series capacitor of less than 10 pf to the grid. In 
other cases, merely placing the hot lead of the signal gener- 
ator near the first i.f. stage is sufficient coupling for adequate 
output. In many cases, an effective coupling device con- 
sists of one or two turns of wire wrapped around the glass 
of the mixer tube, after the shield has been removed, con- 
necting one end of this wire to the hot side of the sweep 
generator. A strip of tape may be used to hold the wire 
to the glass for constant coupling. In any case, excessive 
coupling should be avoided, to prevent overloading of the 
first stage. 


. Connect VERTICAL INPUT of scope across the video detector 


output load resistor. Set receiver contrast control to mid- 
position, unless otherwise specified by the manufacturer. 


. Adjust scope controls for best trace. Adjust PHASING control 


for overlapping of the forward and return traces. 


. Peak the i-f. circuits for best response similar to Fig. 507-a. 


It will be seen that coil L1 in Fig. 508 will affect the high- 
frequency (video) end of the curve; L2 will mostly affect 


the low side (sound) of the curve; L4 will change mostly 
the middle portion of the curve. 

10. Set the marker generator to 21.25 mc and align the sound 
take-off for minimum output at the marker position. This 
adjustment assures minimum sound i.f. component re- 
maining in the video response, and maximum being ab- 
sorbed by the input circuit to the sound i-f. 

11. Move the marker to 19.75 mc and peak the cathode trap 
for minimum or a dip in the response curve of the adja- 
cent upper channel video carrier. 

12. Reset marker to 27.25 mc and adjust trap for minimum 
lower adjacent channel sound carrier. 

The picture i.f. response for a representative channel (channel 
3) is shown in Fig. 507-b. Note that the picture carrier is set at 
about 50%, of the maximum amplitude of the flat part of the 
curve. This is necessary because one of the sidebands in television 
transmission is partially suppressed (vestigial sideband _trans- 
mission). If, during alignment, you force the picture carrier 
too high up on the slope of the curve, the low-frequency portion 
of the signal will be emphasized and picture quality will be poor. 
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Fig. 508. Typical stagger-tuned if. system in television receiver. 
If the carrier is moved below the 50% point, there will be a 
loss of low-and high-frequency response, giving poor picture 
definition. If carried to an extreme, sync and blanking pulses 
will be attenuated, or completely lost, resulting in picture rolling 
and tearing. 

In this 1.f. response curve, as in many split-sound arrangements, 
there can be at least three different trap-circuit adjustments. The 
first and most important of these is the sound take-off circuit. 
This accomplishes the requirement stated in step 10, which is 
a basic requirement in all split-sound systems. Other trap adjust- 
ments are to eliminate possible interference from nearby carriers 
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of the neighboring channels. The final response curve should 
agree with manufacturer’s published response curve. 
Bifilar i.f. systems 

In the development of the modern i.f. system in ‘T’V receivers, 
the slug-tuned, r-c coupled, stagger-peaked type of 1.f. was used 
for split-sound as well as for more recent intercarrier types of 
receivers. The bifilar type of coupling did not become popular 
until after the intercarrier method was in general use. It is 
worth noting that, although singly-tuned bifilar coupling is found 
almost exclusively in intercarrier systems, there is no basic reason 
for this other than the accidental adoption of bifilar i.f.’s after split- 
sound went out of vogue. As far as alignment is concerned, the 
methods are almost exactly the same, the differences being only 
those between split-sound and intercarrier, regardless of the type 
of coupling used. Thus, any alignment procedure holds equally 
for r-c and bifilar coupling, since in the bifilar types a single core 
or slug tunes both the primary and secondary simultaneously. The 
advantage, incidentally, of the bifilar type is the fixed loading, or 
flat-topping provided by the tight coupling between the primary 
and secondary, as well as the omission of the coupling capacitor 
and grid resistor, the latter being a potential source of noise. 
Quick alignment check 

For your own satisfaction as well as for the customer’s benefit, 
you should check the alignment of every TV set you repair. Do 
this after you have fixed the other troubles and the set is in 
operating condition. If you do not want to take the time required 
by the procedures discussed earlier, try this quick alignment tech- 
nique. 

I—Hook up the sweep generator and scope, and check the i.f. 
response as before. If realignment is necessary, turn the 
sweep-width or deviation control on the sweep generator to 
zero; throw the sweep center- ‘frequency dial or band-selector 
switch out of the i.f. band. 

2—Turn on 400-cycle modulation in the marker generator 

(modulated r.f.). 

3—Using the height of the 400- cycle waves on scope screen as 
an indicator, tune traps for minimum output, and i.f. wind- 
ings for maximum output, at specified marker frequencies, 
as before. 

4—To check the over-all response merely reset the sweep-width 
or deviation control to its original setting, and put the 
sweep center frequency back in the if. pass-band. 
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‘The same method can be used for aligning the TV sound 
section or any FM receiver. 
Intercarrier i.f. system 

Up to now the video i.f. circuits discussed were of the split- 
sound type, 1.e., the video and sound were separated before reach- 
ing the video detector. In early receivers, splitting of the two 
channels took place at the output of the mixer stage. In other 
cases, sound take-off was at the output of one of the video if. 
stages, sometimes as late as the third. However, as long as only 
the video if. reached the detector, the system was of the split- 
sound type. From the viewpoint of alignment this meant that 
sometime before the video detector the sound-trap adjustment 
had to be made such that a minimum output existed at the 
sound i.f. marker point in the over-all response curve. In addition, 
the low-frequency side of the video-response curve had to be 
relatively steep, in contrast to the sloping high-frequency or video 
side of the curve. Last, the sound i.f. center frequency, although 
always 4.5 megacycles below the video carrier, would differ from 
manufacturer to manufacturer and even from set to set of one 
manufacturer. In the intercarrier system, this is no longer true. 

The intercarrier if. system may be considered as a double 
superheterodyne in which two i.f. carriers are amplified in the 
common i.f. stages. The video detector now has a double job— 
the old one of an AM detector of video modulation and the 
function of a superheterodyne mixer. The video carrier acts as 
the oscillator in the familiar converter stage, while the sound 
carrier has the role of the incoming signal. The result is an 
i.f. whose center frequency is the difference between the oscillator 
and incoming frequencies. Since in every TV channel the two 
carriers are spaced 4.5 megacycles apart, the i.f. output of the 
video detector is always 4.5 megacycles. However, since the video 
if. carrier acting as the oscillator, is amplitude modulated, the 
resultant 4.5 megacycle if. will have, in addition to its original 
FM, some AM. Either limiting action or a ratio detector will be 
required to remove the AM from the sound i.f. 

The first difference between an ordinary video if. and the 
intercarrier type is the bandwidth. While any bandwidth up to 4 
megacycles and as low as 2.5 megacycles might be adequate for 
split-channel receivers, depending on the quality desired, the 
intercarrier i.f. must have a bandwidth of 4.5 mc since this is 
the spacing between the two carriers. While the amplitude of the 
response curve at the sound carrier must not be of the same level 
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as the rest of the curve, it is nevertheless an absolute necessity 
that the response curve extend to and beyond both carriers on 
opposite extremes of the bandpass. ‘The second important charac- 
teristic of an intercarrier response is the relative level of the 
two carriers. Since the amplitude-modulated video i.f. carrier acts 
as the oscillator for the second superheterodyne, the 4.5 mega- 
cycle sound if. will have some of the AM characteristics of the 
video. These characteristics will be most evident when the two 
signals are of comparable amplitudes, and least noticeable when 
the FM carrier is much smaller in relation to the video carrier. 
It is therefore important to make the FM carrier as small as 
practicable in the common i.f. channel. From the service tech- 
nician’s viewpoint, the most obvious effect of amplitude modula- 
tion of the FM carrier is intercarrier buzz. ‘This is the result of the 
60-cycle vertical sync pulses appearing in the 4.5 mc sound if., 
due primarily to improper alignment of the video i.f. and result- 
ing in too high a relative FM carrier. While a well-designed, 


exactly aligned and balanced ratio detector should be able to re- ~ 


move most of the AM components of intermodulation, balancing 
of the detector transformer is critical and the over-all results 
SOUND CARRIER PIX CARRIER 


Fig. 509. Intercarrier i.f. system must 
have a bandpass of 4.5 mc. Sound 
carrier should be less than 5% of 
video amplitude. Amplitude modu- 
lation of the FM carrier results in 


2% intercarrier buzz. 
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are not always 100% satisfactory. The simplest method of avoid-— 
ing this source of interference is to maintain the FM carrier level 
so low that the amplitude modulation effects are negligible. In 
practice, the FM carrier level in the common i.f. response is 
kept down to between 2% and 5% of the maximum video carrier 
amplitude. | 

In setting the response level of the sound carrier on the video 
response curve, there are two major considerations which are in 
conflict. (1) The amount of sound if. amplification at 4.5 me 
(i.e., after the video detector) depends largely on the shape of 
the common i. response curve. If the sound carrier is high up 
on the curve, less gain (and fewer stages) will be required later. 
This may have two potential drawbacks. First, the relatively high 
level of the sound carrier in the common i.f. may give rise to 
sound components in the video signal. In addition, the video 
if, response has to be wider, up to a full 4.5 megacycles, resulting 
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either in lowered gain (less peaking, or more staggering), or in 
an additional if. stage. (2) A high sound-carrier level in the 
common i.f. is almost certain to produce intercarrier buzz. This 
is a good example of the necessity of visual observation and align- 
ment with a sweep generator and a scope. 

Fig. 509 shows a typical intercarrier if. response with the 
video and sound carriers at proper relative amplitudes. Notice 
that the sound carrier amplitude is judged not from the maxi- 
mum response level but from the video carrier amplitude, which 
itself is 50% down. The 2% figure for the sound carrier is not 
always easily realizable, particularly when the response curve 
slopes gradually. Many commercial if. circuits are so staggered 
that a shelf exists 4.5 mc from the video carrier. In such cases, 
the appropriate stagger circuit, as given by the manufacturer, 
should be aligned, with the aid of the sound i.f. marker, until 
the shelf is at the correct frequency and amplitude. 

In connection with the problem of interference, the effect of 
the FM carrier on the video cannot be neglected. A fine weave 

SOUND CARRIER : VIDEO CARRIER 


Fig. 510. Video response of 
typical split-sound receiver. 
Careful adjustment of the 
fine-tuning control is always 50% 
necessary in such receivers. 


pattern on the picture tube screen is evidence of 4.5 mc intet- 
ference. This is due to the audio carrier directly, as the 4.5 mc 
sound traps cannot completely remove the remnants of the car- 
rier from the video-amplifier circuits. Another source of trouble 
from improperly shaped response curves in intercarrier sets is 
audio interference, known as sound bars. This is actually the 
fault of FM detection in the video detector stage, or in the video 
amplifier, by a method known as slope detection. This is a crude 
type of FM demodulation based on the fact that the FM carrier 
shifts in frequency with audio modulation. If such a carrier at 
its nominal frequency were to occur partly up on the slope of a 
response Curve, subsequent shifts in the carrier would make it 
effectively ride up and down on the Tesponse curve, resulting 
in variations in the amplitude of the output in step with the 
carrier shift—hence FM detection. While slope detection in this 
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case is accidental and unintended, it is nevertheless likely to occur 
in many receivers, and will produce sound bars unless the FM 
carrier is kept low enough in the common i.f. stages. 

A third intercarrier characteristic is the behavior of the fine- 
tuning control. Specifically, the control is less critical and less 
important than in the split-sound system. A simple sketch will 
illustrate this. Fig.510 shows the video i.f.response of a typical split- 
sound receiver, alongside of which is also shown the sound i.f. 
response. Ihe latter has a bandpass of approximately 200 kc, with 
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Fig. 511. Typical circuit of the i.f. system of an intercarrier-type television 
receiver. The bandpass must be wide enough to accommodate both picture and 
sound signals. Sound take-off can be anywhere between the video detector and 


the carrier shown at the mid-point of the bandwidth. The video 
carrier, 4.5 megacycles higher, falls midway up on the high- 
frequency slope of the video i.f. response. If the oscillator fre- 
quency should now change, both carriers would move by an 
amount equal to such change, in one or the other direction. A 
readjustment of the fine-tuning control would now be required. 
Another way of stating this is to say that the fine tuning control 
must be adjusted accurately enough so that the FM carrier always 
falls midway in the FM response curve. Since this is a compara- 
tively narrow band, careful setting of the fine-tuning control is 
always necessary. In the intercarrier system, however, such critical 
tuning is not necessary. Fig. 509 shows the response of the inter- 
carrier i.f. Here the oscillator frequency could wander almost 
all the way up and down the slope of the response curve without 
losing the sound carrier. As long as the 4.5-mc point below the 
video carrier falls within the over-all response curve, a 4.5-mc 
output of the video detector is assured. In fact, the complete omis- 
sion of a fine-tuning control, in some cases, is not impractical. 
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Alignment of intercarrier i.f. 


Intermediate frequencies in TV receivers range from a low 
median value of approximately 25 mc up to 45 mc. Earlier in 
this chapter the alignment of a low i.f. split-channel receiver 
was described. When higher i.f.’s are used, the same alignment 
technique is followed, except that it is important to keep the 
signal generator test leads as short as practicable. With higher 
i.f.’s, realignment may be necessary even if only a tube is re- 
placed. 
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input to the picture tube. For alignment of the i.f., scope is connected across 
the picture detector diode load. 


1, Set sweep generator to approximately the 40-50 mc span. 
See Fig. 511. 

2. Adjust sweep to a minimum of 6 mc, preferably to about 
10 mc. 

3. Connect vertical input of scope across video-detector load. 

4. Adjust all scope and generator controls for a suitable de- 
flection on the scope. Turn off scope sweep and feed 60-cycle 
sine-wave sweep from generator to H-INPUT of scope. Adjust 
phasing control when necessary, to eliminate retrace. 

5. Substitute a fixed bias for the normally developed a.g.c. 
voltage by connecting a voltage of about 3 volts between the 
a.g.c. point and the chassis, with the positive end going to chassis. 

6. Allow normal warmup time for equipment and set. 

7. Adjust if. transformers, using frequencies shown in Fig. 
511 until the overall appearance of the response curve is as nearly 
as possible like the response curve shown in Fig. 512. 

8. Set the marker generator to 39.25 mc and adjust LI for a 
minimum at the marker pip on the response curve. 
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9. Use the marker generator to check the response at the 
points shown on the curve, Fig. 512. 

In this procedure, as in any other general alignment procedure, 
individual differences between circuits and manufacturers’ 
methods are necessarily omitted. It is advisable that specific di- 
rections of manufacturers, whenever available, be followed with 
regard to manner and exact point of signal-generator coupling, 
output-indicator connection, circuit isolation, etc. Where a re- 
sponse curve is given, it is the best guide in achieving the ideal 
response for the particular circuit. 


TV sound i.f. channels 
There are two main types of sound i.f. channels in television 


receivers. The first and perhaps the most popular is the 4.5 mc 
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Fig. 512. Marker points are used to check 
the response curve. 
sound i.f., resulting from the intercarrier system. The center 
frequency is always 4.5 mc in all intercarrier sets. 

Another unmistakable identification is the takeoff point, al- 
most always placed after the video detector, and often after the 
video amplifier. A third, although less positive identification, is 
the FM detector following the 4.5 mc if. In most cases there 
is but one i.f. stage, followed by a ratio detector. 

In alignment of the sound i.f. channel, whether intercarrier 
or split-sound type, it is imperative that the discriminator or 
ratio detector be aligned first. Once this is done, the alignment 
of the if. proper is quite simple, and may often be done with 
only an AM oscillator and oscilloscope. However, the sweep-gen- 
erator method is preferred. 


Sweep alignment of 4.5-mc sound i.f. 
Fig. 513 shows the pertinent portion of an intercarrier i.f. sys- 
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tem in which the sound take-off point is the plate of the video 
amplifier and a ratio detector is used. 

I. Turn on the receiver, sweep generator, and scope; al- 
low the usual warmup time for stabilization. 

2. Switch receiver to an unused channel to avoid inter- 
ference from the oscillator. 

3. Set sweep generator to exactly 4.5 megacycles and the 
sweep to about 500 kc. 

4. Turn off the INTERNAL swEEP of the scope and connect 
the synchronized 60-cycle sweep from the generator, an ex- 
ternal source (or from the scope, if available) to the HORIZON- 
TAL INPUT terminals of the scope. If the scope contains such a 
sweep, connection to the H-TERMINALS is unnecessary. 

5. Connect the VERTICAL INPUT terminals of the scope to 
the output of the ratio detector. 

6. Connect the output of the sweep generator across the 
video-detector load circuit. 
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Fig. 513. Sound i.f. section of intercarrier receiver showing scope connections for 
alignment. 


RATIO DET & AUDIO AMPL 


7. Adjust scope controls for an adequate S curve. 

8. Tune LI, L2, L3 and L4 until maximum amplitude of 
the curve is consistent with best linearity and symmetry of the 
curve. LI and L2 will primarily affect amplitude, while L3 
and particularly L4 will affect the shape of the curve. 

9. Use markers at 4.5 mc for the center of the response 
‘curve, and at 4.45 mc and 4.55 mc for the extremes of the linear 
portion of the curve. The 4.5 mc marker will diminish and 
tend to completely disappear as the best adjustment of L4 is 
reached, since the marker is a AM component, while correct 
alignment of the transformer secondary means zero output at 
the center frequency of the i-f. 
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4.5-mc trap in the video circuit 
In addition to the usual 4.5-mc sound take-off trap found in 


intercarrier IV sets, there is often found, even in split-sound 
receivers, a 4.5-mc trap in series with the video lead to the pic- 
ture tube. This is often necessary to eliminate either sound bars 
or a fine weave in the picture. ‘The reason for this lies in a charact- 
eristic known as slope detection, mentioned earlier in this chapter. 

Slope detection is a crude method of FM detection without the 
usual discriminator or ratio detector. It utilizes one side of a 
response curve for the equivalent of the S-curve in normal FM 
detectors. Fig. 514 shows a typical response of a tuned circuit, 
with the sides sloping, as usual. When an FM carrier is placed 
midway up one side of such a curve, amplitude variations will 
occur as the carrier shifts or deviates, due to modulation. Thus, 
as the carrier shifts from f, to f;, a higher frequency, the output 
amplitude will increase since the signal now falls higher up on 
the curve. The reverse is true when the modulation shifts the 
carrier to f2, a lower value. Therefore it is apparent that FM de- 
tection can take place even without the conventional FM detector. 

The effect of the slope detection phenomenon on the picture 
can be understood by considering the response characteristics of 
the video amplifier. Since this stage is usually about 4 megacycles 
wide, the upper frequency slope of such a response curve may 
sometimes act as a slope detector for any FM carrier that remains 
in the video circuit. In addition, the 4.5-mc carrier itself, aside 
from the audio modulation it contains, may cause a fine high- 
frequency weave on the screen. A parallel 4.5-mc trap placed in 
series with the video signal to the picture tube will effectively 
trap such interference. To adjust such a trap for maximum ef- 
fectiveness: 

1. Set up the equipment as for the sound i.f. ae 
procedure outlined before. 

2. Set the signal generator to 4.5 mc, but with amplitude 
modulation (approx. 30%). 

3. Connect the VERTICAL INPUT of the scope, using an a.c. 
probe, across the input of the picture tube, grid to ground or 
cathode to ground, depending on which element is the high 
side for the video input signal. 

4. Increase the output of the signal generator until the 
audio frequency (400 cycles in most signal generators) is shown 
on the scope, with the HORIZONTAL SWEEP of the scope properly 
adjusted. 
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5. Adjust slug of the 4.5-mc trap until the signal is reduced 
to a minimum. 
Split-sound i.f. 

Alignments of sound i.f. channels of television receivers are 
very much alike regardless of receiver type. However, some dif 
ferences do exist. , 

The center frequency of the sound i-f. channel is entirely at 
the discretion of the manufacturer, and generally varies even from 
year to year, the tendency being for higher i.f.’s. The input point 
for the signal generator depends on the take-off point in the par- 
ticular set. Where the sound take-off trap is in the plate circuit 
of the mixer, as was the case in the earliest receivers, the sweep 
generator is fed to the grid of the mixer, or, in some cases, to the 
sound trap in the plate circuit. In those receivers where the sound 
take-off is in one of the video i-f. stages, the signal is fed to that 
stage input or to the trap in the output circuit. Where the if. re- 
sponse alone is to be viewed, this must be done ahead of the dis- 
criminator. 

Front-end alignment 

TV alignment can be no better than the accuracy of the mark. 
er generator. Not too serious at broadcast-band intermediate fre- 
quencies, the problem is aggravated as we go up in frequency. 


e 
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Fig. 514. Generalized response curve of a tuned 
circuit. 


Containing both sound and picture signals, and also working at 
much higher frequencies, TV i.f. alignment requires more care, 
and equipment having a higher order of stability and accuracy 

Since TV front-ends handle the signal prior to conversion, the 
service technician is confronted with the problem of aligning 
the r.f. amplifier, oscillator and mixer to produce a pass band 
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of 6 mc starting at frequencies of 50 mc and higher. Before at- 
tempting alignment, get full instructions trom the manufacturer, 
or from organizations selling servicing and alignment information. 

The over-all bandwidth of a TV channel is approximately 6 
mc, including 4.5 mc between carriers and 1.25 mc of vestigial 
sideband at the low-frequency end of the channel. While it is 
possible to get a fair picture with a bandwidth of little over 4.5 
mc (including the two carriers and most of the video sideband), 
this is usually inadequate for any but fringe-area reception, since 
the low-frequency video modulation response is seriously reduced. 
At the output of the mixer the response narrows, in practice, te 
only about 4 or 4.5 mc. 

There are two major requirements in front-end tuner align- 
ment. First, the r.f. and mixer stages must be aligned for the full 
6 mc, since in these stages the signal is handled as is. Second, the 
high-frequency oscillator must be aligned to the correct fre- 
quency to produce the video and sound if. components at the 
center frequencies of the particular i.f. channels. 

Although there are many front-end tuners in use today, most 
of them are variations of two basic types. The first, used primarily 


in earlier sets, is the series-type tuner in which the coils for the - 


individual channels are part of quarter-wave resonant line, with 
additional sections switched in series as the tuner is switched from 
channel 13 down to channel 2. This type requires adjustment of 
the highest channel first, progressing down to the lowest. 

The second and more popular today, is the turret type. Here 
individual coils are switched in for each channel, with the ad- 
justments being independent of one another, and therefore cap- 
able of being aligned at any random sequence. A major advant- 
age of this tuner is that a defect in any one channel does not 
affect any of the others. Replacement of a defective coil is simple 
and inexpensive. As far as alignment is concerned, there is not 
too great a difference between them, except for accessibility. 
Oscillator alignment using stations 

You can get good results by aligning the oscillator of a series- 
type tuner with the antenna connected to the receiver and the 
picture appearing on the screen. The oscillator slugs are tuned, 
starting with channel 13, until the audio of the particular sta- 
tion is a maximum. When a test pattern is on the air, the scope 
may be put across the voice coil of the speaker for visual align- 
ment. However, when music or speech is on, simply listen for 
the best sound. 
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A word of caution is in order. The oscillator must be tuned 
for the best audio, not the strongest picture, otherwise poor fre- 
quency response of the video will result when the tuner is oper- 
ated in the usual manner. It may even be possible to lose the 
sound completely when maximum video is obtained in adjust- 
ing the oscillator. 

The procedure for oscillator alignment of a turret tuner is 
the same as that described for the series-type. However, since in- 
dividual coils are used for each station, no sequence need be fol- 
lowed in the tuning. 

In connection with oscillator adjustments, remember that in 
intercarrier receivers the fine tuning is not nearly as critical as in 
the case of split-sound sets. Because of this, it is not necessary to 
tune for best sound. Often the sound loudness and quality will 
be little affected by the setting of the fine tuning control. In such 
cases, the best oscillator position is that giving the most satisfac- 
tory picture. 

Video output response 

While the video output stages of a TV receiver are not sub- 
ject to alignment, the analysis of the response of this amplifier 
requires equipment and procedures similar to i.f. sweep align- 
ment. 

_Fig. 515 shows a typical video amplifier. Notice the similarity 
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Fig. 515. Video amplifier and setup for observation of frequency response. 


to the vertical amplifiers of the scope. Although different in de- 
tail, the method of obtaining flat response over a 4-megacycle 
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band is quite similar. Direct-coupling is sometimes used for best 
low-frequency response, while loaded and unloaded peaking cir- 
cuits, both series and shunt, are used for high-frequency compen- 
sation. In many cases r-c coupling is used (as shown in Fig. 515) 
with the accompanying problem of low-frequency response. 
Screen and cathode-bias resistors introduce further low-frequency 
problems. Since the video amplifier must have a flat response 
down to perhaps 10 cycles, the reactance of the cathode bypass 
capacitor must be negligibly low compared to the bias resistance 
at this frequency. For a cathode resistance of 680 ohms, for ex- 
ample, the reactance of the bypass capacitor should be, according 
to good practice, no more than 10% of this, or 68 ohms. At 10 
cycles this means a capacitor of about 250 pf. A similar problem 
exists in the screen circuit, although here a much smaller capac- 
itor is adequate because of the higher resistance of the screen 
circuit. Deterioration of low-frequency response will result from 
a change in the circuit, as in aging of the capacitors, increase in 
leakage resistance, etc. Since signal currents flow in both of these 
circuits, any variation, such as that due to poor bypassing will re- 
sult in degeneration and decreased output at these frequencies. 

In the case of high-frequency compensation circuits, both the 
series and shunt-peaking methods rely on the circuit and stray 
capacitances to resonate with the peaking coils, thus raising the 
output at the higher frequencies. In addition, the series-peaking 
circuit serves to isolate the shunting capacitances of the two 
tubes, reducing the loading. Should either of these peaking cir- 
cuits fail, as when a peaking coil has shorted turns or even an open- 
circuit break, low- and high-frequency response will suffer. 

In trouble-shooting video stages for defects in response, it may 
be possible to locate defects with nothing more than an ohm- 
meter. However, visual observation of the effect of replacement 
of each suspected component is the only reliable method. When 
the video response is below normal, the service technician must _ 
not only know the effect of each of the frequency-sensitive com- 
ponents but he must observe the response on the scope and judge 
the effects of any corrective measures, taken one at a time. 

In displaying the video response on the scope, it is easiest to 
make a setup resembling a symetrically modulated AM signal 
fed into a point before the video detector. Assuming the video 
i.f. to be approximately 26 mc, an rf. signal of 26 mc, without 
modulation is fed into the video-detector input circuit. This sig- 
nal serves as the carrier. A frequency-modulated sweep generator, 
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with the center frequency the same as the r.f. generator, or 26 mc, 
and a sweep of +5 mc, is also coupled to the same point, using 
isolating capacitors in series with each generator high side. The 
output of the video amplifier is fed, through a demodulator probe, 
to the VERTICAL INPUT of the scope. Using the proper horizontal 
sweep for the scope, either from the sweep generator or from the 
scope, or from a separate source, a double-sideband response with 
a marker-like notch in the center, will appear. Since this is a dou- 
ble response, the scope can now be adjusted to show only one- 
half of this response. The position of the notch is the low-fre- 
quency end of the response curve. The effect of individual changes 
in the video circuit can now be seen on the scope. 


1. Connect an r.f. signal generator, without modulation, in 
series with a 100-yyf capacitor to video-detector input. 
Connect the low side to chassis. See Fig. 515. 

2. Connect a sweep generator in the same manner to the same 
points. 

3. Set both generators to the video i.f., or, if specified, to the 
stagger frequency of the detector input circuit (if tuned). 

4. Set the bandwidth of the sweep generator to 5 mc. 

9. Connect the VERTICAL INPUT of the scope through a de- 
modulator probe, to the video output stage, or to the input 
of the cathode-ray tube, whichever is more convenient. 

6. Connect a horizontal sweep voltage to the HORIZONTAL ter- 
minals of the scope, and adjust the appropriate scope con- 
trols. 

7. Shunt L1 with a resistor (between 200 and 300 ohms) since 
the coil is frequency responsive. Disconnect lead going to 
picture tube. 

. Allow all equipment to warm up for a few minutes. 

9. Observe the response on the cathode-ray tube and adjust, 
if necessary, the r.f. oscillator for a minimum notch in the 
center of the curve. 

10. Readjust the sweep generator and scope until only one-half 
of the original response curve is visible. This is the actual 
response of the video amplifier, with the position of the 
notch indicating the low-frequency end. 

11. Substitute, one at a time, for the suspected capacitors in 
the video bypass circuits, noting the effect each time. In 
the case of a leaky capacitor, it will not help to parallel 
a good one with it. 


OO 
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Chapter | 6 


Oscilloscope Techniques 


Up to the advent of television, the service technician was con- 
cerned with comparatively low frequencies—one or two mega- 
cycles in the r.f. portions of receivers, and only about 10 kilocycles 
in the audio sections. Ordinary voltmeters, signal generators, etc., 
were quite adequate. Even mismatching or some loading by the 
test equipment did not seriously affect the test procedure or the 
repair involved. Since the coming of television and high-frequency 
FM, the situation has completely changed. 

The first problem in TV servicing is the matching of the 
signal generatér, which is the antenna substitute, to the receiver 
input circuit. In most modern TV receivers the input circuit 
has an impedance of 300 ohms, balanced to ground, while most 
signal generators have an output impedance of approximately 
50 ohms, unbalanced (shielded coaxial). As in the case of a mis- 
match between antenna and receiver, a mismatch between the 
generator and the receiver can lead to various difficulties in the 
appearance of the input signal, bandwidth, etc. 

Briefly stated, the term matching refers to a method of inter- 
connecting two pieces of equipment so that each faces, or sees, an 
impedance equal to its own. As to the reason for matching, it is 
simply to insure that the energy flows from the source to the 
load and not vice versa. When a generator and a load are matched, 
the energy is fed from the generator to the load and is absorbed 
by the latter. In contrast, when a mismatch exists, some of the 
energy reaching the load is reflected in the direction of the gener- 
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ator, combining with the energy traveling toward the load, such 
combined energy causing standing waves, losses, phase shifts, etc. 

Fig. 601 shows a typical interconnection between a 50-ohm 
generator having a shielded coaxial output and the usual TV re- 
ceiver with a balanced 300-ohm input. The resistance network, 


Fig. 601. Impedance matching between 50-ohm output and 
300-ohm input. 
although causing some signal loss, provides a good match between 
the two units. The loss is insignificant in the case of alignment 
with the signal generator, since usually there is more than enough 
output from the generator. However in the case of an antenna 
and a receiver, the loss might be serious. Remember, each unit 
should feed into an impedance equal to its own. Looking at Fig. 
601, points X—X are the terminals of the receiver input circuit, 
as far as the signal generator is concerned, since the generator 
actually connects to these two points. Looking at Fig. 602-a, the 
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Fig. 602-a, -b. Circuit (a) shows impedances across a generator output. 
Circuit (b) shows impedances across receiver input. 


network (simplified) across which the 50-ohm generator con- 
nects consists of 50 ohms shunted by an approximate impedance 
of 550 ohms, for a net value of 46 ohms. 


The impedance across X—X can be calculated in this way: 


50 (125 + 300 + 125) 


epee ani ARR ke i Ce hes AE er 
50 + 125 + 300 + 125 


50 x 550 
a 600 


R,, = 46 ohms. 
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This is close enough to match the generator output impedance. 

Going back to Fig. 601, terminals Y-Y are the actual points 
to which the 300-ohm receiver connects, and therefore the im- 
pedance here should be approximately 300 ohms. As shown in 
the simplified version in Fig. 602-b, the receiver connects to a 
circuit consisting of 125 ohms, two 50-ohm units in parallel for 
a net value of 25 ohms, and another 125-ohm element. 


The impedance across Y-Y can be calculated as follows: 


50 x 50 
Ry = 125 +55 ay + 125 


= 1254254 125 


Ry =". 275 ohms: 
The total, 275 ohms, is quite a good match for the receiver pri- 
mary. 
While the matching network described is for a 50-ohm gener- 
ator, it is simple to determine the required resistance values for 


We 


Fig. 603. Generator-to-receiver matching pad. 


other impedances, using the following rule: Each series element 
should be half the receiver input impedance minus half the gen- 
erator output impedance. Using a 300-ohm receiver and a 60-ohm 
generator, the series resistance should be 


300/2 — 60/2, or 150-30 = 120 ohms. 


The shunt element should in each case be the same as the out- 
put impedance of the generator. In this example it is 60 ohms. 


Matching pad balanced to ground 

A slightly different version of a generator-to-receiver matching 
pad is shown in Fig. 603. While not radically different from the 
matching network described earlier, this one has some advantage 
in that it does not disturb the balance to ground of the receiver 
primary. One series element has a resistance exactly equal to 
one-half the receiver input impedance, or 150 ohms. The other 
series element is less than one-half the input impedance by one-half 
of the generator impedance, or 150 — 30. 
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The impedance seen by the signal generator is: 
68 (120 + 300 + 150) 


“= = S120 + 300 F180 
_ 68 X 570 
638 
R,, = 61 ohms. 
The impedance seen by the receiver is: 
as Vina ot 150 


= 120+ 32+ 150 
Rie U2 ohms. 


The impedance matching is at least as good as before, while 
the added advantage is that both ends of the receiver antenna 
terminals have the same resistance to ground, i.e., 150 ohms. 

In every case where attenuation or matching is desired, it is 
important to use noninductive resistors. Wire-wound resistors, 
even the so-called noninductive types, may react on the circuit, 
causing possible reflections or otherwise changing circuit condi- 
tions. Commonly available molded composition resistors are most 
suitable. 


Scope probe 

In most video checking, a shielded lead to the vertical input 
of the scope is absolutely essential to avoid stray pickup. This 
shielded lead has the disadvantage of adding considerable capac- 
itance across the signal circuit being examined, in addition to 
the input capacitance of the vertical input circuit. Not only in 
video, but even in horizontal sweep circuits, this capacitance, 
amounting at times to as much as 50 or 75 uuf, is sufficient to pro- 
duce severe distortion of pulses and other waveshapes. The low 
capacitance probe is the solution. 

Fig. 604 shows a sketch of a simple, but effective low-capacitance 
probe for the scope. Electrically, it consists of a I-megohm resistor 
shunted by a small ceramic capacitor of 10 uuf. Since this network 
is in series with the signal it will cause a considerable reduction 
in signal input to the scope. However, this is not of too great 
importance since most good scopes have more than sufficient ver- 
tical gain to compensate for this. The great advantage of the 
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probe is the fact that the shunting capacitance across the signal 
is reduced to about 10 upf, usually a negligible value. Some com- 
mercial probes have an adjustable capacitor of approximately 
the same capacitance. This enables adjustment of the series capac- 
itor for the best value, using a standard audio-frequency square- 
wave generator and adjusting the capacitor for an undistorted 
square wave on the scope screen. 
R.f. probe for scope 

Another problem often encountered in television testing is 
the observation or measurement of signals in r.f. or i.f. circuits, 
i.e., before the detector stage. ‘This may sometimes take the form 
of signal tracing; on other occasions it may be for the purpose of 
stage gain or sensitivity measurements. Obviously, an ordinary 
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Fig. 604. Low-capacitance probe for scope. 


low-frequency scope will show incorrect waveshapes, if any at all. 
A suitable r.f. probe makes the instrument a high-frequency de- 
vice that can give a reasonably exact picture of the signal at the 
particular point. The probe must have two major characteristics 
suitable for use in high-frequency circuits: a suitable low capac- 
itance in order not to detune or load the circuit being measured, 
and a detector or demodulator for converting the high-frequency 
signal either to video or audio in the case of a modulated signal 
or to d.c. in the case of pure r.f. such as a carrier or generator 
signal. A crystal detector of the germanium or silicon type is most 
often used, because of its compactness, because it has no heater 
power requirements, and because of its good behavior at low-sig- 
nal levels. As to the low capacitance of the probe, the construction 
must be such that the leads are as short as possible and the shielded 
cable is of sufficient diameter to reduce shunting. 

Fig. 605 shows a circuit of a typical probe. ‘The input blocking 
capacitor and the output isolating resistor serve to keep the cir- 
cuit under test as undisturbed as possible. With such a probe, 
signal measurements may be made almost anywhere in an r.f. or 1.f. 
circuit. A suitable signal generator is coupled to the grid circuit 
and the demodulator probe is connected across the output, or, 
preferably, across the input circuit to the next stage. Of course, 
overall gain of a complete if. or video amplifier may be deter- 
mined in a similar manner. However, the main use of the probe 


114 


is 1n a circuit where an ordinary meter will not indicate correct 
values. Fig. 606 shows one setup for measuring stage gain in an 
if. amplifier. 

In connection with the application of the demodulator probe, 
some caution is in order. Often the point being measured may 
of necessity have a small capacitance in series with the signal. If 
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Fig. 605. Demodulator probe using crystal detector. 


the probe must go in series with such a capacitance to the signal 
point, a reduction in measured signal will result because of the 
voltage-divider action taking place between the series capacitor 
in the circuit and the probe itself. When such circuit capacitance 
is 100 pf or more, the reduction is negligible. Where small capac- 
itances are encountered, the user will have to allow for such re- 
duction in estimating or evaluating the results. 


Isolation of instrument from equipment under test 
One of the simplest and most commonly suggested devices for 
use in oscilloscopic analyses of television circuits is an isolating 


Fig. 606. A scope and a demodulator probe make an excellent team 
for testing r.f. and i.f. amplifiers. 

resistor. Such isolation is not required when a low capacitance or 
demodulator probe is used. In other cases, however, where the 
scope normally seems to give a good indication, a 1-megohm resis- 
tor in series with the high side of the scope lead to the vertical in- 
put will help maintain the circuit being tested in normal condi- 
tion. In other words, the input circuit of the scope vertical ampli- 
fier will not be shunting the circuit under test. 

Another simple precaution for the same general purpose is an 
isolating capacitor. The main purpose of this capacitor is d.c. iso- 
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lation, and it is usually large enough for the lowest frequency ex- 
pected. ‘The series capacitor. suggested for external connection 
should be no larger than required for the particular test in pro- 
gress. For instance, when a signal generator is coupled to a mixer 
or an 1.f. grid of a 25-mc amplifier, a capacitance of as little as 
5 puf to 10 pf is often sufficient. If the signal frequency is in the 
general vicinity of 100 mc, such as for front-end TV alignment, 
mere placement of the hot generator lead near the antenna termi- 
nals of the receiver provides sufficient coupling. 

A further aid in circuit isolation, particularly in tuned circuit 
alignment, is the judicious placement of the signal generator. 
Wherever avoidable, the generator should not be placed across 
the actual circuit being aligned. This is quite easily done in the 
non-stagger type of i.f. stages, such as broadcast, FM, and sound 
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Fig. 607. Simple voltage divider enables measure- 
ment of small voltages. 


if.’s of TV receivers. Thus, for aligning the first if. stage of a 
series, the signal should be fed to the mixer grid. When aligning 
the third stage, the generator is best coupled to the grid of the 
second stage. Even in stagger-tuned stages, this can be done by 
detuning the stage to which the generator connects, preferably 
by opening the capacitor all the way, or turning the slug as far 
out as practical. ‘The signal will pass through the untuned stage, 
and alignment will then be possible. 
Coupling to the front end 

In many modern TV tuners, the mixer grid of the front end 
is necessarily inaccessible, due to the thorough shielding required. 
A simple and effective method of coupling consists of making a 
coupling capacitor out of the mixer-tube shield. The shield is 
lifted off its base just enough to break the continuity. Next a loop 
of wire is wrapped around the ungrounded shield and the high 
side of the generator is connected to one side of the loop of wire. 
Depending on the amount of input signal required, it is often 
feasible to simply fasten the high end of the generator cable with 
adhesive tape to the shield. ‘The capacitance of the ungrounded 
shield to the tube elements provides the coupling needed. 


Measuring low input voltages 
When a signal generator contains an accurately calibrated at- 
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tenuator, it is simple to find out the signal voltage fed to the 
circuit. However, such an attenuator is rather expensive, and is 
not too commonly found on service equipment. The following 
network, illustrated in Fig. 607, provides a simple means of meas- 
uring voltages as low as 50 millivolts with fair accuracy, assuming 
that the available meter can measure accurately a value as low as 
1 volt. If, for example, a signal of 0.1 volt is to be used out of an 
audio oscillator, the voltage-divider ratio is made 9:1, so that an 
output of | volt from the generator will feed 1/10 of the total 
into the test circuit. The meter is connected across the total 
voltage divider and the circuit under test is made across the small 
resistor at the ground end of the total network. To avoid reactive 
effects, the resistors should be noninductive. Molded carbon resis- 
tors are quite suitable, although noninductive wire-wound resis- 
tors may be used. 


A.g.c. bias substitute 
It is necessary to disconnect the a.g.c. bias circuit from the if. 


Fig. 608. This easy hookup can be used to supply bias 
voltage during alignment of receivers. 

system during alignment, since the a.g.c. tends to counteract any 
decrease in signal, including that due to misalignment, and may 
give a false indication of higher amplitude and broader response. 
However, since most modern i.f. systems operate with very small 
initial bias, it is necessary, in addition to disabling the a.g.c. to 
substitute a temporary bias source. A fixed voltage such as a bat- 
tery is most suitable because it also acts as a clamp to prevent the 
a.g.c. action from changing the chosen bias value. 

Fig. 608 shows a simple device suitable for use with almost 
any I'V receiver. Since different manufacturers specify different 
values of bias to be used during alignment, an adjustable source 
is desirable. The battery is a small 7.5-volt unit, adjustable by 
means of the shunting potentiometer to any value from zero to 
7.5 volts. The potentiometer is linear, enabling calibration on a 
uniform scale. The dial is divided into 15 evenly spaced divisions, 
each division being a 0.5-volt interval. It may be desirable to 
calibrate the device after long intervals, but this is not essential. 
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In application, the positive terminal is connected to the chassis or 
common B- in some sets, while the negative terminal is connected 
to the a.g.c. bus, or to the point specified by the manufacturer. If 
no specified value of bias is given by the manufacturer, the align- 
ment may be made using a value of —3 volts, this being a very 
common value on medium signals. In the case of the r.f. stage in 
the tuner, a value of as low as—1 volt may be sufficient. 

While the majority of television receivers today employ some 
kind of automatic gain control, there still are many sets of earlier 
design without it. Usually, these sets employ a manual bias adjust- 
ment for r.f. and i.f. gain control. In these cases manual adjust- 
ment of the bias is necessary. If the manufacturer does not specify 
a bias level for use during alignment, a good value is about —3 to -4 
volts. A vacuum-tube voltmeter or a 100,000-ohms-per-volt meter 
is preferable to use, but a 20,000 ohms-per-volt meter may be 
used, preferably on the highest range possible. Due to the load- 
ing of this type of meter, the actual bias will be somewhat higher 
than the meter indicates and allowance should be made for this. 


Calibrating the scope as a voltmeter 
One of the most useful applications of the scope other than 
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Fig. 609. Relationship of r.m.s. (effective), peak, 
and peak-to-peak voltages. 
actual waveshape observation is the measurement of voltages un- 
suitable for v.t.v.m. or multimeter measurements. This applies 
to almost any voltage other than d.c., sine wave, square wave, 
and perhaps one or two other regular waveshape voltages. The 
sweep and sync voltages in television are invariable examples. 
Many of these pulses are of short duration, unsuitable for aver- 
age measurements. Furthermore, the proper operation of such 
circuits as horizontal drive, differentiator and integrator circuits, 
retrace blanking as taken from the vertical amplifier circuit, and 
many others, depends on adequate peak values at the appropriate 
points. The vertical amplifier of the scope, especially if it has 
good high-frequency response, will accurately measure any of these 
pulses, provided it has been carefully calibrated. A plastic shield, 
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ruled 10 lines to the inch and placed on the face of the scope, is 
the only accessory required in addition to the calibrating volt- 
meter and the voltage source. 

The basis for calibrating the scope for peak-to-peak voltage 
measurements is the sine wave. Fig. 609 shows one cycle of sine 
voltage, on which two points are marked on each half-cycle. 
These points are the r.m.s. (root mean square) values, and 
are the usual voltages read by meters. ‘The maximum value of a 
sine wave is \/2 times the r.m.s. Usually the figure given is 1.41, 
which means that the peak value of a sine wave may be obtained 
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Fig. 610. Technique for calibration of the scope. 

by multiplying the r.m.s. value by 1.41. The peak-to-peak value of 
a wave, as shown in Fig. 609, is the total amplitude, from the 
positive maximum to the negative maximum. Thus, the peak-to- 
peak value of 1 volt r.m.s. is 1 x 2.82, or 2.82 volts. Similarly, the 
common 6.3 heater voltage has a peak-to-peak value of 17.76 volts, 
while the nominal 120-volt line is 338.4 volts peak-to-peak. Once 
the scope has been calibrated for peak-to-peak reading using a 
sine wave, any other waveshape may be measured with equal 
accuracy. 

In calibrating the scope, three different ranges will usually 
cover all requirements. They are 1 volt, 25 volts, and 250 volts. 
Should any other range ever be required, it can be easily calli- 
brated in a similar manner. The accessories required are: 

1. An accurate voltmeter—either v.t.v.m. or multimeter is 
satisfactory. 

2. A source of a.c.—the usual heater and line voltages of 
any receiver will do. 

3. A potentiometer—1,000 ohms for the low ranges and 
25,000 ohms for the high scale. 

To determine the amount of r.m.s. voltage required for each 
scale, each peak-to-peak value desired is divided by 2.82, the 
answer being in r.m.s. Thus, for a 1-volt peak-to-peak range, the 
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r.m.s. voltage needed is 1/2.82, or approximately 0.355. Similarly, 
the 25-volt peak-to-peak range will need 8.87 volts r.m.s. for cali- 
bration, while the 250-volt scale will require 87.7 volts r.m.s. 

Fig. 610 shows the setup for 250-volt calibration. 

I. Connect the 25,000-ohm potentiometer across the line. 

2. Connect the a.c. voltmeter across the VERTICAL INPUT 
terminals of the scope. 

3. Connect a lead from the low side of the line (usually 
grounded) to the ground terminal of the scope. 

4. Connect a lead from the center terminal of the potentio- 
meter to the VERTICAL INPUT terminal of the scope. 

5. Adjust the potentiometer until the meter reads 87.7 
volts. 

6. Adjust the VERTICAL GAIN of the oscilloscope for full-scale 
deflection. This will cover 50 divisions on the graduated 
scale placed over the scope screen. 

7. Remove the line-potentiometer circuit. The peak-to-peak 
range of the oscilloscope is now 250 volts, or 5 volts per 
division. Do not touch the VERTICAL GAIN of the scope as 
long as this calibration is desired. 

For the other ranges, a similar procedure is used. In Fig. 611 
a known a.c. voltage (from a filament transformer in this case) 
is applied to the VERTICAL-INPUT terminals of the scope, and the 
VERTICAL-GAIN control is adjusted until the signal occupies the 
desired number of vertical divisions on the graph screen. With 
the gain control left in this position, the deflection obtained with 
any other signal indicates the peak (or peak-to-peak) voltage 
exactly. 

As an example, the peak-to-peak value of a 6.3-volt (r.m.s.) sig- 
nal is 18 volts. If a 6.3-volt signal is applied to the scope input, and 
the VERTICAL-GAIN control is adjusted until the trace occupies 18 
vertical divisions, each square represents 1 volt. Thus, if another 
signal is observed without changing the position of the gain con- 
trol, and a deflection of two squares is obtained, the new signal has 
a peak-to-peak value of 2 x I, or 2 volts. 

It is not advisable to calibrate the scope for future use, since 
line voltage, tube age, and other factors will make the gain dif- 
ferent at different times. For rough approximations, however, 
such calibration is permissible. 

Calibration of horizontal sweep 

In many uses of the scope for the display of waveshapes to be 

studied, the exact frequency need not be known. The sweep con- 
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trols are usually adjusted until two or three cycles of the unknown 
voltage appear on the screen. Sometimes, however, as in the case 
of oscillator adjustments in TV receivers, the exact frequency is 
required. Since the sweep controls are seldom calibrated, indi- 
vidual calibration is required in each case. This is conveniently 
done by either of two methods: (1) substitution; (2) use of Lis- 
sajous figures. 

The substitution method, as its name implies. relies on the 
substitution of a standard known frequency in place of the un- 
known. In this procedure, the unknown is first displayed on the 
scope in the usual manner, showing 2 or 3 cycles. Next, the un- 
known is disconnected from the vertical terminals of the scope, 
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Fig. 611. The scope can be calibrated by 
using a filament transformer. 


and the standard, such as a signal generator, is connected into the 
vertical input. The sweep controls, including the sync amplitude 
adjustment, are left intact. The dial of the standard generator 1s 
now rotated until the same number of cycles as before appears 
on the screen. The frequency of the unknown signal is now read 
on the dial of the standard generator. 

In calibrating a particular frequency on the horizontal sweep 
of the scope, a slightly different version of the same method is 
employed. Assume that it is desired to set the horizontal sweep 
to 30 cycles for the purpose of viewing 60-cycle waveshapes of the 
vertical circuits of a TV receiver. (This will produce 2 cycles of 
the vertical). A standard frequency signal (in this instance it 
might be the a.c. line or the heater voltage of the receiver) is con- 
nected to the vertical input of the scope. Next the sweep is ad- 
justed until 2 cycles appear on the screen. The internal sweep 
is now set to exactly 30 cycles. Should the test involve the adjust- 
ment of the vertical frequency of the set, merely connect the 
scope to the output of the receiver vertical oscillator and adjust 
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the appropriate control until 2 cycles, regardless of their shape, 
appear on the screen. 

The Lissajous figures method is somewhat different. It is based 
on the ratio of vertical-to-horizontal input frequencies to the 
scope and the resultant patterns. As explained in connection with 
the study of deflection, a single cycle appears on the screen when 
the horizontal or sweep frequency is the same as the vertical, or 
signal, frequency. Should the vertical frequency be twice as high, 
2 cycles will be displayed, and so on. Conversely, when the hori- 
zontal frequency is twice the signal frequency, the equivalent 
of one-half cycle will be shown. More correctly, the two halves of 
the signal cycle will be swept in sequence, each across the whole 
screen. I’his is most clearly illustrated using sine waves for both 
sweep and signal voltages. Fig. 612 illustrates some of the types 
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Fig. 612-a, -b, -c, -d, -e. Lissajous figures show the relationship of vertical input 

to horizontal sweep frequencies. 
of Lissajous figures commonly encountered. In Fig. 612-a, both 
frequencies are the same and a circle results. The case of a acd 
ratio, with the vertical higher in frequency, is shown in Fig. 612-b, 
while a 1:2 ratio is shown in Fig. 612-c. Various other combina- 
tions are possible, although it becomes progressively more difficult 
as the ratios take on large numbers. Because the 60-cycle line 
frequency is highly accurate and readily available, it is often 
used for Lissajous figures comparisons. A 180-cycle voltage will 
produce a 3:1 pattern with 60 cycles, while a 60-cycle test fre- 
quency will result in a 3:5 pattern with a horizontal frequency of 
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100 cycles. See Fig. 612-d, -e. Ratios of more than 6:1 or 8:1 be- 
come too difficult to count, hence are no longer reliable. 

To calculate frequency ratios, count the number of loops along 
the vertical edge of the pattern. Next, count the number of loops 
along the horizontal edge, or across the screen. Since the loops 
up and down the screen are produced by the sweep voltage, while 
the loops across the screen are due to the signal applied to the 
vertical input of the scope, the ratio of these two numbers is the 
ratio between the signal and sweep frequencies. Thus, in Fig. 
613-e, having 3 horizontal and 5 vertical loops, the ratio is 3:5. 
Since the sweep voltage was assumed to be 100 cycles, the vertical — 
or signal frequency is 3/5 of 100, or 60 cycles. 
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Fig. 613. Lissajous figures can be used to 
calibrate an audio oscillator. 
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Lissajous figures can be used for the calibration of audio oscil- 
lators. ‘The technique for doing this is shown in Figure 613. The 
output of the audio oscillator is fed to the VERTICAL INPUT of the 
scope, while 60-cycle line voltage is injected into the HORIZONTAL 
INPUT through an isolating transformer. This can be a 6.3-volt 
filament transformer with the primary connected to the power 
line. This will enable calibration of the audio oscillator up to 
about 500 cycles. Calibration accuracy depends on the stability 
of the line frequency. Calibrate when line frequency is stable, 
preferably during normal daytime working hours. If the line fre- 
quency is actually 59.5 or 60.5 instead of 60 cycles, the calibration 
accuracy can still be held within 1%, which is good enough for 
most purposes. But if the frequency swings between these two 
_extremes while you are calibrating, the results can be very confus- 
- ing. If the supply frequency fluctuates, it will be difficult to keep 
the patterns steady enough to recognize them. For audio-oscillator 
calibration at higher frequencies, use a 1,000-cycle input to the 
HORIZONTAL INPUT terminals of the scope. 


‘Horizontal deflection and phasing circuit for sweep alignment 

A sinusoidal voltage of 60 cycles is commonly used as the FM 
sweep frequency. Also, in alignment procedures using sweep gen- 
erators, a phasing control or adjustment is required to obtain a 
single pattern of the response curve on the screen. The simple 
device described here is a useful source of such phasable sweep 
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voltage for the scope when neither the generator nor the scope 
contain such a voltage. 

While it is generally assumed and often stated that cathode-ray 
tubes in scopes and TV receivers are swept from left to right, this 
is not quite accurate. Actually, all sweeps (except for some rare 
special cases) start from center and sweep to the right, after which 
the beam returns to the extreme left and continues to sweep to- 
ward the center. At this point on the screen the next sweep cycle 
really begins. As proof of this, one need but recall that before 
any deflection voltage is applied, the beam is at the center of the 
screen. Generally, it is not too important which viewpoint the 
scope user may have. For the purpose of this explanation, how- 
ever, it is necessary to consider the center as the starting point. 


270° 
Fig. 614. Effect of sine-wave sweep 


voltage on beam travel. 

Fig. 614 shows the effect of a sinusoidal sweep voltage on the 
beam of the scope. Since the beam normally rests at the center, 
i.e., with zero deflection voltage applied, it is obvious that there 
are three points on the sweep-voltage cycle during which this is 
possible. ‘These points are: the beginning (0 degrees), the mid- 
point (180 degrees), and the end (360 degrees), of the sine wave. 
As the sine wave moves from zero to the positive maximum at 90 
degrees, the beam, under the influence of an increasing deflection 
voltage, will move from center to the extreme right. Incidentally, 
this 90-degree point is the only one at which the beam will be 
located at the extreme right. As the cycle continues from max- 
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imum back to zero, at 180 degrees, the beam will gradually return 
to its initial position at the center of the screen. From 180 to 270 
degrees the sweep voltage again increases—this time, however, in 
the negative direction, moving the beam in the opposite direction, 
from center to the extreme left. Finally, as the sine-wave voltage 
varies from maximum negative back to zero, from 270 to 360 
degrees, the beam again returns to the center, or zero deflection 
position. 

The effect of this type of sweep voltage on a response curve dis- 
play can now be understood. Fig. 615 shows a response curve on 
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180° 
Fig. 615-a, -b. Response curve showing upper and lower frequency 
limits (a) and waveform as seen on the scope (b). 


which are indicated the center frequency and the extremes of the 
lower and upper sidebands, f,, + Af and —Af respectively. Recall- 
ing that the sidebands increase as the sine wave sweep voltage in- 
creases, it becomes apparent that the center frequency corresponds 
to the 180-degree position of sine wave, the +/Af position on 
the extreme right occurs at the 90-degree point of the cycle and 
the —Af position corresponds to the 270-degree point of the cycle. 
Since we naturally wish the response curve to appear on the screen 
as in Fig. 615-b, i.e., with the left-hand slope at the left of the 
screen, the scope sweep voltage must at that time be at its 270- 
degree peak, or 90 degrees (one-quarter cycle) from the start 
of the cycle. 

There are two main reasons why a phase-shifting correction is 
required. First, the energizing coil of the sweep unit, correspond- 
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ing to the voice coil of the speaker, has both a resistive and re- 
active component, causing a phase shift in the sweep current sup- 
plied to it. Second, the mechanical displacement of the modi- 
fied speaker cone, acting as the sweep capacitor, causes additional 
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Fig. 616-a. Adjustable phase sweep circuit. 


phase delay, or shift. Since both the energizing current and the 
resulting mechanical motion vary with the amount of sweep de- 
sired, different amounts of phase correction are required at dif- 
erent times. The variable phasing control is the answer. 


Fig. 616-a gives the schematic of the adjustable phase sweep volt- 
age for the scope. The source is the secondary of a 6.3-volt filament 
transformer. Shunting this secondary is a series r-c network, with 
a potentiometer acting as the resistive component. From ele- 
mentary a.c. theory we know that the current in a resistor is in 


Fig. 616-b. Illustration at left shows need for phasing 
correction. Picture at right shows overlap of forward 
and return sweeps. 


phase with its voltage, while in a capacitor the current is 90 de- 
grees out of phase (leading). In a combined r-c circuit, the cur- 
rent still is out of phase, but by less than 90 degrees, due to the 
resistive component. The lower the resistance value, the nearer 
the circuit comes to being purely capacitive and vice versa. Thus, 
the potentiometer serves as a convenient means of phase-angle 
adjustment. As the voltage for the scope sweep is taken from the 
junction of the potentiometer and the capacitor, this voltage, 
too, will be phase-shifted. The exact setting of the potentiometer 
is that at which the forward and return patterns of the response 
curve overlap as completely as possible. See Fig. 616-b. 
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When using this device for scope sweep, it is customary to have 
the low-frequency side of the response curve on the left side of 
the scope screen. Should the reverse appear, as evidenced by mov- 
ing the marker pip over the pattern, it is necessary only to reverse 
the a.c. plug of the sweeper-phaser to correct this minor defect. 


Deflection polarity 
It is often important to know whether the upper half-cycle 


of a signal seen on a scope is the positive or negative half-cycle 
in the original. Referring to Fig. 617, if the upper half-cycle of 
the sine wave (a) is the positive half of the original signal, then 
the wave shapes shown in Figs. 617-b and -c indicate different 
causes of distortion. Fig. 617-b may be caused by excessive bias on 
an amplifier stage, so that the tube is driven beyond cutoff on 
negative half-cycles. Fig. 617-c may be caused by inadequate bias 
or too low plate voltage. 


WOW 


Fig. 617- ae -b, -c. Fe eae sine wave is shown in a, while 
clipping at bottom and top appears in b and c. 


On the other hand, if the upper half-cycle seen on the scope 
is the negative half-cycle of the original wave, the causes for con- 
ditions 617-b and 617-c are reversed. 

Thus, when using a scope, it is important to know whether 


Fig. 618, Means for determining de- 
flection polarity of scope. 


a positive signal deflects the spot upward or downward. Either 
situation may exist, depending on the number of amplifier stages 
in the scope and exactly how the vertical- deflection plates are con- 
nected to the amplifier. 

The simple technique illustrated in Fig. 618 may be used to 
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determine the deflection polarity of any scope. Any ordinary dry 
cell or B battery can be used. Connect the negative terminal of 
the battery to the GNnp terminal of the scope, turn on the scope 
sweep, turn up the vertical-gain control, and center the trace. 
Next, touch the positive battery terminal to the VERTICAL-INPUT 
terminal, watching the scope face closely. The line will be de- 
flected momentarily either up or down, then will return to center. 

If the deflection is upward, then the positive half-cycle of any 
observed signal will appear on the upper part of the scope screen, 
and vice versa. 

Keep your eyes on the screen when making this test, since the 
deflection occurs only at the instant the battery terminal is touch- 
ed to the input. 

90% 


| t RISE TIME 


WSEC) 
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Fig. 619-a, -b. Typical pulse appears in 
composite video signal (a). Rise time of 
pulse is shown in illustration (b). 


Calibrating the sweep in microseconds 

In studying complex waveforms, it is often desirable to know 
the duration of a pulse, or even of a complete complex cycle, as 
shown in Fig. 619-a. In some types of analysis, the rise time of a 
sharp pulse (Fig. 619-b) must be known accurately. 

Some expensive scopes have provision for making such meas- 
urements in the form of a sweep calibrated directly in micro- 
seconds per inch-deflection. However, even ordinary scopes can 
easily be calibrated for specific applications by using the tech- 
nique shown in Fig. 620. 

Connect an ordinary signal generator to the VERTICAL-INPUT 
terminals of the scope, set the frequency to the desired value, and 
adjust the scope sweep until one cycle occupies a fixed number 
of squares on the scope scale. When adjusting the scope sweep, 
use the smallest possible amount of sync, and obtain the single 
cycle by careful adjustment of the FINE-FREQUENCY control. This 
insures that the scope sweep is accurately on frequency. If too 
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much sync gain is used, the signal to be checked may give a false 
indication by saturating the sync circuit. This will cause a change 
in the scope sweep frequency. 

As an example, if the scope sweep is adjusted until 1 cycle of 
a 100-kc signal occupies 10 horizontal spaces on the screen, 
then each space represents 1 microsecond. If a sharp pulse is then 
observed (signal generator disconnected), and it rises from 10% 
to 90% of its peak value in the space of one-half a square, its 
rise time is 0.5 microsecond. 

The relationship between the frequency of the calibrating sig- 
nal and the time duration of | cycle in microseconds is: 


1,000,000 

f (c.p.s.) 
___ If the scope is to be calibrated so that 10 spaces represent 1 
microsecond, a single cycle of l-mc signal is made to occupy that 
much space by adjusting the internal sweep. See Table 1. 


TABLE 1 

Time for 1 Cycle Sweep Frequency 
10,000 microseconds 100 cps 
1,000 microseconds 1,000 cps 
100 microseconds 10,000 cps 
10 microseconds 100,000 cps 

1 microsecond 1 megacycle 

0.1 microsecond 10 megacycles 


Most older scopes, and many of the less expensive scopes ot 
today, use thyratron sweep circuits: These have an upper sweep 
limit of about 30 kc, so that a single cycle at 100 kc or 1 mc can- 
not be observed. However, a satisfactory calibration may still be 
obtained by adjusting the sweep till several cycles are observed, 
then expanding the trace with the HORIZONTAL-GAIN control until 
one cycle occupies the desired number of squares on the scope 
graph screen. 


Plotting curves 

The scope may be used to plot any curve showing the rela- 
tionship between two varying electrical quantities, or between 
any two related quantities that can be converted into propor- 
tional voltages. As an example, the setup shown in Fig. 621 may 
be used for obtaining a B-H or hysteresis-characteristic curve of 
a transformer core made of iron or other magnetic materials. 

The voltage across R1 is proportional to the current in LI, 
hence is proportional to the magnetomotive force. The voltage 
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induced in L2 is proportional to the derivative of the magnetic 
flux ... that is, to the number of flux lines produced. An inte- 
grating network consisting of R2 and Cl is used to obtain a volt- 
age proportional to the lines of flux, and this is applied to the 
vertical input of the scope. 

Thus, since the horizontal deflection of the spot on the cr 
tube is proportional to magnetomotive force (input current), 
and the vertical deflection is proportional to the number of flux 
lines produced, a conventional B-H curve is traced on the scope 
screen. 

In an actual setup, the input voltage to the transformer is con- 
trolled by a Variac or a large wire-wound potentiometer (about 
600 ohms at 50 watts). R1 should be kept as small as practicable— 
about 50 to 200 ohms generally being used. If preferred, a 75- 
watt lamp may be used in place of Rl. R2 may have a value of 
10,000 ohms, and Cl should be a 4-uf paper unit. 


Fig. 620. Technique for calibrating 
scope sweep in microseconds. 


Satisfactory curves can still be obtained if the integrating net- 
work R2-Cl is replaced simply by a load resistor R3. This load 
is necessary to prevent core saturation with low exciting current 
in the primary. Without a load (or integrating network), the 
flux density will be driven beyond saturation on peaks, and a 
distorted hysteresis loop will result. The exact load value can be 
determined experimentally for the transformer but 10,000 ohms 
is usually satisfactory for a start. 

Scope precautions 

Unless the scope is properly used, the pattern you get will be 
either inaccurate or misleading. Although some of these sug- 
gestions may seem obvious, ignoring them means trouble. 

1. It is sometimes helpful if all test equipment together with 
the receiver under test is placed on a metal-top bench.* The 
ground connections for each piece of equipment should then be 
* This is not required for ALL makes of test equipment. 
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tied to the bench top with short lengths of 1/2-inch braided-cop- 
per ribbon. If a metal bench top is not available, the equipment 
must be bonded together with short lengths of braided-copper 
ribbon. The effectiveness of this bonding can be checked during 
alignment by placing the hand on the metal chassis being aligned 
and on the metal cases of the various pieces of test equipment. 
If the response pattern changes, the grounding must be improved 
before the circuits are aligned. 

2. Use shielded leads between the sweep generator, scope, and 
receiver. You can use a strong signal from the generator when 
first starting alignment in order to force the signal through, but 
as alignment progresses, keep reducing the input signal. Too 
strong a signal will give a misleading response curve. An over- 
_ loaded scope amplifier can also clip the signal. Don’t go to the 


Fig. 621. Hysteresis characteristic as 
shown on the scope. 
other extreme by pushing the test signal down to zero. The 
ideal input signal is one which approximates the actual value 
that the signal itself would have at the point of signal injection. 

3. To prevent interference with the response curve when 
aligning picture i.f.’s, always remove the local oscillator tube or 
set the front end to a higher channel. If you align stage by stage, 
always disable preceding stage with a capacitor (.01 uf) from 
control grid to chassis. 

4. When aligning a receiver, whether AM, FM, or TV, the 
receiver controls should be placed approximately in the positions 
they have during normal operation. 

5. An isolating resistor in series with the hot side of the scope 
(V input) when connecting the scope across a high-impedance 
point will minimize high-frequency bypassing due to the input 
shunt capacitance of the scope. Resistance is not critical; it will 
vary from scope to scope. Typical values range from a low of 10,- 
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000 ohms to as high as 470,000. Some scopes have the resistor 
built in as part of the scope. 

6. The bias to be used in place of a.g.c. during alignment is 
usually specified by the manufacturer of the receiver. The ideal 
bias to use is that value of bias which the receiver develops un- 
der normal operating conditions. Amount of bias depends on 
receiving location. In weak-signal areas we want the receiver to 
operate with maximum sensitivity, hence bias is low. Bias is 
more in strong-signal areas for the same receiver. 

7. When injecting a signal into the secondary of an over- 
coupled 1.f. transformer, disable the primary by shunting it with 
a capacitor, approximately 0.0001 wf. If this is not done, the pri- 
mary will act as an absorption trap, putting a dip into the re- 
sponse curve. 

8. From the viewpoint of frequency, your sweep generator 
is not accurate. It doesn’t have to be. Accuracy is of the utmost 
importance in your marker generator. The marker generator 
should be checked against a crystal-controlled oscillator. 

9. Ihe marker generator can distort the response curve, so 
keep the marker output as low as you can. If marker signal per- 
sists in distorting sweep curve, bring marker lead close to sweep 
generator lead, but do not connect. If marker is part of sweep 
generator, keep marker turned off except when necessary to check 
a frequency point. As soon as you can see the marker pip on 
the screen, mark the screen with a marking crayon or pen, then 
turn off the marker generator. 

10. Don’t try alignment until test equipment and receiver have 
been allowed to warm up for about 10 minutes. 
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Chapter | 7 


Tests and Measurements 


In this chapter we shall concern ourselves with general applica- 
tions of the scope. Some of the tests and measurements will be 
for the establishment of normal conditions of operation, as well 
as comparison between these and abnormal cases. 


Audio-gain measurements 


This phase of radio has achieved tremendous significance in 
recent years. Maintenance of this equipment requires more than 
the services of an ordinary technician, since audio repair calls for 
audio knowledge, first-rate equipment, and experience. 

Gain is a relative quantity. Amplifier gain is a comparison 
between available input to required output. An amplifier with 
a rated output of 6 watts may require a 9-volt input to the final 
stage for full rated output. The gain of this amplifier will then 


depend on the available output of the microphone, phono car- 


tridge, or detector, whichever is used. Assuming a high-fidelity 
cartridge with an output of 10 millivolts, the over-all gain re- 
quired is: 
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In the measurement of amplifier gain, it may be most con- 
venient to use the scope as a calibrated voltmeter. The scope is 
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placed across the plate circuit of the output stage and the genera- 
tor signal is increased until the output waveform begins to show 
some distortion and then is backed off until the distortion disap- 
pears. The generator frequency for this test should be the stand- 
ard test frequency of 1,000 cycles. Both amplifier output and 
generator input should be measured with the calibrated scope. 
The gain is calculated and then converted to decibels. 


In making gain measurements it is important to know the abso- 
lute value of input voltage, since the signal from the input device 
may cause distortion due to overloading. Thus, an amplifier 
capable of high undistorted output from a 0.2-volt source may 
distort badly on larger input signals. If, during a gain test, it 1s 
found that an amplifier intended to work from high signal input 
distorts on a signal lower than that of the input device, the first 
(and sometimes also the second) stage should be analyzed for 
abnormal operation, low B plus potentials, leaky coupling capaci- 
tors, wrong bias, etc. 


Power output calculations 


When sine wave a.c. is used for this measurement, it is simple 
to calculate the undistorted power output of the amplifier, know- 
ing the voice-coil impedance. The setup is the same as for gain 
measurement, except that the calibrated scope is now transferred 
to the voice-coil winding of the output transformer. Since the 
scope is most likely to be calibrated from an r.m.s. meter, the scope 
reading in r.m.s. volts is therefore used “as is” in the formula: P = 
E?/R. E is the voice-coil voltage and R is the voice-coil imped- 
ance. Assuming a voice-coil voltage of 6, and an impedance of 8 
ohms, the power output is: P = 67/8 = 36/8 = 4.5 watts. 


Audio response measurement 


The response curve of an amplifier is intended to indicate the 
behavior of the system at various frequencies. While all audio 
frequencies must be checked, it is not necessary to actually apply 
them all to get an over-all indication of amplifier linearity. Fur- 
thermore, it is not usually necessary to make this test at the maxi- 
mum output of the amplifier. In some cases, the response is given 
at some nominal output level below the maximum and the re- 
sponse at the maximum output may be indicated as being within 
a number of decibels of the given response curve. ‘This is prac- 
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tical, since it is not often desired to have as flat a response at the 
peak output as at some normally used, moderate power level. 
One of the methods for judging frequency response with the 
scope involves the use of a square-wave generator. Instead of 
testing at all frequencies, square-wave testing at but two or three 
selected frequencies is quite adequate. The basis for this is the 
nature of the square wave. Although simple in appearance, the 
square wave actually consists of a great number of sine-wave com- 
ponents, superimposed so as to produce the final square waveform. 
Since the component sine waves are of both low and very high 
frequencies, faithful reproduction of a square wave by the ampli- 
fier is a reliable indication of over-all good frequency response. 
Specifically, the steeply rising sides of the wave are indicative of 
good high-frequency response, while the undistorted flat tops are 


a é 
Fig. 701. Ideal square wave and effects produced by improper amplifier design. 


evidence of linear operation at the very lowest frequencies. The 
tests are made at three frequencies, as, for example, 50 cycles, 500 
cycles, and 5,000 cycles. Various resultant scope waveshapes are 
shown in Fig. 701. In Fig. 701-a the original, perfect square wave 
is illustrated for comparison. Since the linearity test is affected 
by the quality of the input waveshape, it is necessary to have good 
waveform at the generator output. In most generators, the higher 
frequencies are somewhat poorer in shape, hence it is important 
during a test to observe any inperfections (such as rounding of 
the corners, tilting of the sides, sloping of the flat top) in the origi- 
nal signal by means of the scope, before amplifier performance is 
judged. In a high-quality amplifier, the output waveshape at low 
frequencies should very closely approach the shape shown in Fig. 
701-a. Poor low-frequency response, such as might be caused by 
insufficient bypassing, too small or leaky coupling capacitors, 
improper low-frequency compensation, poor audio transformers, 
etc., is shown in Fig. 701-b. Fig. 701-c shows the square wave with 


135 


svunded corners. This is an indication of poor high-frequency 
performance,:possibly due to excessive distributed capacitance of 
a transformer, high-gain triode input and output capacitance, etc. 
Aside from the most obvious response characteristics of the square 
wave, there are some other defects which can be identified. Fig. 
701-d shows the effect of some transient oscillations, or stray reso- 
nance, in the amplifier. R-c decoupling circuits, shielding in high 
gain, low-level stages, and B plus circuit isolation between plates 
and screens—any or all of these, if not functioning properly, might 
be responsible for this condition. Another fairly common defect, 
phase shift (or rather, variation of phase shift with frequency) may 
be identified from the sloping sides of the distorted square wave 
of Fig. 701-e. 

In case of trouble, individual stage analysis will locate the of- 
fending stage, or stages. Oscillation is likely to start in an early, 
high-gain stage. If the scope is placed at the output of that stage, 
the remainder of the amplifier is automatically eliminated, if - 
oscillation is found. Similarly, hum pickup is more likely to 
occur in the first stage, due to low signal level and high gain. 
Another example is that of poor low-frequency response. Since 
many high-quality amplifiers incorporate low-frequency compen- 
sating stages (so-called “bass boost’’), it is not always feasible to 
check the over-all amplifier low-frequency response without first 
ascertaining whether the circuit up to and including the boost 
circuit is normal. Assuming a good square-wave input, the boost 
circuit should be set for flat response, or zero rise in response. 
Then the subsequent stages can be checked for any deterioration 
of the low frequencies. ‘The same holds true for the usual treble 
boost since oscillation may actually be caused in some cases by 
excessive rise in treble response. Preliminary checking of the 
frequency-compensating circuits will therefore help localize the 
faulty stage. 


Phase shift 


The term phase shift as used in evaluating the performance of 
audio amplifiers does not refer to the absolute phase shift of the 
signal in going through one or more stages, but rather to the dif- 
ference in phase shift at different frequencies. While this may be 
considered as another method of determining the quality of re- 
sponse of an amplifier, it is largely a check on low-frequency per- 
formance, since it is here that phase shift is likely to be greatest. 
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The basis of phase-shift analysis of amplifier response is the 
fact that an amplifier, which theoretically shifts an input signal 
by an exact number of multiples of 180 degrees (once for each 
triode or pentode stage, none for a cathode follower), actually may 
cause a net shift of a few degrees more or less, depending on 
design, quality of components, linearity of characteristic curves, 
etc. Furthermore, the slight variations of the different stages may 
sometimes be cumulative, resulting in an appreciable over-all am- 
plifier shift from an exact 180-degree multiple. Were it possible 
to insure that all frequencies would be shifted by an equal amount, 
the net effect would be that of no noticeable shift at all. How- 
ever, since this phenomenon is a frequency-variable quantity, the 
result is distortion. As a matter of fact, phase shift curves are 
often plotted against frequency, with the significant factor being 
not the number of degrees of shift, but the variation in shift at 
different frequencies. A flat curve is an indication of good ampli- 
fier performance. 

In analyzing the phase-shift characteristics of an amplifier, use 
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AUDIO OSC. (SINE OR SQ, WAVE) ~ A.F.AMPL. — 


J CRO (SWEEP OFF » 
Fig. 702. Technique for measuring the phase shift of an amplifier. 

is made of the Lissajous figures. However, in this case, the fre- 
quency ratio is kept constant at 1:1, i.e., the input to the vertical 
and horizontal terminals of the scope are at the same frequency. 
Fig. 702 shows, in block diagram form, the setup for measuring 
the phase shift of an amplifier. The audio oscillator is fed to the 
input circuit of the amplifier, with the input level kept below that 
which would produce distortion. The same oscillator also con- 
nects to the HORIZONTAL INPUT of the scope, with the INTERNAL 
SWEEP disconnected. ‘The output of the amplifier connects to the 
VERTICAL scope input, and both VERTICAL and HORIZONTAL GAIN 
controls are adjusted to give a reasonable size of pattern on the 
CRT. Fig. 703 shows a number of examples of phase-shift pat- 
terns obtainable. The 0- or 180-degree shift is ideal, but seldom 
realizable. In practice, a shift of 10 to 15 degrees is barely notice- 
able. When making quantitative phase shift measurements, a 
graduated scale placed over the scope screen helps compare the 
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shift at different frequencies. For a good evaluation of amplifier 
performance, take measurements at regular (logarithmic) fre- 
quency intervals over the whole range of the amplifier, with par- 
ticular emphasis at lowest frequencies. Since the highest fre- 
quencies will show the least shift, it is desirable to start the meas- 
urement at the high end and observe the increase in the shift 
(opening of the ellipse) as the frequency is reduced. In connec- 
tion with this test, remember that the vertical and horizontal am- 
plifiers of the scope are also involved in the signal path. Unless 
the scope is known to have a negligible phase shift of its own, or 
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Fig. 703. Bipethiikie? hse Git patterns. Use a graduated scale 
over face of scope when making such tests. 


at least the amount of shift is definitely known, the accuracy of 
the measurement will be seriously impaired. 

Here is a specific procedure for measurement of amplifier phase 
shift: 

1. Allow equipment to warm up. ‘Turn scope sweep to off 
position. 

2. Set the scope controls so that the spot is in the middle of 
the screen. 

3. Connect the output of the audio oscillator simultaneously 
to the HORIZONTAL INPUT of the scope and the amplifier under 
test. See Fig. 702. Connect the output of the amplifier to the 
V-INPUT terminals of the scope. Adjust the V-gain for a con- 
venient height of the trace, one-half of the CRT diameter being 
a good size. ‘This is best done with the HORIZONTAL GAIN set at 
zero, resulting in a straight vertical line on the screen. Note the 
height of the line, using a graduated scale screen. 

4. Reduce the VERTICAL GAIN setting to zero and adjust the 
HORIZONTAL GAIN for the same length of line as in step 3. 

5. Restore the VERTICAL GAIN setting to the value used in step 
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3. This will give equal vertical and horizontal deflections, result- 
ing in a perfect circle for 90- and 270-degree shifts, and making it 
easy to judge the amount of shift at intermediate angles. 

6. Vary the frequency of the audio oscillator over the range 
claimed for the amplifier. Generally, it is more important to 
watch the lowest frequencies, hence a minimum frequency of 30 
cycles is suggested. 

7. Observe the width of the ellipse at the various frequencies 
tested and compare with the typical examples shown in Fig .703. 
For a more accurate determination of the angle of shift in degrees, 
the following method is suggested: 

8. Plot a phase-shift characteristic curve, using the number of 
degrees of shift as an ordinate (vertical scale) and the frequency 
as the abscissa (horizontal scale). ‘The ‘zero’ line corresponds to 
no-shift condition (180 or 0 degrees). 


Hum 


In curing hum problems, the source must be clearly identified 
before remedial measures can be taken. ‘There are two very com- 
mon sources of hum in radio and TV receivers, and they require 
different treatment. These are hum pickup from a.c. leads and 
hum residue from inadequately filtered B plus supplies. Since 
the hum from a.c. leads, such as heater wiring, cannot be killed, 
the remedy lies in placement of components, lead dress, and rout- 
ing of wires. Assuming that there is a normally designed circuit, 
such as in commercial TV sets, the presence of hum is evidence of 
some local failure. 

1. Heater-cathode leakage. ‘This is a very common trouble. 
In normal tubes, the heater-to-cathode insulation is more than 
adequate for circuit requirements, unless the maximum heater-to- 
cathode potential specified by the tube manufacturer is exceeded. 
With aging, however, the insulation resistance between the two 
elements often goes down to the point of allowing sufficient a.c. to 
reach the cathode and the signal circuits. While a specific tube in 
a local circuit is most likely to cause the defect, it is not at all 
uncommon for a defective tube anywhere in the receiver to be 
the offender. In case of difficulty, every tube in the signal circuit, 
up to and including the tuner, should be checked. A good tube 
tester will usually suffice, although sometimes nothing will work 
out short of substitution with a tube known to be good. 
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2. Grid circuits. Hum pickup in this portion of a tube cir- 
cuit is most likely because of the high sensitivity of the circuit. 
Being usually of high impedance, the grid circuit is naturally 
more susceptible. For example, a grid circuit may appear to 
function normally as far as the signal is concerned, but is almost 
certain to pick up hum from a nearby heater lead, or its own 
heater circuit. Here, too, dressing of leads and placement of com- 
ponents is extremely important. The best procedure is to dupli- 
cate as far as possible the manufacturer’s original placement, 
otherwise experimentation must be used. 

3. Screen bypass and B+ decoupling circuits. These are 
grouped together since both involve bypass capacitors operating 
at relatively high voltages. Leakage due to age or excessive ambi- 
ent temperatures, while not sufficient to produce a marked change 
in circuit operation, is sufficient to cause hum pickup. In many 
circuits, filtering of the B plus actually consists of both the filter 
network at the rectifier output and the local r-c filtering at each 
individual tube or element. 

4. Critical lead dress. ‘This refers particularly to those com- 
ponents which, because of their function in the circuit, are more 
susceptible than others. Leads from i-f. coils to tube grids, video 
circuit peaking coils, r.f. chokes, etc., fall into this category. Un- 
like such passive components as resistors, these reactive compo- 
nents are naturally more responsive, because of their tunable 
characteristics (Q, etc.). Exact duplication of original positions 
after repair or replacement is the best method of avoiding trouble. 
Only general suggestions for curing such difficulties can be given, 
since positioning of components necessarily differs in various re- 
ceivers. In general, r.f. leads should be kept as high as possible, 
as short as possible, and as clear of other components (especially 
those carrying a.c.), as local conditions will permit. The manu- 
facturer’s specific lead-dress instructions, where available, are 
always preferred. 

In all of these examples, analysis of the point or points involved, 
using the scope at or near its maximum VERTICAL GAIN setting, will 
almost always produce good results. However, since at some of 
these points, particularly grid circuits, very small amplitudes are 
encountered, the trouble-shooter must be certain of his scope. In 
high-grade scopes there should be no trace of hum on the screen 
with the VERTICAL GAIN all the way up. If there is some waviness 
in the horizontal line at a high gain setting, the user must be care- 
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ful not to mistake this for a fault in the receiver being analyzed. 
This is particularly important, since both the scope hum and that 
of the receiver under test are likely to be of the same frequency 
and the same order of magnitude. ‘Thorough familiarization with 
the characteristics of the vertical amplifier of his own scope will 
enable the user to distinguish between defects in a receiver and 
shortcomings of a piece of equipment. 


B plus supply hum 


Insufficient filtering of the B plus, such as that due to a leaky or 
Open capacitor, may be due to failure either in the basic filter 
network at the rectifier output or the local r-c filtering at each 
SCOPE SWEEP SET TO 30% 


Fig. 704. Method for checking hum voltage of transformerless supply. 
tube. Fig. 704 shows the diagram of a transformerless power sup- 
ply and the method of measuring the hum at the points indicated. 
In using the scope, it should be calibrated for a peak-to-peak deflec- 
tion of 1 or 2 volts. Be careful. Transformerless supplies can be 
dangerous! Common of supply should connect to grounded side 
of power line. 


Hum in the video signal 


There are two main sources of hum that may appear in the 
video signal. First there is the 60- or 120-cycle hum from the 
power supply. ‘This can be seen either on the TV screen, or on 
the scope. The 60-cycle hum can be identified by single dark and 
light bars across the picture screen, each taking up approximately 
half the picture height and blending into each other, due to the 
gradual sinusoidal variation. ‘The 120-cycle hum has two bars, 
dark and light, alternating with each other. On the scope the 
same defect can be identified by the sinusoidal outline. Actually, 
the whole signal is “snaking” sine-wave fashion. 

As a preliminary check, the contrast control is turned down. 
If the hum disappears with the signal, leaving a normal raster, 
the hum origin is most likely in the video circuits. Short-circuit- 
ing the video detector (or the plate of the final i.f. stage, using a 
capacitor) will definitely indicate whether. the hum originates 
before the detector (tuner, i.f. stages, a.g.c. circuit, etc.) or in the 
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video amplifier. After that, signal tracing with the scope by mov- 
ing back one stage at a time will locate the origin of the hum. 
Since, in addition to the signal circuits, the hum may stem from 
the a.g.c. or brightness control circuits, analysis of these with the 
scope is necessary. In either case, placing the VERTICAL INPUT of 
the scope across the main a.g.c. bus and turning the scope VERTICAL 
GAIN to maximum will reveal any a.c. modulation on this line. 
The same holds true for the brightness circuit. Fig. 705 shows 
a brightness control circuit with the scope connection for hum 
tracing illustrated. It is possible to observe some vestige of hum, 
especially if the scope VERTICAL GAIN is extremely high. How- 
ever, it should not be difficult to ascertain the difference between 
minor hum, and a major component of hum, perhaps a large frac- 
tion of a volt, by calibrating the scope for a full-scale deflection 
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Fig. 705. Procedure for tracing hum in TV brightness circuit. 


TO RETRACE BLANKING 


of 1 volt peak-to-peak and then measuring the unknown hum 
component on this scale. Should this test prove negative, heater- 
to-cathode leakage in the video circuits should be looked for. In 
cases where a component has been replaced in the video circuit 
(anywhere beyond the video detector), lead dress must be checked, 
since careless placement of a grid lead near a source of a.c. may 
well be responsible for hum pickup. 


Video flutter 


In connection with the examination of a.g.c. voltage for pos- 
sible source of hum, there is another useful test that can be made 
with the scope, by observing the stability, or lack thereof, of the 
a.g.c. voltage. Normally, the a.g.c. is intended to vary the r.f. and 
i.f. gain of a TV set to compensate for relatively long-term fluctua- 
tions of signal input at the antenna. The r-c time constant of the 
a.g.c. Circuit is therefore relatively long, to correspond with the 
slow rate of input signal variations. Fig. 706 shows a typical a.g.c. 
network with normal filter components. If a filter capacitor 
should open up, the result would be a very unstable a.g.c. voltage, 
resulting in a fading in and out of the signal on the screen. With 
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the scope set up as for hum tracing, the horizontal line across the 
scope can be watched for periodic, regular rise and fall, indicating 
voltage fluctuations. It may be helpful to also have a v.t.v.m. 
placed in parallel with the scope, as well as to watch the picture 
on the T'V screen simultaneously. A falling of the a.g.c. in step 
with fading of the picture is conclusive proof of the failure of the 
a.g.c. circuit. In making this test, the service technician should 
first ascertain whether or not the signal circuits before the video 
detector are operating normally. Misalignment of the i.f., faulty 
screen and plate circuit bypassing, excessive peaking of the i.f. and 
r.f. circuits, as is sometimes done for the purpose of enhancing 
fringe area reception, all these will contribute to general circuit 
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Fig. 706. The a.g.c. network can be tested with the scope. 
instability. If misalignment is at fault, make your correction as 
closely as possible in accordance with the specific recommenda- 
tions of the manufacturer, since such factors as gain, bandwidth, 
and peak frequencies of stagger-tuned circuits vary greatly among 
different receivers. 


Regeneration of i.f. amplifiers 

Open bypass capacitors, poor grounding, defective or inade- 
quate shielding, and overcoupling produce regeneration. In pic- 
ture i.f. stages even mild regeneration is sufficient to ruin the 
picture. 

To check for i.f. distortion, set up the equipment as for if. 
alignment, stage by stage. That means that the last if. stage is 
checked first, then the preceding one, and so on all the way back 
to the mixer. With the equipment so set up: 

1. Feed a signal to the grid circuit of the stage. 

2. Observe the pattern of the scope. If the sides of the re- 
sponse curve are fuzzy or jagged (see Fig. 707-b), either regenera- 
tion or oscillation is present, depending on the degree of departure 
from the smooth curve of Fig. 707-a. | 

3. Move the input signal back toward the mixer one stage at 
a time and repeat this observation in each case. 
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Nore: In receivers having the contrast control in the 1.f. cir- 
cuit, such as a cathode bias or a.g.c. voltage adjustment, this con- 
trol should be set nearly all the way up, in order to determine 
whether regeneration exists at high gain (weak signal) operation. 
However, a slight trace of regeneration at this setting is permis- 
sible, since any signal of acceptable strength will seldom require 
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Fig. 707. Regeneration or oscillation in if. amplifier 

stages produces a fuzzy or jagged curve. Smooth curve at 

left should exist practically up to maximum contrast- 
control setting. 


such a high setting of the contrast control. Conversely, any sig- 
nal so weak as to require maximum gain setting is likely to be 
too poor for acceptable performance. 


Measurement of current waveshapes 


In most oscillographic observations, particularly in television 
and radio circuits, voltage waves are observed. When the com- 
ponent across which the voltage appears is a simple unit, such as 
a resistor or a high-grade capacitor, the test is simple, since only 
one electrical quantity is involved—resistance only in the case of 
the former and almost 100% pure capacitance in a high-grade 
capacitor. ‘Thus, although the voltage waveshape is observed, the 
current waveform is accurately known. In the resistance, the volt- 
age and current shapes are identical, while in the perfect capaci- 
tor the relation between voltage and current is also known. There 
are cases, however, in which the current waveshape is important, 
such as in the deflection yoke of a TV receiver. Since the scope 
is almost universally an electrostatic device, with the input termi- 
nals being the grid circuit of an amplifier, only voltages can be 
applied and observed. ‘The simple device described will enable 
observation of current waveshapes with almost perfect accuracy. 
The method is based on the fact that the current in a resistor is 
in phase with its voltage across it, hence observation of the voltage 
is equivalent to viewing the current waveshape. 

Fig. 708 shows a partial diagram of the vertical deflection out- 
put circuit of a TV receiver. Since the yoke is an r-] device, con- 
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taining, in addition to the necessary inductance, a certain amount 
of unavoidable resistance, and since for linear deflection a saw- 
tooth current is required in the yoke, the voltage across the r-] 
yoke is a trapeziod, which combines the characteristics of a square 
and sawtooth voltage waveshape, in such proportions that the 
resultant current is a sawtooth. However, placing the scope across 
the yoke will show the composite voltage waveshape of the trape- 

zoid, hence will not show conclusively the current waveform. 
Referring again to Fig. 708, a small resistor is placed in series 
with the yoke, the value of the resistance being such as not to 
materially affect the over-all yoke characteristics. A 5- or 10-ohm, 
5-watt resistor is quite adequate. Since the resistor is in series, the 
VERT OUT VERT OUT TRANS. 


Fig. 708. Voltage across the yoke is a trapezoid. Current through 
the yoke should be a sawtooth. 


current in it is the same as that in the yoke. Furthermore, since 
in the resistor the voltage waveshape is the same as the current 
producing it, observation of the voltage across the resistor is tanta- 
mount to viewing the current shape in the yoke. The scope is 
therefore placed across the resistor, and if necessary the vertical 
linearity control is adjusted until as linear a sawtooth as possible 
is obtained. ‘The same procedure applies to the horizontal cir- 
cuit, enabling adjustment of horizontal drive and linearity con- 
trols for best sawtooth waveform across the yoke. 


Checking synchronization pulses 


Another check which must be done with the scope is the ob- 
servation of synchronizing pulses and the pulse-clipping action in 
the television receiver. Improper clipping may result in poor 
holding (picture drift). ‘The synchronizing pulses, instead of the 
video signal, are clipped, leaving little or no sync pulses at the 
input to the sweep generating circuits. 

Fig. 709 shows the various types of video-sync signals. In Fig. 
709-a, the combined video and sync signal is shown. In Fig. 709-b 
we see the signal after correct clipping—the sync pulse without 


145 


the video. Wrong clipping, in which the synchronizing pulse has 
been removed and the video left, is shown in Fig. 709-d. 
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Fig. 709. Sync pulses in a TV receiver can be examined with the scope. 


To check these phenomena with the scope, view the pulses at 
the following points by applying the VERTICAL INPUT terminals to: 
I. Output of the video amplifier—this should show the com- 
bined signal. (Fig. 709-a) 
2. Output of the sync amplifier—clipping takes place here, 
hence the video should be substantially removed. (Fig. 709-b) 

3. Output of sync separator—both pulses (H and V) appear here 
without the video. 

4. Input to the horizontal oscillator—only the horizontal pulse 
should appear. (Fig. 709-c) 

5. Input to the vertical oscillator—this will show the vertical 
sync pulse only. (Fig. 709-c) 

Remember, that individual variations in manu fseceunee de- 
signs may call for somewhat different techniques. The best advice 
in addition to the information in this book is: Follow manufac- 
turers procedures as far as possible. ‘They save time and trouble. 


Auto radio vibrator supplies 


One of the more important applications of the scope is the 
checking and correction of faults in auto radio vibrator systems. 
In spite of the fact that it is almost impossible without a scope 
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to service properly this most common job in the shop, too few 
service technicians have ever taken advantage of this instrument. 
Difficulties such as chronic rectifier failures, short-lived vibrators, 
low output voltages, and noisy receivers are almost beyond the 
ability of the multimeter to diagnose. Yet the scope will locate 
these faults with little expenditure of time or effort. 


Vibrator power-supply defects 


The vibrator power supply, whether in auto-radios, self-charg- 
ing portables, or similar equipment, depends for its operation on 
the conversion of steady d.c. to pulsating or interrupted d.c. While 
the resultant voltage is not quite sinusoidal, approximating more 
closely a square wave, the characteristics of the waveform are 
very important. In normal sine-wave a.c. the variations in amphi- 
tude are always gradual, resulting from the sinusoidal rise and 
fall of the voltage. The square wave, by contrast, is quite different. 
The rise from zero to maximum is quite fast and sudden, while 
the maximum level is steady throughout its duration, like d.c. 
Such a steady voltage or current contributes little to the operation 
of the step-up transformer. In applying a square wave to the 
transformer primary, a certain amount of rounding off of the 
wave is produced by the characteristics of the transformer, due 
to its reactance, flywheel effect, and the r-l characteristics of the 
windings. Nevertheless, due to the steepness of the nearly square- 
wave output of the interrupter, surge voltages are likely to occur, 
which not only cause difficulty in filtering and bypassing but very 
often cause tremendous secondary peaks, sometimes in the order 
of a few thousand volts. In practical vibrator power supplies, 
damper resistors and buffer capacitors are used to counteract this 
tendency toward surges. Unlike many other applications where 
a larger capacitor is often ‘‘just as good,” if not better, the value 
of a buffer capacitor is rather critical, too small a size being in- 
adequate to reduce surges to a safe value, while too large a size 
may cause rounding off of the input waveshape to the extent 
of seriously reducing the output voltage, causing excessive heat- 
ing, etc. Of no less importance is the behavior of the vibrator 
contacts. Erratic or pitted contacts can be responsible for low 
output, noise, fluctuations in receiver volume, and many other 
objectionable operating characteristics. A defective buffer capaci- 
ter can cause low voltage output, bad arcing, and damage to the 
vibrator, rectifier tube, and even the power transformer. Similarly, 
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improperly adjusted vibrator contacts can cause most of these, 
in addition to noise in the receiver. 


Fig. 710 shows a portion of the vibrator supply system. With 
the circuit in normal operating condition, and the vertical input 
to the scope across points A and B or A and C (not to ground!), 
the voltage pattern should look like Fig. 711-a. The scopE swEEP 
frequency for this test should be about 40 or 50 cycles, giving 
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Fig. 710. Test points in non-synchronous and synchronous vibrator power 
supplies. : 


about 3 or 4 cycles on the screen. Note that the wave is substan- 
tially square, with no steep peaks or rounded corners. This indi- 
cates a correct value of buffer capacitor and proper contact 
spacing. 

Fig. 711-b indicates either too small a buffer or a complete 
lack of buffering. This will usually be accompanied by low output 
voltages. If an exact duplicate replacement cannot be made, the 
substitute chosen should bring the wave shape as closely as pos- 
sible to that shown in Fig. 711-a. : 

Fig. 711-c shows the effect of too large a buffer capacitor. The 
lagging edge of the wave is rounded off. A very common defect 
in old vibrators is poor contact due to pitted contacts and chatter- 
ing. ‘he resultant wave looks somewhat like Fig. 711-d. Careful 
dressing and readjustment of the spacing of the contacts will 
remedy most of this difficulty, although it may be more con- 
venient as well as more economical to replace such a vibrator 
with a new one. However, where replacement cannot be made 
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for any reason, this procedure will make the old unit serviceable 
for quite a while longer. 

Fig. 711-e shows the wave form for a normal vibrator of the 
synchronous (self-rectifying) type. The sharp pips in this case 
are no indication of a defect as was the case in Fig. 711-b. They 
are due to the opening of the secondary, or rectifying, contacts 
in synchronism with the primary breaker points. 

When adjusting vibrators, slightly different vibrator frequen- 
cies in different receivers require variations in contact spacing as 
well as buffer capacitances. Since manufacturers do not encourage 
vibrator repairing, it is difficult to outline precise adjustment 
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Fig. 711. Improper operation of vibrator power supply can be quickly checked 
through waveform analysis. 


procedures. However, these directions and sample patterns are 
typical of most common practices, as well as of good design and 
operating conditions. Where a repair has to be made and no 
other specific instructions are available, the outline given will 
prove sufficiently helpful to achieve satisfactory results. 


Selenium rectifiers 


The condition of a selenium rectifier also may be checked with 
the scope, and impending troubles anticipated. Remove the nor- 
mal load and substitute a load resistor as indicated in Fig. 712. 
The selenium unit should be loaded just under its maximum 
rating with suitable resistors as indicated in Table 2. Connect 
the vertical deflection plates of the cathode-ray tube directly across 
the unit as shown. 


TABLE 2 
Rectifier Load Resistor 

Rating (ma) (ohms) 

75 2,000-3,000 

100 1,200-1,800 

125 960-1,200 
150: ~ 800-950 
200 . 600-800 
300 400-600 
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The selenium rectifier is composed of a number of metal plates 
which have one side coated with selenium and a low-temperature 
alloy. As the selenium unit begins to “show its age,” or, when 
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Fig. 712. Setup for checking 
selenium rectifiers. 
minute arcs develop from excessive moisture on the plates, the 
conduction in the undesired direction increases and rectifier 
action is impaired. Typical traces on the scope with the setup of 
Fig. 712 are illustrated in Figs. 713-a, 713-b, and 713-c. A good 
unit will give the pattern shown in a. A deteriorating selenium 
unit will produce a trace like the one in b when operated near its 


Fig. 713. Typical waveforms produced 
when checking selenium rectifiers with 
the scope. 


maximum load. (It should be noted that some hump will appear 
normally if the rectifier is not loaded properly.) Fig. 713-c is the 
trace produced by an unsatisfactory unit. 
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Checking filter operation 


A number of conditions may be observed with the connection 
shown in Fig. 714. The vertical 1NpuT terminals of the scope 
are connected directly across the filter choke. The amplitude of 
the trace at this point is usually great enough to allow the signal 
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Fig. 714. Scope connections for ehecking 
filter operation. 


to be fed directly to the vertical deflecting plates, although the 
vertical amplifier may be used if desired. (Caution: Practically 
every general-purpose scope has one terminal of each input circuit 
grounded to the case. The hookup shown in Fig. 714 puts the 
full output voltage of the power supply directly on the Scope Case. 
This is a highly dangerous situation. Do not attempt to make 


<a 


Fig.715. Representative waveforms obtained 
when checking power-supply filter. 


measurements of this type without taking every possible precau- 
tion to avoid a fatal shock from contact with any part of the scope). 

The scope sweep should be adjusted to show two or three alter- 
nations on the screen. The normal power-supply load may be 
removed and a suitable dummy-load resistor substituted across the 
filter output. 
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A normal pattern obtained from this connection with good 
input and output capacitors and normal load current is shown 
in Fig. 715-a. The slope of the discharge trace depends on the 
resistance of the load. The higher the resistance, the slower the 
rate of discharge will be. If the power supply is in good operat- 
ing condition, the discharge trace will be straight and smooth. 

If the output capacitor is open or partially open, the waveform 
will look like Fig. 715-b. The effect of the choke inductance is 
readily apparent and the rate of discharge is no longer linear. 
A completely open output filter capacitor can usually be recog- 
nized by excessive hum or motorboating, but a partially open 
capacitor may go undetected until a customer has used his set 
a few days after a service job. Thus any test that will anticipate 
possible future trouble is well worth the time consumed. 

A completely open input filter capacitor shows up in low-volt- 
age Output and may also introduce excessive hum. Again, how- 
ever, this condition can sometimes be anticipated with the scope, 
as illustrated by Fig. 715-c. This pattern across the choke reveals 
an open or partially open input capacitor. The height of the 
hump will depend on the amount of input capacitance left in 


the circuit. (The same is generally true of Fig. 715-b, where the — 


steepness of the discharge curve just after the charge peak will 
depend on the effective output capacitance for a normal load 
current.) 

In general the input filter capacitance affects voltage output 
and ripple (hum) content, and the output filter capacitance con- 
trols the amount of ripple in the d.c. delivered to the load. An- 
other factor relating to adequate output filter capacitance should 
be borne in mind by the reader concerned with high-fidelity audio 
amplifiers or transmitters. The reactance of the output filter 
capacitor must be negligible at the lowest audio frequency to be 
amplified efficiently. 


Measuring ripple 


‘The simplest way to determine the amount of ripple in the out- 


put of the power supply is to compare the a.c. component of the 


output with the output of a voltage calibrator. (Before proceed- 
ing with these ripple measurements check whether the d.c. output 
of the power supply is higher than the maximum-signal-input rat- 
ing of the scope. If it is, you will have to make up a simple resis- 
tance voltage divider as shown in Fig. 716.) 
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Feed the output of the calibrator to the scope VERTICAL INPUT 
(through the voltage divider, if required) and adjust the over-all 
height of the trace with the scope VERTICAL GAIN control to fill 
the required number of calibration lines. For example, if the 
calibrator output is 50 volts peak-to-peak, it should fill 25 or 50 


TO SCOPE 


Rl = 10K, R2 = 500; AVERAGE VALUES (SEE TEXT) 


Fig. 716. Simple voltage divider 
protects scope. 


horizontal lines. It is not necessary to balance the trace uniformly 
on either side of the center line. 

Then—without changing any of the scope adjustments—dis- 
connect the calibrator and hook the vERTICAL 1NPuT leads of the 
scope (or the voltage-divider leads) across the power-supply out- 
put terminals. The blocking capacitor in the scope input circuit 


Fig. 717. Method for measuring ripple 
voltage. 


will pass only the a.c. component of the power-supply output volt. 
age. Ihe peak-to-peak ripple voltage can then be read simply by 
counting the total number of horizontal calibration lines occupied 
by the trace. 

_To find the ripple percentage, measure the d.c. voltage at the 
scope input terminals and apply the following formula: 

Rapple Jo) ab Sey 
Bac 

where E,, is the peak-to-peak ripple voltage and E,, is the mea- 


sured d.c. voltage. 
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If no voltage calibrator is available, the ripple can be computed 
by observing the actual variation in d.c. output voltage on the 
scope. To do this, first lock the scope sweep at the line frequency, 
so that two complete ripple cycles will appear on the screen with 
a full-wave rectifier. Short out the VERTICAL INPUT terminals and 
adjust the position of the sweep trace so that it coincides perfectly 
with one of the horizontal calibration lines near the bottom of 
the calibrating screen. 

Next, apply an accurately known d.c. voltage (a 100-volt B bat- 
tery, for example) directly across the vertical deflecting plates 
of the scope. This will shift the trace vertically, but it should 
still remain perfectly horizontal. Now switch the scope input to 


Fig. 718. Photo of filter output hum 
traces. 
the voltage divider across the power supply. Adjust the divider 
output for the same vertical displacement obtained with the bat- 
tery, and center one of the ripple cycles exactly on the horizontal 
calibration line. 

The peak-to-peak a.c. component (ripple) can now be found 
by counting the number of horizontal lines between the left and 
right ends of the cycle. 

This method of measurement is illustrated in Fig. 717. The 
test is most accurate when a screen containing a sufficient number 
of fine lines is used. Assume, for example, that the trace is as 
shown in Fig. 717, with the left end of the trace showing 101 
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volts and the right end showing 99 volts. In the example given, 
the actual ripple is 1 volt (varies 1 volt above and below d.c. 
level), and the percentage ripple is therefore 100 x 1/100, or 1%. 
This amount may be considered satisfactory for many receivers 
and PA systems, but the maximum allowable for high-fidelity 
equipment is 0.5%. This amount is hardly calculable on the 
scope and will appear as a perfectly straight line. 

Figs 718-a and 718-b illustrate filter output traces under two 
typical conditions for a typical full-wave rectifier system. Fig. 
718-a illustrates the trace without an output capacitor, and Fig. 
718-b shows the same system without an input capacitor. Note 
that hum is greater without the output capacitor than without the 
input capacitor. The voltage output is lower, and the performance 
of the amplifier might be poorer. 


155 


Chapter | 8 


Experiments Using 
the Oscilloscope 


"Tue following experiments are intended to acquaint the user 
not only with the particular instrument he has purchased, for 
more efficient utilization of its capabilities, but also to learn the 
various functions and interpretations of the waveshapes displayed 
on the scope. Learning the intricacies of an instrument such as 
a scope while attempting to make use of it in actual trouble-shoot- 
ing of a TV receiver is at best only a poor substitute for an orderly 
study of the device. 


Most of the experiments are based on the type of equipment the 
average service technician usually has. While the square-wave 
generator is not too widely used, it is becoming more popular, 
especially in audio-amplifier servicing. Even here, the lack of the 
Square-wave generator will not prevent the service technician 
from performing some of the tests, as suggestions are given for 
improvising and simulating certain conditions. 


Adjustment of Oscilloscope Controls 
EXPERIMENT | 


Purpose: ‘Io become familiar with the various operating controls — 


of the scope. 
Equipment: Cathode-ray oscilloscope, test leads. 
Theory: See Chapters 1 and 2. 
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Procedure 


1. Plug instrument into power source and turn switch on. 
Allow a few minutes for warmup. 

2. Advance INTENSITY control until beam or spot is visible. 

3. Turn coarse sweep control to any of the mid-positions, and 
advance H-GAIN, Or X-AMPLITUDE, control until a line appears on 
the screen. 

4. Rotate rocus control slowly through its range, observing 
the effect on the sharpness and thickness of the line. Leave con- 
trol at the sharpest position of the line. 

5. Advance INTENSITY control gradually to its maximum set- 
ting and notice the effect on the sharpness of the line on the 
screen. ) 

6. Readjust Focus control until the line is again as sharp as 
possible. 

7. Reduce INTENSITY setting to approximately halfway posi- 
tion and observe effect on focusing of the line. 

8. Reduce intensity to the minimum satisfactory brightness 
and refocus. Observe quality (fineness) of line. 

9. ‘Turn v-GAIN or Y-AXIS AMPLITUDE control to its minimum 
(extreme counterclockwise) position. 

10. Place finger on metallic part of v-InpuT binding post and 
gradually advance v-GAIN control with other hand. Observe 
height of trace. 

11. With pattern as in 10 above, touch metal cabinet of scope 
with free hand and observe effect on height of trace. 

12. With setup as in 10 above, adjust coaRsE and FINE (or 
VERNIER, OF FINE FREQUENCY) control] until two or three waves 
appear on the screen. 

13. Connect a lead between Test point or ‘‘60 cycles” on the 
Scope and the v-INPUT terminal. Readjust FINE control until two 
or three waves are almost stationary on the screen. 

14. Vary the H-GAIN control over its entire range and observe 
_the effect on the pattern. Leave control in position so that pat- 
tern nearly covers the screen. 

15. Switch the swEEP-AMPL control to AMPL position. Ob- 
serve effect on horizontal deflection. 

16. With switch left as in 15, place finger on H-INPUT post. 
Notice the effect on the trace. : | 

17. Turn syNc SIGNAL SELECTOR to LINE. 
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18. Gradually advance syNC AMPLITUDE control and observe 
effect on nearly-stationary pattern on the screen. Leave control 
in position at which trace stops moving. 

19. Detune the FINE frequency control until trace starts movy- 
ing and readjust syNc control until trace stops again. Compare 
settings of sYNc with previous case. Continue advancing this con- 
trol and observe effect on trace. Back off control until trace again 
begins to drift, then increase until trace stops moving. 

20. ‘Turn SYNC SELECTOR tO EXTERNAL. Observe effect on trace. 
Switch back to INT. 

21. Rotate V-POSITION or V-CENTERING control through its 
range. Observe effect on trace. If effect is not instantaneous, 
wait a few moments after each portion of rotation until trace stops 
moving. 

22. Reset V-POSITION control until trace is midway up on the 
screen. Using the H-POSITION control, repeat step 21. 


Relation Between Signal and Horizontal Sweep Frequencies 
EXPERIMENT Il 


Purpose: To study the effect of sweep frequency on the number 


of cycles displayed. To identify signal frequencies from 


known sweeps. 
Equipment: Oscilloscope, audio oscillator, test leads. 


Theory: ‘The detailed theoretical discussion of Chapter 2 need not 
be repeated here. A brief statement of the principle, how- 
ever, will serve as a reminder. When the signal frequency is 
equal to the sweep, one cycle of the signal will appear. In 
general, the number of signal cycles appearing on the screen 
is the number the signal frequency is higher than the sweep 
frequency. On the other hand, when the sweep frequency is 
higher, less than one cycle will be displayed. The pattern is 
then rather broken up, consisting of two or more parts of one 
cycle, partly superimposed on one another, since the sweep 
goes across the screen and then retraces a number of times 
while one signal cycle is generated. Such viewing of unknown 
signals is generally of little use, except in the case of Lissajous 
figures, where the broken parts of the cycle are linked to- 
gether. 

When the test frequency is so high that a large number of 
cycles is displayed on the screen, details of an individual cycle can 
still be observed through the use of the HORIZONTAL GAIN CONTROL. 
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This control is advanced sufficiently so that only two cycles are on 
the screen, the remainder being “wrapped around” the edges of 
the tube face. Thus, signal frequencies as high as | megacycle can be 
viewed with the ordinary scope having a sweep range no higher 
than about 50 kc. Special-purpose scopes have sweep frequencies 
much higher than 50 kc, but these are of but little use to the serv- 
ice technician. 


Procedure 


1. Allow instruments to warm up and adjust scope controls 
for normal brightness, correct focus, centering, etc. 

2. Connect output of audio oscillator to the VERTICAL INPUT 
of the scope. Set oscillator frequency to 50 cycles. 

3. Set COARSE control of the scope sweep to the position which 
includes 50 cycles (this might be 30-110 on one scope, 25-80 on 
another, etc.). 

4. With syNC AMPLITUDE control at minimum setting and 
SYNC SELECTOR On INT, adjust FINE OF VERNIER frequency control 
until two or three cycles appear on the screen and are almost 
stationary. 

5. Slowly rotate FINE control in the direction of increasing 
frequency (clockwise) and observe effect on pattern. Repeat in 
the opposite direction. Restore sweep to original position (wave 
almost stationary). 

6. Advance SYNC AMPLITUDE control until pattern on screen 
just stops moving. 

7. Gradually advance frequency dial of the audio oscillator, 
observing the effect on the screen. Continue until three cycles 
appear on the screen. Read frequencies on oscillator dial. 

8. Continue rotating oscillator dial until four cycles appear. 
Read frequency dial. Repeat the above until five cycles appear. 
Read oscillator dial. 

9. Slowly increase FINE and if necessary, COARSE dials of the scope 
sweep until only four cycles are shown on the screen, with the 
audio oscillator dial unchanged. Estimate the approximate fre- 
quency of the scope sweep setting. Repeat above procedure until 
three, then two cycles appear on the screen. Each time estimate 
the setting of the sweep frequency. 

10. Vary either the oscillator or the sweep frequency controls 
until only one cycle appears on the screen. Estimate the sweep 
frequency and read the oscillator dial. 
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11. Set the coarsE and the FINE sweep controls to maximum. 
Gradually advance the audio oscillator frequency until a few 
cycles are shown. If the cycles on the screen are too crowded, 
advance the HORIZONTAL GAIN until sufficient spread is obtained 
on the screen to see two cycles clearly. Record the oscillator fre- 
quency and the estimated sweep frequency. 

Norte: If the maximum audio oscillator frequency is not high 
enough (not over 20 kc) substitute an r.f. signal generator with 
the modulation oFF and proceed with step 11, until the highest 
observable frequency is determined, using the maximum scope 
settings outlined in step 11. 

12. Advance the oscillator frequency until no individual cycle 
can be observed on the screen. Observe the pattern of the sig- 
nal under this condition. This is the appearance of an unmodu- 
lated carrier. ‘The zero line, although invisible, is midway down 
the band, as can be seen by reducing the vertical gain control to 
Zero. 


Effect of Sync Selector and Syne Amplitude Controls 
EXPERIMENT III 


Purpose: To observe the purpose and behavior of the synchron- 
izing circuits. 
Equipment: Scope, audio oscillator, test leads. 


Theory: In practical terms, synchronization means stopping the 
motion or drift of the pattern on the screen after the sweep 
frequency has been adjusted to as nearly an integral sub- 
multiple of the signal frequency as possible. The common 
term for this is locking, implying that the sweep has been 
locked to some exact point on the signal voltage cycle. When 
the sweep frequency is somewhat faster than an exact submul- 
tiple of the signal frequency, the trace drifts to the left, while 
too slow a sweep makes a drift to the right. A more exact 
analysis of this phenomenon may be given as follows: Con- 
sider a signal frequency of say, 120 cycles, and a sweep fre- 
quency of approximately 40 cycles, resulting in three cycles 
being displayed. Bearing in mind that the signal is con- 
tinuous while the sweep is regularly interrupted by the 
retrace time, it is apparent that a small portion of the trace, 
namely the end of each third cycle on the right-hand edge 
of the screen, will be invisible. Fig. 801 shows this in graphic 
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form. The dashed portion of each third cycle occurs during 
retrace time, hence is missing from the trace. Since the 
retrace time of any sweep is determined by the circuit con- 
stants, an equal portion of each third cycle (at any particular 
frequency) will be missing. If the same portion is missing 
each time, say from 330 to 360 degrees, the left-hand edge of 
the trace will always begin at the same point, hence the 
traces will overlap and the pattern will stand still. However, 
if due to drift or any other difference in individual sweep 


THIS PORTION OF CYCLE WILL BE “MISSING” SINCE I7 
OCCURS DURING RETRACE TIME OF THE SWEEP SAWTOOTH 


RETRACE TIME 


=< DZD 
SWEEF SAWTOOTH 


Fig. 801. Waveform shown on scope is affected by retrace 
time of sweep sawtooth. 

cycles, such as too fast or slow a sweep, a different 30-degree 
section of the trace is missing, perhaps from 327 to 357, or 
from 335 to 365 degrees, the visible portion of the trace on 
the right side will begin a bit sooner or later, resulting in 
what is commonly called drift. The remedy for this effect is 
called synchronization. Briefly, synchronization means tim- 
ing the end of each sweep cycle so that the beginning of the 
next cycle is always at the same degree point on the signal 
wave being displayed. 

There are usually three sources of sync voltage in ordinary 


scopes, the INTERNAL, the LINE, and the EXTERNAL. ‘The most 
common of these, the INTERNAL, is actually the signal voltage itself. 
It is by far the most useful source of sync voltage, since it is vir- 
tually infallible and always keeps pace with the signal. ‘This may 
be compared to synchronization in television receivers. Regardless 
of any possible drift in the sweep frequencies from the nominal 
values, synchronization is not affected, since the sync pulse always 
keeps step with the signal. 


161 


The second type of sync source, the LINE, is used mainly be- 
cause of its relative stability. Naturally, it has limited applica- 
tion, in case of 60 cycles and its multiples. Lastly, the EXTERNAL 
sync position is mainly for special applications, not too often 
used in radio and TV service. It has wide applications, in labora- 
tory and other commercial work, where timing and similar meas- 
urements are involved. ‘The external sync source is fed to the 
appropriate input terminal and the amount is adjusted by the 
samme amplitude control used for INTERNAL Or LINE SYNC. 


Procedure 

1. Allow the equipment to warm up and adjust the scope con- 
trols for proper viewing. 

2. Turn SYNC SELECTOR tO EXTERNAL, and SYNC AMPLITUDE to 
minimum. 

3. Connect the 60-cycLE test point to the VERTICAL INPUT of the 
scope and adjust the sweep for two cycles, as nearly stationary as 
possible. 

4. Rotate syNC AMPLITUDE control as far as possible and ob- 
serve the effect. Return this control to minimum. 

5. Switch the syNC SELECTOR to LINE and gradually increase 
AMPLITUDE control] setting until trace locks. Observe setting of 
this control, leaving it in this position. 

6. Return SYNC SELECTOR to EXTERNAL and observe effect on 
trace. Switch SELECTOR to INT. Observe effect on trace. Rotate 
AMPLITUDE control slightly below and above its setting and ob- 
serve position at which pattern locks. Return SELECTOR to EXTER- 
NAL and return AMPLITUDE to minimum. 

7. Connect the output of the audio oscillator to the EXT. SYNC 
input terminal of the scope and adjust the gain control of the 
oscillator for about 6.3 volts r.m.s. 

8. Gradually advance AMPLITUDE control until pattern ‘again 
locks. Observe setting of this control. Return SYNC SELECTOR 
switch to INT. 

9. Disconnect 60-cycLE test signal from VERTICAL INPUT and 
substitute the audio oscillator in its place. With the AMPLITUDE 
control set to minimum, obtain 4 cycles on the screen, using a 500- 
cycle signal from the audio oscillator. 

10. Gradually advance the AMPLITUDE control until the pat- 
tern locks. Observe setting. 

11. Continue advancing the AMPLITUDE control while observ- 
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ing the pattern. Advance until three cycles, then two cycles 
appear on the screen. Observe setting of AMPLITUDE control 
for three and two cycles. Restore scope controls to positions giving 
four cycles, as in step 9, but with AMPLITUDE control at zero. 

12. Adjust FINE frequency sweep until pattern drifts notice- 
ably. Advance AMPLITUDE control until trace again locks. Observe 
setting of AMPLITUDE control at locking. 

13. Detune FINE sweep control and simultaneously advance 
sync amplitude until locking results. Continue until sync ampli- 
tude setting is at maximum and the trace can barely be locked. 
Observe effects on pattern in each step. 


Comparison of Direct and Amplified Signals 
EXPERIMENT IV 


Purpose: ‘Io become familiar with and distinguish between direct 
and amplified signals. To learn the characteristics of the 
scope amplifiers. 


Equipment: Scope, if. sweep generator, TV receiver of known 
response, or 1.f. system capable of being aligned for at least 
4 megacycles bandwidth. 


Theory: The signal amplifiers of the scope, particularly the ver- 
tical amplifier, are expected to handle frequencies from nearly 
d.c. up to four megacycles, as found in television receiver 
video output stages. Since the ordinary r-c amplifier is sel- 
dom linear over such a wide range, various methods are used 
to extend the response of the vertical amplifier system of the 
scope. The horizontal amplifier, too, must at times amplify 
a wide band of frequencies, although not nearly as wide or 
as often as the vertical. Through peaking, direct coupling 
or low-frequency compensating circuits, the response of these 
circuits is brought up to a nominal 3- or 4 megacycles. How- 
ever, absolutely flat response over the entire range is not 
always obtained. It is therefore necessary, where signal am- 
plitudes are large enough, to bypass the vertical amplifiers of 
the scope and feed the signal directly to the deflection plates. 
When the input signal is not adequate to permit this, the 
amplifier must be used, of course. It is desirable under these 
conditions to know the relative performance of the vertical 
amplifier, by comparing the response of a given signal as 
affected by the amplifier with that applied directly to the 
deflection plates. If the attenuation of the amplifier is known | 
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relative to the direct-input method, the quality of the re- 
sponse can be judged and proper allowance made. Of course, 
this comparison holds only for the particular scope tested. 
It is the purpose of this experiment to enable the user to 
become familiar with the response characteristics of his ver- 
tical scope amplifier. 


Procedure 


1. Set up equipment as for a video i.f. alignment. 

2. Make a preliminary i.f. alignment, using the vertical ampli- 
fier of the scope, and feeding a maximum possible signal to the 
receiver without overloading. An a.g.c. battery substitute volt- 
age should be used and set so that the if. grids are not driven 
positive. 

3. Using the graduated plastic scale on the scope screen, strive 
for the best response possible. Carefully observe and record the 
height, width and sloping of the curve on the gradual scale. 

4. Change the scope input circuit to direct input. “The ampli- 
fier will now be out of the circuit, the signal going directly to the 
deflection plates. Observe width and slope of response curve and 
compare with the amplified response previously obtained. 

5. Change back to amplified input and adjust VERTICAL GAIN 
so that response is now approximately the same amplitude as that 
obtained with direct input in step 4. 

6. Compare bandwidth of the two response curves, at 100% 
amplitude, at 70%, and at 50%. Also notice whether the high- 
or low-frequency end of the response is more attenuated in the 
amplified signal. 

7. Realign the if. amplifier to a bandwidth of about 2.5 or 3 
megacycles. Repeat steps 4, 5, and 6 and observe difference 
between direct and amplified responses. 


Lissajous Figures 


EXPERIMENT V 


Purpose: Io become acquainted with the Lissajous Figures 
method of identifying unknown frequencies ny comparison 
with a known frequency. 


Equipment: Scope, audio oscillator, test leads. 
Theory: As discussed in the text and illustrated in Experiment 
‘IJ, the number of cycles displayed on the CRT screen de- 
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Fig. 802. The internal sweep of a scope is a 
sawtooth waveform. With internal sweep in the 
off position and controls set for external sweep, 
a sine-wave voltage can be applied to the hori- 
zontal-deflection plates for sweeping the electron 
beam. Sine-wave sweep has no retrace portion, 
as is the case with sawtooth sweep, hence no part 
of the displayed waveform will be missing. Sine- 


pends on the ratio between the signal and the sweep fre- 
quencies. Thus, if one of these frequencies is known, the 
number of cycles on the screen enables determination of the 
second signal frequency. ‘This is the basis of the Lissajous 
figures system of frequency determination. There is a major 
difference between the usual scope (built-in) sweep and the 
sinusoidal sweep used in Lissajous figures. The internal 
sawtooth sweep of the scope is practically linear, with but a 
small portion of the total cycle time given to retrace. As 
stated earlier, during the retrace time a portion of the signal 
waveshape is lost, either because the beam is extinguished 
(“blanked out’’) or simply because the time is so short and 


wave sweep produces nonlinear scanning. 


SWEEP VOLTAGE 
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the path of the beam is in the opposite direction, so that the 
small part of the cycle generated during this time is spread out 
across the whole screen, in addition to being much dimmer 
than the forward trace or scan. By contrast, consider a sine- 
wave voltage applied to the horizontal deflection plates for 
beam sweeping. ‘The scan is no longer linear, but sinusoidal, 
causing the beam to travel at different speeds over different 
portions of the screen. Furthermore, since the rate of change 
of this scanning voltage never changes abruptly, none of the 
signal cycle will be omitted. 


Fig. 802 shows the result of one cycle of sine-wave a.c. sweeping 


another sine-wave cycle. Starting with the zero degree position of 
the sweep cycle, the beam is deflected to the right during the first 
90 degrees of the sweep, whereupon the voltage increases to a 
maximum positive value. As the sweep voltage progresses from 
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90 to 180 degrees, the amplitude decreases from maximum posi- 
tive back to zero, retracing and repeating the values of the first 
quarter cycle. The beam will therefore return from its final posi- 
tion back to its origin. As the sweep cycle continues from 180 to 
270 degrees, its amplitude now increases, as during the first quar- 
ter cycle, but in the opposite direction. The beam will now be 
deflected from its original position in the left-hand direction, at 
the same rate as during the first 90 degrees of sweep. The final 
portion of the sweep, from 270 degrees to 360, will retrace the 
path of the third quarter-cycle, bringing the beam back to its 
starting point. Notice that throughout this sweep cycle the beam 
was always visible, thus forming a continuous trace. 


Fig. 803. With sine-wave input to the vertical-deflec- 
tion section of the scope,and using sine-wave horizontal 
sweep, a circle will be displayed on the scope screen if 
the signal and sweep voltages are 90 degrees out of 
phase with each other. For lesser degrees of phase 
shift the circle becomes an ellipse. Where the phase 
difference between signal and sweep voltages is Q or 
180 degrees, pattern is a straight line. 


Consider now the situation in Fig. 803. The signal and sweep 
sine waves are now 90 degrees out of phase with each other. At 
the extreme left edge of the screen, the signal voltage is at its 
0-degree position, while the sweep is at its 270-degree point. As 
the sweep returns to the 360-degree point (or zero deflection volt- 
age), the signal rises to its maximum value while returning to the 
center of the screen (the normal undeflected position). During 
the next quarter cycle of sweep the beam is pulled to the right 
edge of the screen while the signal amplitude gradually decreases 
to zero. Without going into elaborate mathematical proofs, it is 
sufficient to say that due to the fact that both the signal and the 
sweep are sinusoidal, a semicircle will have been traced on the 
screen. Next the sweep voltage decreases back to zero while the 
signal sine wave increases in the negative direction to its maxi- 
mum. The beam is now at the bottom center of the screen, hav- 
ing traced three-quarters of a circle. During the last quarter- 
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cycle sweep, when its voltage increases to its maximum negative 
value, the signal or beam is pulled to the extreme left while the 
amplitude decreases back to zero. A complete circle has thus been 
scanned. 

This example is the simplest of the Lissajous figures, represent- 
ing a 1:1 ratio. Should the sweep cycle be twice as fast (double 
the frequency) as the signal, only one-half of the signal cycle will 
have been traced. However, since the trace is still a closed figure, 
there will be two loops along the vertical and one along the hori- 
zontal axis (resembling a figure 8). The vertical-to-horizontal 
ratio is now 1:2. Similarly, a 300-cycle signal swept by a 60-cycle 
deflection voltage will have 5 horizontal loops and 1 vertical loop 
(ratio 5:1), while a 100-cycle signal swept by the same 60 cycles 
will have a ratio of 5:3, resulting in 5 loops along the horizontal 
axis, and 3 along the vertical. 

In displaying these ratios on the c-r tube screen, take care not 
to skip over some of these ratios as the signal frequency is changed. 
Thus, in moving from a simple 1:1 to a 2:1 ratio, it is possible 
to stop at a 5:3, 3:2, and other combinations. However, it is best 
at first to become familiar with the simple ratios before attempt- 
ing to identify the more complex ones. In adjusting the audio 
oscillator for a stationary trace, make sure that all the loops are 
shown on the screen. If this is not done, erroneous ratios may 
be obtained when right-to-left loops overlap those traced from 
left to right. There will be twice as many loops when no over- 
lapping takes place, hence counting of the loops should be done 
in this position. 


Procedure 


1. Allow equipment to warm up, as usual. 

2. Disconnect the INTERNAL SWEEP of the scope, using the 
SWEEP-AMPL switch. 

3. Connect the 60-cYCLE TEsT signal from the terminal on the 
scope to the HORIZONTAL INPUT posts. The sweep frequency will 
now be 60 cycles. 

_ 4. Connect the audio oscillator to the VERTICAL INPUT of the 
scope. Adjust v-GAIN. 

5. Set the oscillator dial to slightly below 60 cycles and gradu- 
ally move dial to increase frequency. Adjust dial until a station- 
ary circle appears on screen. Read oscillator dial. 

6. Continue rotating dial in the same direction until a fig- 
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ure-8, lying on its side, appears. See Fig. 804-a. Again read the 
oscillator dial. 

7. Rotate dial in the opposite direction, past the “circle” 
(1:1) frequency, until a figure-8 again appears, but this time in 
an upright position. See Fig. 804-b. Read dial again. 


2) @) 


Fig. 804-a,-b. Lissajous figures in the form of a number 8. 

8. Set dial to approximately 90 cycles and adjust carefully 
until a stationary figure appears. See Fig. 805-a. Repeat at ap- 
proximately 180 and 240 cycles. See Figs. 805-b,-c. Read dial 
each time. Compare traces obtained with those shown in Fig. 805. 


Fig. 805-a, -b, -c. Use of Lissajous figures for determination of an unknown 
frequency. 
9. Reset dial to approximately 100 cycles. Carefully adjust 
until a stationary figure like Fig. 806 appears. Repeat procedure 
at 150 cycles, and read dial when trace like Fig. 807 appears. 


Fig. 806 and Fig. 807. In the illustration at the left (Fig. 806) we have a 
5:3 ratio. Fig. 807 at the right shows a 5:2 ratio. 
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Audio Distortion Due to Overload 
EXPERIMENT VI 


Purpose: I’o become familiar with the appearance of the wave- 
shape of an overloaded audio amplifier. 


Equipment: Scope, audio oscillator, audio amplifier, test leads. 


Theory: While overloading is not the only type of audio distor- 
tion encountered in amplifiers, it is most interesting from the 
viewpoint of the television service technician. In aligning 
video i.f. amplifiers, the object is to obtain as flat a response 
as possible. It is possible, however, to obtain an erroneous 
flatness of response, due to overloading of the if. stages, 
wrong bias, etc. ‘The object of this experiment is to recog- 
nize the appearance of a flat-topped curve due to such over- 
loading. Since the input signal in this case is a sine wave, 
there is no possibility of mistaking the flatness of the trace 
for a normal signal. 


Audio distortion due to overloading may be caused by one or 
both of the following two factors. First, the operating bias of an 
audio amplifier (in most cases, except for Class B) is usually such 
that the maximum input signal will not quite drive the tube to 
cutoff. ‘Thus, for a bias of —8 volts, the peak value of the signal 
should be less than 8, so that at the maximum negative excursion 
of the grid-voltage plate current still flows along the linear curve. 
‘The wave-shape of the signal will then be faithfully reproduced. 
Should the signal be increased to a peak value of, say, 10 volts, cut- 
off will be reached when the signal is 2 volts below peak. The 
same situation in a video i.f. stage would produce a perfectly flat 
top on the response curve, although actually there is almost always 
considerable variation in that portion of the response. 

The second factor producing overload distortion is plate-cur- 
rent saturation. Although less frequent, except in limiter or clip- 
per stages, a sufficiently high input signal will drive the plate 
current, on the positive signal swing, into the more-or-less flat 
part of the characteristic curve, where plate current rise no longer 
follows grid swing. Should this happen in an 1.f. response align- 
ment, the curve will again look much better than it really is. 

In observing the distorted waveshapes in this experiment, dis- 
tinction must be made between overload in the amplifier before 
the signal reaches the scope and overloading of the scope vertical 
amplifier. In some scopes it is quite easy to drive the vertical 
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amplifiers sufficiently to obtain squaring or clipping. To avoid 
this, the maximum input to the vertical amplifier before clipping 
must be ascertained. 


Procedure 
1. Allow all equipment to warm up. 


2. Connect the audio oscillator to the VERTICAL INPUT termi- 
nals on the scope. 


3. Set the audio oscillator to 1,000 cycles and increase generator 
output while observing output waveshape. Keep increasing gen- 
erator output up to maximum. If distortion appears, measure the 
input voltage to the scope, using a v.t.v.m. (If no distortion is 
obtainable, no measurement is required.) At all times, the input 
to the scope should be kept below this value. 


4. Switch the audio oscillator to the input of the amplifier and 
connect the output of the amplifier to the VERTICAL INPUT of the 
scope. If the output transformer in the amplifier is for a speaker 
voice coil, the scope is almost certain not to be overloaded, and 
no measurement of the scope input signal will be required. 


5. Advance audio oscillator output control to the point where 
the wave just begins to distort. Reduce slightly and measure gen- 
erator output. 


6. Increase signal input further until a definite flattening of 
one peak of the sine wave appears. Readjust VERTICAL GAIN con- 
trol on scope, if necessary. Measure the output of the generator 
at this setting. 


7. Continue increasing the signal input until the opposite 
peak of the sine wave also begins to distort. In addition to de- 
creasing the scope VERTICAL GAIN, it may be necessary to use the 
VERTICAL CENTERING control, moving the trace up or down, until 
the extreme of the signal is visible. Record the voltage at which 
distortion begins on the second peak. 


8. Continue increasing the signal input beyond the value at 
which the first peak became flattened, and observe the effect on 
the trace. Observe both the width of the flat top as well as the 
change in steepness of the sides, compared to a normal sine wave. 
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Effect of Marker Pip Amplitude on Response Curve 
EXPERIMENT VII 


Purpose: ‘Io learn the proper setting of the marker amplitude 
for correct appearance of the response curve during align- 
ment. 


Equipment: ‘IV receiver, scope, sweep generator with marker, 
test leads. 


Theory: The frequency marker, or pip, is a necessary adjunct to 
alignment of TV and other bandpass circuits. Its function 
is twofold: To measure the over-all bandwidth of a response 
curve or the width between two definite points on such a 
curve, and, second, to locate the absolute frequencies (such 
as locations of carriers) involved in alignment. For band- 
width determination, the marker is placed first on one side, 
then on the other, of the response curve. The difference in 
megacycle reading between the two markers is the band- 
width of the response. In absolute determination of fre- 
quency, the marker is moved to the desired point on the 
curve and the frequency is read on the marker dial. 


Fig. 808. As shown in the illustration at the right, 

the marker signal amplitude modulates the sweep 

waveform. Marker signal strength should be kept 

to a minimum value. Bandpass can be determined 

by reading the frequencies shown on the marker 
dial. 


There are two main types of markers in use today: The super- 
imposed type and the absorption type. The superimposed marker 
consists of a c.w. oscillator tunable over the desired range, coupled 
to, or mixed with, the sweep generator r.f. input to the circuit 
being aligned. The marker amplitude is separately adjustable. 
When placed on the swept response curve, the marker appears 
as a jagged oscillation on a small portion of the response curve, 
with the center of the jagged portion being the marker frequency 
at that point. Fig. 808 shows a response curve with superimposed 
marker, with the appropriate frequencies indicated. 
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The second type of frequency marker is the absorption type. 
Basically, it consists of a high-Q tuned circuit coupled to the 
main sweep generator r.f. circuit. In operation, the absorption 
marker functions like an if. trap in a TV receiver. When tuned 
to a particular frequency within the sweep range, the marker 
circuit absorbs some energy at that frequency, leaving a dip in 
the response curve. As shown in Fig. 809, the absorption marker 
leaves a dent in the response curve, with the deepest point indi- 
cating the marker frequency. Although the absorption type mar- 
ker is simpler, it is less desirable, since it is likely to excessively 
distort the response curve, especially when the marker circuit Q 
is not high enough. However, excessive marker amplitude of 
either type has a detrimental effect on the curve, tending to reduce 
the amplitude and flatness of the curve. The absorption marker 
has a further disadvantage in that a relatively large marker ampli- 
tude is required on the slopes of a response curve before good 
identification is possible. Distortion under these circumstances 
is rather severe. 


Procedure 


1. Set up equipment as for video i.f. alignment. 

2. Obtain a good response curve, leaving the marker switch 
in the OFF position. 

3. Switch the marker on and advance the marker amplitude 
control until the pip is barely seen on the curve. Use the marker 
tuning dial to bring the pip to the appropriate frequency. 

4. Place the marker first on the flat portion of the response 
curve (somewhere near the middle of the curve) and observe 
the effect on the response compared to the original no-marker 
condition. 

5. Without changing the marker amplitude, move it until 
it falls on either of the slopes of the curve. Observe the effect on 
the slope. Bae A Ee aE . | 

6. Advance the amplitude control until the marker is now 
just as prominent as on the middle of the response in step 5. 

7. Retune the marker dial until the marker again falls on 
the middle of the response. Without readjusting the amplitude, 
observe the depth of the dip and the effect on the curve, as com- 
pared with the original no-marker appearance. This can be done 
by simply throwing the marker switch to oFF. Return switch to 
ON position. © | | | Tie hi : 
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8. Increase marker amplitude until a severe dip or jagging of 
the response occurs. Observe amplitude and shape of response 
curve. Compare with the no-marker position. 

9. Repeat step 7 on the slope of the response, then on the 


Fig. 809. An absorption-type marker will show a 

dip in the sweep waveform as indicated in the illus- 

tration. Operation here is similar to that of a trap 
in the television receiver. 


lowest portion of that slope. In each case, observe the relative 
distortion of the response curve. 


Modulation Envelope — Under-and Overmodulation 
EXPERIMENT VIII 


Purpose: ‘I’o observe the appearance of symmetrically modulated 
r.f. wave as well as modulation envelopes of less than 100% 
and over 100% modulation. 


Equipment: R.f. generator with adjustable amplitude modula- 
tion, scope. 


Theory: One type of distortion in AM signals is due to over- 
modulation of the carrier. In commercial broadcasts, modu- 
lation percentage is constantly monitored, with the average 
modulation level being well below 100%, except on extreme 
peaks. In amateur phone communication, such monitoring 
is not very common. Overmodulation is objectionable for 
various reasons, both legal and practical. Overmodulation 
gives rise to distortion, waste of power, overloading of class 
C stages, arc-overs, sideband shifting (FM components) and 
even carrier shift. Under conditions of speech (or music) 
modulation, it is difficult to observe the normal and excessive 
modulation levels. However, any test made with a known 
modulation signal, such as sine-wave a.c., applies to actual 
operating conditions as well. Thus, modulation level ad- 
justment can be made using a standard signal with the assur- 
ance that the same conditions will prevail when speech is 
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substituted for the test signal. When modulating a c.w. 
signal with an audio type sine wave, the modulation en- 
velope is displayed on the scope by adjusting the INTERNAL 
SWEEP to a submultiple of the modulation frequency. ‘Thus, 
if the modulation frequency is 400 cycles, the INTERNAL 
SWEEP is set to approximately 133 cycles to give three modu- 
lation cycles on the screen. The r.f., being much higher 
(1,000 kc, for instance), will appear as a continuous band 
with no single cycle detail being discernible. ‘Thus the char- 
acteristics of modulation are observable against the back- 
ground of a constant carrier. 

Another important characteristic of modulation is the symmetry 
about the zero axis. The ideal condition is symmetrical modula- 
tion, i.e., the positive and negative peaks should be equal. In this 
experiment, symmetry can be observed by using the graduated 
plastic scale over the c-r tube screen and setting the VERTICAL 
CENTERING control so that when the VERTICAL GAIN control is re- 
duced sufficiently, the thin line falls on a graduated line, hence- 
forth called the ‘zero line.” When the VERTICAL GAIN is now ad- 
vanced, positive and negative excursions are measured from this 
zero line and compared against each other. Any appreciable dis- 
crepancies between the positive and negative peaks is an indica- 
tion of improper operation of the modulator or the stage being 
modulated. 


Procedure 

1. Connect the output of the signal generator to the VERTICAL 
INPUT of the scope. Set the generator frequency to 1,000 kc and 
the modulation to OFF. 

2. Set the scope swEEP frequency to approximately 150 cycles 
and adjust the various scope controls until a rectangular band, 
about half the screen height, is shown. 

3. Switch the modulation to on and advance the modulation 
amplitude until amplitude variations appear on the c.w. band 
on the screen. Adjust the swEEP and sync controls to lock the 
pattern. Three cycles should appear on the screen. Advance the 
modulation control until the upper or lower half of the c.w. band 
decreases cyclically to the predetermined zero line. Observe the 
amplitude on the corresponding opposite side of the carrier. If 
not at zero, determine the approximate amplitude, using the 
graduated plastic scale. Also measure the maximum amplitude 
of the sine wave peaks. 
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4. Continue increasing the modulation amplitude until a con- 
siderable zero amplitude space appears on the screen between 
cycles. 

5. Measure the positive and negative peak amplitudes under 
the conditions established in step 4. 

6. Reduce the modulation until the minimum amplitude on 
the screen is approximately half the unmodulated carrier ampli- 
tude. Measure the positive and negative peaks. 

7. Gradually increase the HORIZONTAL GAIN and, if necessary, 
the swEEP frequency until the uniform c.w. band (with the modu- 
lation) expands until individual cycles can be seen. Observe the 
peak outline of the pattern on the scope. 


Square-Wave Response 
EXPERIMENT IX 


Purpose: ‘T’o observe the effect of amplifier characteristics on 
the square-wave input signal. To learn to identify high- or 
low-frequency attenuation from the appearance of the am- 
plified square wave. 


Equipment: Square-wave generator (or sine-wave generator fol- 
lowed by a clipper amplifier), audio amplifier, test leads. 


Theory: ‘The square wave has dual significance to the radio and 
TV service technician. The square wave has the characteris- 
tics of both low and high frequencies. As such, it is suitable 
for quick testing of frequency response of amplifiers, without 
the tedious work of running a response curve over the whole 
frequency range of the amplifier. From this viewpoint, fami- 
liarization with the effects on the square wave makes for 
easy identification of possible causes of poor response of 
the amplifier. 

Of perhaps greater and more immediate concern to the TV 
service technician is the characteristic of the square wave, as it 
commonly appears in TV receivers, namely the sync pulse. Many 
a difficulty in sync and blanking circuits can be traced to a round- 
ing-off of the sync pulse square wave, due to improper supply 
voltage or to component failure. Furthermore, since the square 
wave in sync circuits is but a signal used for shaping purposes 
in the differentiator and integrator circuits, knowledge of the 
importance of the steepness of the sides (rise time) and the flat- 
ness of the top, is of considerable help in analysis of improperly 
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functioning circuits at the input to the vertical and horizontal 
oscillator circuits. 

To briefly review the characteristic indications of response by 
the square-wave distortion, two main observations are required. 
Any change in steepness and/or rounding of the sharp corners 
indicates high-frequency deficiency. Poor low-frequency response 
is evident from the slanting, either upward or downward, of the 
flat top of the wave, with more or less curving (concave) of this 
portion of the wave at the same time. Figure 701 on page 135 
shows typical examples of these characteristics. 

In testing a wide-band amplifier, it is usually preferable to 
check at two or three different square-wave frequencies. In sync 
circuits, however, only a single frequency is involved, hence a 
one-frequency test is adequate. A 30-kc signal is most desirable, 
since it is the approximate frequency (or repetition rate) of the 
sync pulses during the vertical retrace time. 


Procedure 


1. Connect the signal generator to the VERTICAL INPUT of the 
scope. Set the generator frequency to 1,000 cycles, and adjust 
all controls for a good pattern of about 3 cycles. Using plastic 
scale on screen, observe quality of the square wave. 

2. ‘Transfer generator to input of the amplifier and scope 
VERTICAL INPUT to output of the amplifier. Readjust generator 
output until approximately the same amplitude is obtained on 
the scope as in step 1. Observe quality of output wave shape. 

3. Retune generator to 100 cycles. Shift scope to input of the 
amplifier, adjust sweep for 3 cycles, and adjust gain controls for 
a proper amplitude on the scope. 

4. Move the scope to the output of the amplifier and readjust 
gain controls. Using the calibrated screen on the c-r tube, observe 
the variation from the waveshape obtained at the input to the 
amplifier in step 3. Notice particularly the effect on the flat por- 
tion of the square wave. If the output square wave looks nearly 
as good as the input, retune the generator to a lower frequency 
and repeat steps 3 and 4, until a marked deterioration at the out- 
put of the amplifier is observed. 

5. Repeat steps 3 and 4, but with the generator set first to 
5,000 cycles, then to 10,000 cycles. Continue at one higher fre- 
quency until the output waveshape has both sloping sides and 
rounded corners, beginning to resemble a sine wave. Also observe 
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the apparent reduction of the original flat portion of the square 
wave. 


Square-Wave Testing 
EXPERIMENT X 


Purpose: ‘I’o learn the effect of r-c networks on square waves. To 
observe the types of pulses developed by r-c networks when 
either R or C or both are changed. 


Equipment: Square-wave generator, scope, various resistors and 
capacitors. 


Theory: In connection with pulse shaping in TV sync circuits, 
the shape of the wave depends on the absolute and relative 
magnitudes of the R and C components. This experiment 
is intended to show some results of varying one or the 
other of these components and how the output pulse or 
pip may be shaped in width and amplitude to suit different 
requirements, The basic components for these tests are a 
Square-wave-input voltage and a series r-c network load. A 
capacitor charging in series with a resistor from a square 
wave (or d.c.) source will accumulate or integrate a voltage 
over a period of time due to the current flowing into it, the 
time depending on the size of the capacitor and the magni- 
tude of the series resistance. Furthermore, the initial ac- 
cumulation is greatest, since the current flow is largest then. 
By contrast, the current in the series resistor is maximum at 
the start of the cycle, and decreases thereafter at a slower or 
faster rate, depending on the same factors mentioned. How- 
ever, since the voltage developed across the resistor due to the 
charging current is in phase with the current, hence instan- 
taneous, a voltage pulse, called a differentiated pulse, is 
developed across the resistor. Another observation worth 
repeating is the fact that the voltage across the capacitor 
develops during, and depends on, the flat portion of the 
square wave, while the voltage across the resistor is due pri- 
marily to the leading edge, or rise, of the same square wave. 

An important point to make here is the fact that the absolute 
values of R and C are much less important (except for specific 
use) than the relative magnitudes of R and X,. For example: 

A .001-u£ capacitor will charge up quickly in series with a 0.5- 

megohm resistor (500 microseconds). By contrast, a 0.25-uf capa- 

citor, charging to the same voltage, will require a much longer 
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time: (125,000 us), saying, in effect, that the resistance is much 
too high. Thus it is possible to obtain similar waveshapes from 
different values of capacitors if the resistance in each case is 
appropriately changed. 

As shown in Fig. 810, a differentiated pulse is a sharp spike 
having extremely short time duration at its peak. As such, it 
is very suitable for triggering or synchronizing, just as a sharp 
point can distinguish between two adjacent points very close 
to each other. In differentiating a square wave, the spike can be 
made steeper or wider depending on the size of the capacitor, 
hence the amount of charging current required. Another factor of 


4 b 
Fig. 810-a, -b. The shape of the pulse waveform can be altered 
by modifying the time constant of the r-c network. 
importance in TV sync circuits is the off time of the square wave. — 
If successive pulses are to be distinct from each other, leaving no 
charge accumulation from one cycle to the next, the zero-amplitude 
of the square wave must be long enough to allow complete dissi- 
pation of the energy of the previous pulse. This is the case in 
differentiation of the horizontal sync pulses having an on time 
of about 5 us and an off time of almost 57 us. The serrated ver- 
tical pulses, by contrast, are on for roughly 25 us and off only about 
6 us. Because of this, and, as a matter of fact, intentionally so, 
the vertical pulses integrate — energy accumulates from pulse 
to pulse, with but a small loss during the off time. 
In this experiment, the series r-c network will serve as ‘both 
a differentiating and integrating circuit, depending on which of 
the two components is considered the output circuit. Further- 
more, as the frequency is varied, the degree of differentiation and 
integration will change, as X, varies with the frequency while R 
remains constant. 


Procedure 


1. Connect a 100 pf capacitor in series with a 10,000-ohm 
resistor across the output of the audio oscillator. Set oscillator 
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frequency to 1,000 cycles. Adjust INTERNAL SWEEP of scope to 
get three pulses on the screen. 


2. Place VERTICAL INPUT terminals of the scope across the 
generator output terminals and observe the quality of the square 
wave as well as its amplitude. Repeat at 10 kc. 


3. Switch scope leads across the resistor only. Observe (and 
preferably record) amplitude and steepness of pulse. Note relative 
off-ttme space between pulses. 


4. Switch test leads to capacitor and record pulse obtained 
alongside the pulse obtained in step 3. Compare the two pulses 
for the characteristics stated in step 3. 


5. Reset generator frequency to 10,000 cycles and repeat steps 
3 and 4. Record the R and C waveshapes along the R and C 
pulses of steps 3 and 4. 


6. Change r-c network to 100,000 ohms and .001 uf respec- 
tively and repeat steps 3 and 4 at 10,000 cycles. Record pulse 
shapes as previously. 


7. Reset generator to 1,000 cycles and repeat steps 3 and 4, 
recording the pulses, and arranging the R and C pulses as pre- 
viously. 


8. Change the r-c network to a .01-f capacitor and a 100,000- 
ohm resistor and repeat steps 3 and 4 at 1,000 and 10,000 cycles. 
Record the pulse shapes and amplitudes. 


Relation between R.M.S. and Peak Values of Symmetrical 
Waves 


EXPERIMENT XI 


Purpose: ‘Io compare and observe the effects of an alternating 
voltage on the scope and on a meter; to learn the relation- 
ship between root mean square and peak values of a voltage 
or signal. 


Equipment: Multimeter, scope, test leads, d.c. source. 


Theory: As explained in Chapter 1, and illustrated in Fig. 101, 
a d.c. voltage is of constant value, showing no amplitude 
variations with time. A single measurement of such a volt- 


179 


age with a meter is, therefore, a complete and exact descrip- 
tion. Although not generally referred to as such, it is desir- 
able, for the purpose of this experiment, to state that such a 
measurement indicates the “‘peak’”’ value of the voltage. ‘This 
is quite correct if we add the fact that a d.c. voltage is always 
at the “peak” level. As a practical example in evidence of 
this statement one need but recall that a capacitor breakdown 
voltage is usually given in both r.m.s. and d.c. If the peak 
voltage is calculated from the given r.m.s. value, the result 
will be the d.c. value in volts. (In practice, the manufacturer 
usually specifies the voltages in round figures, but a few cal- 
culations will convince the reader that this relation checks 
quite closely.) 


While the instantaneous value of grid voltage is important in 
all signal circuits, it is particularly significant in TV. Sync clip- 
pers, a.f.c. noise gates and similar functions are based on both the 
instantaneous and the peak values of the applied signal or pulse. 
It is for this reason that meter measurements at these points are 
inadequate, while peak indications by the scope tell the true con- 
ditions of operation. However, if the relations between the meter 
readings and the actual instantaneous voltages (as would be shown — 
on the scope) are understood, the meter readings can be intelli- 
gently interpreted in cases where it is not convenient to use the 
scope. 


A simple example of a symmetrical wave is the sine wave. ‘This 
wave is said to be symmetrical because a line drawn vertically 
through the peak (90 or 270 degrees) divides the half cycle into 
exactly identical quarter cycles. Similarly, the horizontal line or 
the zero voltage axis has identical half cycles above and below. 


If we now compare a sine and a square wave, with both having 
the same width and peak values, it becomes apparent that the 
square wave (over any particular half cycle) has constant ampli- 
tude equal to the peak value of the sine. Another way of illustra- 
ting the difference is in terms of area under the half cycle. The 
sine area is much smaller because it is at peak value for only one 
instant (90 or 270 degrees), while the square wave is always at 
peak, as stated for d.c. Since the usual meter reading corresponds 
to the area under the curve, it becomes apparent that a sine wave 
having a peak of 100 volts, will not read as high on the meter as 
a 100-volt battery. But, knowing the relation between the two 
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types of voltage, one can state that the sine peak will be 100 volts 
if the meter reads approximately 70.7 volts. 


There is one other difference between meter and scope indica- 
tions that is of great importance, namely the r.m.s. versus peak-to- 
peak value. A signal voltage, whether a sine wave, a trapezoid, or 
other waveform, “swings” the grid of a tube not by the r.ms. 
value, but from one extreme to the other—in other words, from 
peak to peak. Should either peak swing the grid beyond the 
intended range of operation, distortion will result. It is therefore 
necessary for the user to understand the relationship between a 
meter voltage reading and the peak-to-peak voltage such reading 
represents. Even in the case of the symmetrical (sine) wave the 
ratio between r.m.s. and peak-to-peak is almost 3:1; it may be 
much higher in the case of non-symmetrical signals such as sync 
pulses. 


In the experiment to follow, comparisons are made between 
a d.c. voltage and an a.c. having the same peak value as the d.c. 
Once this is understood, the scope may be calibrated for peak-to- 
peak readings using sine waves, not only because they are readily 
available, but because they are absolutely symmetrical and their 
relationships (r.m.s. vs. peak or peak-to-peak) are always the same. 
The accuracy of calibration will then depend only on the accuracy 
of the meter used to measure the a.c. and the care with which the 
measurements and scope observations are made. A further ob- 
vious advantage is the fact that calibrations need not be perma- 
nent and subject to effects of tube aging and other changes in 
the scope from time to time. Since the calibrating a.c. is measured 
each time, the scope reading (in volts-per-inch) is of equal accu- 
racy every time, regardless of vertical amplifier gain, etc. 


Procedure 


1. Switch on the scope and allow it to warm up. Adjust all 
controls to give a sharp spot near the bottom of the screen, mid- 
way between left and right. 


_ 2. Connect the d.c. voltage to the vertical deflection plate. A 
terminal board is generally placed at the back of the scope for 
making such direct connections. The pairs of terminals marked 
V and H near the center of the diagram, Fig. 811, are for use 
when neither horizontal nor vertical amplification is desired. Nor- 
mally, they are bridged by a wire jumper, as shown. When direct 
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signal connection to the deflection plates is desired, the jumpers 
are removed, and the signal (or d.c. voltage, in this case) is con- 
nected between the lower of the two posts and ground. Fig. 811 
shows these connections as viewed from the outside. If necessary, 
consult the schematic diagram of the scope. A 45- or 90-volt bat- 
tery is convenient, although any d.c. supply may be used. If the 


REMOVE JUMPER FOR DIRECT 
| CONNECTION TO DEFLECTION 
PLATES. 


Fig. 811. Typical termt- 

nal strip for direct connec- 

tion to deflection plates. 

These are high-voltage 

terminals and should not 

be touched when scope 
is on. 


spot moves downward and disappears from the screen, reverse the 
polarity of the d.c. voltage. Use sufficient voltage to move the 
spot at least 1 inch. 


3. Measure the d.c. used and the distance in inches the spot 
has moved. 


4. Substitute a sine wave a.c. voltage for the d.c. If possible, 
adjust this voltage until the spot deflects the same distance as pre- 
viously. If such adjustment is not convenient, use a smaller volt- 
age and measure the deflection in inches. The spot will deflect 
in both directions. Measure the deflection only in the same direc- 
tion obtained previously. Measure the a.c. voltage, using an. a.c. 
voltmeter. 


5. Reduce the a.c. voltage, and if necessary, adjust the center- 
ing control of the scope until all of the trace is on the screen. If 
the a.c. voltage is adjustable, set the value so that the same deflec- 
tion is obtained as with the d.c. Again measure the applied volt- 
age with the a.c. voltmeter. | 


6. Calculate the equivalent a.c. voltages in this way: If the 
a.c. was adjusted for the same deflection as with d.c., divide the 
d.c. value by the a.c. value. For example, if the measured d.c. 
was 60 volts and the measured a.c. voltage was 42, dividing 60 by 
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42 will give approximately 1.41 which is the relation between 
r.m.s. and peak for a sine wave. This proves that a 42-volt r.m.s. 
sine wave has a peak value of 60 and deflects the beam as much as 
the 60 volts d.c. Similarly, if the a.c. voltage in step 5, which gave 
a complete trace of the same height as 60 volts d.c., measures 
21 volts on the meter, dividing 60 by 21 gives a ratio of approxi- 
mately 2.82, this being the relation between r.m.s. and peak-to- 
peak. 

7. If the a.c. voltages used were not adjusted, but the deflection 
was measured in each case, the calculation is somewhat different. 
Assume that the d.c. voltage gave a deflection of 1.5 inches for 60 
volts, while the a.c. voltage in step 4 gave a deflection of 1 inch 
and (if the experiment was done correctly) the meter reading was 
approximately 28.5 volts. It logically follows that increasing this 
voltage by 50%, to 42, would also increase the deflection by 50%, 
to 1.5 inches. A similar calculation in the case of step 5 will prove 
the case for the peak-to-peak condition. 

NOTE: In this above experiment it was assumed that the serv- 
_ice technician has the usual type of service scope, with r-c coupling 
(blocking capacitors to the grids) between stages. Such instru- 
ments will not respond to d.c. input voltages to the amplifiers. 
Consequently, connection had to be made directly to the deflec- 
tion plates. In those cases where the scope has provision for d.c. 
input signals, this experiment is greatly simplified, since the input 
is made to the VERTICAL INPUT terminals and the amount of deflec- 
tion can be adjusted to suit with the v-catn control. 


Effect of Meter Behavior on Pulse Voltages 
EXPERIMENT XIl 


Purpose: ‘Io observe the effect of the multimeter on the shape of 
the pulse; to compare the sine wave and a sharp pulse under 
similar conditions of measurements. 


Equipment: Scope, a.c. meter, television receiver in operating 
condition. 


Theory: In experiment XI it was shown that the voltage indicated 
by the usual meter depended on the shape of the wave, and 
particularly on the area under the curve. It follows, there- 
fore, that a pulse such as the sharp pip used for horizontal 
sync in T’V receivers, would produce even less of an indica- 
tion on the meter, since the pulse width or duration, hence 
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the area under it, is much less than that of the sine wave of 
the same peak value. There are other reasons why a sharp 
pulse is unsuitable for measurement with the ordinary meter. 
Two of the most important ones are the great variety of 
pulses, each with a different shape, width and degree of dis- 
symmetry, and the great susceptibility of pulses to loading. 

The sine wave is one of the few types of a.c. suitable for meas- 
urement with the ordinary meter, because of absolute uniformity 
and symmetry (other examples are the triangular and square 
waves). One might justly say that there is but one sine wave. 
Such is not the case with pulse voltages. These may be of any 
width, they may vary in shape during the rise and fall, the positive 
and negative parts of the ‘“‘cycle” are seldom identical, etc. While 
you could calculate the relationship between a meter reading 
(r.m.s.) and the peak value of any one type of pulse, this would not 
hold for any other kind. Furthermore, since no assurance can be 
given, as in case of sine waves, that the pulse will be identical 
under varying conditions and in different circuits, such a calcula- 
tion would be of little use. Another factor against the use of the 
meter is the difficulty of determining peak-to-peak values, a most 
important characteristic of pulses, because the positive and nega- 
tive peaks are seldom equal in amplitude. 

The loading effect of the meter on the pulse source is due to 
the steepness or narrowness of the pulse and the nature of the 
pulse circuit. As an example, the horizontal sync pulse in ‘T'V is 
almost vertical in shape and of very short time constant. Any 
loading, such as produced by a meter, is sufficient to reduce the 
pulse amplitude as well as change its shape sufficiently to make 
the pulse nearly useless. Even the ordinary input amplifier in a 
scope has a slight effect on the pulse amplitude. It is obvious from 
this that measurement of such pulses with a meter is practically 
useless. : 


Procedure 
1. Allow receiver and scope to warm up. 


2. Connect VERTICAL INPUT of scope across a source of a hori- 
zontal sync pulse. This may be the output of the differentiator 
circuit, the input to the horizontal a.f.c., etc. 


3. Set INTERNAL SWEEP of the scope to approximately 15,750 
cycles and adjust the FINE FREQUENCY control until a single hori- 
zontal pulse appears. Tune the receiver and also adjust its con- 
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trast control until the pulse covers most of the CRT screen. Use 
the scope VERTICAL GAIN control as needed. 
4. Measure the deflection in inches. 


5. Without changing the setting of the VERTICAL GAIN, discon- 
nect the sync pulse and apply a sine voltage of known value to the 
Scope VERTICAL INPUT, calibrating the screen in peak-to-peak volts 
as described on page 118. 


6. From these measurements, calculate the peak-to-peak value 
of the pulse. 


7. Remove the a.c. and reconnect the sync pulse, as originally. 


8. Connect the a.c. meter across the v-INPUT to the scope, using 
a meter scale on the basis of the calculations of step 6. Observe 
the effect of connecting the meter on the height and shape of the 
pulse on the CRT screen. Read the meter voltage and the deflec- 
tion in inches on the screen with the meter connected. 


9. Divide the meter reading into the value obtained from the 
calculation of step 6. The result obtained will vary from case to 
case, but will seldom be as low as in the case of the sine wave, 
namely 2.82. 


10. Substitute a vacuum-tube voltmeter for the multimeter used 
and repeat steps 8 and 9. Compare the results and the loading 
effects of the two meters. 


11. Compare the original height of deflection on the screen with 
that obtained in case of loading with the multimeter. Repeat for 
the case of the v.t.v.m. 


12. Remove the meter and observe the total deflection on the 
screen once more. With a crayon or strip of tape, mark the posi- 
tions of the positive and negative peaks of the pulse. ‘The VERTICAL 
GAIN control may be readjusted so that the negative peak is of 
noticeable size. 


13. Reduce the VERTICAL GAIN control until the pulse amplitude 
is zero. Notice the position of the trace on the screen. 


14. Measure the distance from the zero position just obtained 
to each of the peak positions previously marked. Compare the 
positive and negative amplitudes. ‘This will illustrate the fact 
that in pulse voltages it is incorrect to measure ‘‘the peak”’ voltage 
and multiply by two to obtain the peak-to-peak value. 


NOTE: In many cases the sync pulse obtained may have little 
or no visible negative swing, all of the pulse being on one side of 


185 


zero only. In such case, steps 12 through 14 may be done using 
a trapezoidal sweep voltage, such as the output of the vertical 
oscillator of the TV receiver. In either case, the dissymmetry be- 
tween the positive and negative portions of the signal will be 
demonstrated. 


Capacitor Leakage Measurements 
EXPERIMENT XIill 


Purpose: ‘I’o test the leakage or power factor of capacitors. 
Equipment: Scope, miscellaneous capacitors, audio oscillator. 


Theory: One of the most useful applications of the scope beyond 
the common observations of waveforms is the measurement 
of the leakage or power factor of capacitors. This is particu- 
larly so in case of small coupling, bypass and pulse shaping 
capacitors. While large filter capacitances may also be check- 
ed, this is not nearly as useful, since electrolytic capacitors 
are easily substituted with units known to be good, or checked 
with a high range ohmmeter. In the case of small capacitors, 
up to perhaps a few thousand yf, the scope is far superior, 
the ohmmeter being of little value. TV service technicians 
are well aware of the fact that while an electrolytic capacitor 
measuring as low as 1 megohm or even less may be perfectly 
good, a coupling capacitor of the same resistance value is all 
but short-circuited. Unfortunately, few capacitance checkers 
have any accurate leakage indicators for such units. 

‘The measurement of capacitor leakage is based on the fact that 

a perfect capacitor is a purely reactive device, consuming no power 
whatsoever, regardless of the voltage across it or the current in it. 
The usual statement is that “the power factor of a perfect capacitor 
is zero.” Another way is to say that the d.c. resistance is infinite. 
A defective capacitor, however, consumes some power, its power 
factor being some value between zero and 1, while its d.c. resis- 
tance, although still relatively high, is not infinite. It is this 
resistance that consumes some power. In the measurement of 
capacitor leakage with the scope, comparison is made between the 
suspected capacitor and a standard unit, known to be perfect. 


Procedure 


1. Connect the suspected capacitor in series with the one known 
to be good across the output of an audio oscillator. Set the fre- 
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quency to any convenient value, a few hundred cycles being pre- 
ferred. ‘The frequency may have to be adjusted to get an adequate 
deflection pattern, in the case of some extreme capacitance values. 

2. Connect the junction of the two capacitors to the GND ter- 
minal of the scope. Connect the other end of the test capacitor 
to the v-Inpur of the scope, and the free end of the standard capa- 
citor to the H-INPUT. 


3. Switch the INTERNAL SWEEP off and adjust the various con- 
trols, including the output of the audio oscillator, for a sizable 
pattern on the CRT screen. 

4. Observe the pattern on the screen. If the suspected capacitor 
is perfect, the voltage and current of the entire network will be 
exactly 90 degrees apart. If, however, some leakage exists, the 
suspected capacitor will then act as an r-c network, and the phase 
angle will be less than 90 degrees. 

5. Compare the pattern obtained with those of Fig. 708 on page 
138 showing amplifier phase shift. A perfect capacitor will have 
a straight-line pattern similar to one having a zero degrees phase 
shift, while leakage will show up as an opening up of the ellipse, 
the amount of opening increasing with the leakage. 


187 


Index... 


a ce) 


C. 8 
Le and D.C., Characteristics of. 8 


IGE MECEOTS Fis lease pe suns eg AC ache Le 10 
Accelerating Anode ............... 18 
Adjustment of Oscilloscope 
COTO Soe ei aaa en 67, 156 
arch aie Trap-Cinrcuiters 3.) Be 
SURGE Pan gs hot ey DROUIN Epa Cae: Ute Th ees 3 
A.G.C. Bias Substitute ............ 117 
ATR OT EH fener ison Valrary aU aan NE Pa) te» 76 
Bande Page ese yay een ana niers 80 
BTOAG= Band Wy k ce eu bua tele ines 80 
IPISCHIMN a COD) ahha eases te el adele 85 
Discriminator, with AM Generator 87 
TUPOCELOLUACG Ce Onulaieceia sia) < tus tae 93 
TENT ead OA eh eh tases aa MRE Alig ga rier 90 
WM alah 6 4 Bal S00 a Yo UDMMaP cpu a Imac ied okt MRD PB 105 
GE a ORC ANNAN: ba hr RRA MME ADE PANT 8 RNS Oy 94 
Tntercarrien |) TR ya cane ne ok 101 
Peak-Tuned IL.F. System ........ 78 
RAtIG-DWerector (ili Meus chem wild oie eae 89 
Sweep, of Sound LE. os... 6.64. 102 
Alternating: Current: si Goh) Sas eethale 8 
AM Generator Alignment of 
IDASCLIUININATOT a. tye aes ats 87 
TAME CUS V STON hi. oi rc iae cere band 81 
Amplified and Direct Signals, Com- 
PIRTISON COL eich ne ek Wiesee tapenel yen seals 163 
Amplifier: 
SC NCL Baa CeNy. U8 aarcr ey gp ease east aR AU sy 55 
\YATCG ov0 PA eae ae ey WE HORE SH Ar, NES. Seen DN OA 107 
ETERS ei) Sy LE AAA Ca NAHR Ste Ne 48 
Amplifiers: 
ET OLIZOMCAL a rer ka nia. ate 58, 59, 72 
INOLTIOCAT TN Gel sakes: Gb Se diate anita g 53, 72 
Amplitude, Syne’ Signal i. ce.). 70 
Anode: 
A CCOGLOPALION ihe fais dace tuigiaere adele erent 18 
MAE SE SIG! ace tear Crain MA Pelee net ab emeRel dt Ale ity 
GCSE aia ore cialis se tee ahd ae deere 17 
WCENn SIPS es wes ah ea a 18, 65 
SOCONG oe Se ee a Re Cet a eae e 18 
PROPYL Bs ret Ate ach BG L  s Ue Mea Gly 18 
MATECD UR LOM iis Wea ee alehe uabe resonate 217 
‘Attenuator: Vi-Signal |. /4 au! 6) ee 68 
Audio: 
Distortion due to Overload ..... 169 
Gain Measurements ............ lie 
Oscillator Calibration ........... 123 
Response Measurement ......... 134 
IIE LEG LCA LOL is ie eec ete elise) tee pana ahs 50 
Auto Radio Vibrator Supplies. .146, 147 
Balance: Control ian cm wie cera ake 47 
Balanced Multivibrator ............ 39 


188 


Band-Pass: 


Alignments) i006 iain 6 ellemele aie enn 80 

Meaning: 0850.05) 5.20. cd si cee 17 

Vertical Amplifier ............. 54 
Bandwidth, LB)... dc.< 05 ise 97 
Bandwidth vs) Gains. 20. eee 91 
Bars, Sound 2.38.06 od bee 99 
Base, Times si iiss = eee eee 26, 29 
Battery Bias oo... a oe sa ee ee 117 
Beam: 

Brightness ........-.-+eeeereeees y bef 

Centering Of 66 4.605.) ieee ee ee 22 

Gonvergzence .. fii. .ssee ae eee 20 

On SwitcCh: .ciiess eos ae gee 67 
B-H (Curve. 6 6 be Sa ee eee 129 
Bias: 

Battery i Wiss ete ALT 

Cathode-Ray Tube ......02.. mee Lae 

Substitute; (A.G.C.... 04.424) 5D ky 

Temporary 6.0) vs) sale ee 117 
Bifilar: I.E) System | 4.) cher 93, 96 
Blanking Retrace .....).5.5.3 520m 50 
B. Plus: Supply’ Bum). 72 eee 141 
Brightness Control... ... J. .2enceee 17 
Broad-Band Alignment ............ 80 
Burn, Fluoreseent 2... 0c). bee 67 
Buzz, Intercarrier: ».\....4) cece 98 
Calibrating the Scope as a 

Voltmeter: 23 2.2) eee 118 
Calibrating the Sweep in 
Microseconds: |.) 24 Ue eee 128 

Calibration : 

Audio Oscillator ic)... 35). eee 123 

Horizontal Sweep .............. 120 

Scope ioe eb i Va ee ee 119 

Scope as @ Voltmeter .......... 118 

Sweep, in Microseconds ........ 128 
Capacitance, Shunting .......... we. 56 
Capacitor: 

Charge and Discharge .......... 30 

Tsolating ee wey Se er 115 

Leakage Measurements ......... 186 
Cathode: 

-Coupled Multivibrator ......... 40 

of Cathode-Ray Tube .......... 16 

Physical Structure of |... 70008 16 

rRay Tube is eiai eae 14, 15 

-~Ray lube, Bias) 250) We eee 17 

-Ray Tube Filament ............ 16 

APC ic id ies CA ee 19 
Centering: 

BGA Ki che! d aden ee 22 

Horizontal 0 eee oes ea ee 68 

Vertical ns hci ep ae 68 


Characteristics of A.C. and D.C..... 8 


Circuit: 
PTILOL GAEL POT GU ak oh sae 5 biG) is eed el Piece 100 
IE eT eee Neds iidin.e coe! v hecetala 0 ais 58 
Re i es Ns oi ae atv oe od 8 127 
Coarse Frequency .............. 69, 74 
Coarse-Frequency Control ....... 36, 41 
Coating on the Screen ............. 14 


Compensation, Frequency .54, 55, 56, 57 
Control: 


Coarse Frequency .............. 36 
WMIMAGeE TEOUCNCY F655 bi cle kc aoe 36 
POUNIOTION ky Ste a eh Si \ossk save 41 
Grid of Cathode-Ray Tube...... 16 
PPCOIRSEE Me a aie kates Cie eas 67 
et SEEN eal isicis sus 's, wb) asl wane shane 75 
Wiley ich (ora pS ¢ Cn nr a 53 
Controls, Operating o's 67 
Convergence of Beam ............. 20 
COUN ee OIRCCE 2 ee ee ad 72 
Coupling to the Front End.......... 140 
EEL OTS SCE Cl SL Eo) 0 Pn 19 
Crystal-Detector Probe ............ 115 
Current Waveshapes, Measurement 
TSMR PRE ae Keren, Sy SUNS NSS ek at, 144 
Curve: 
£1, se eet gd imme SRC gO EN am ee 129 
Discriminator Response: fe es, 83 
Hysteresis-Characteristic ....... 129 
Ber eIOBDONSE oo ta el ca ey 93 
EAD MVCN re re. ikke big hE eae 78 
PECRNS CHENIN CN alee LP tins 1) Au 77 
rye PF iOtting 2. ee ee 129 
Pee Se a tars FS 86 
cg ie SEEN a SoS Iie OAS a 8 
D.C. and A.C., Characteristics of . 8 
EMR kc ae Se ek gs ek 140 
Deflection : 
Electromagnetic SiR eR Ate, 8 Os AE REN 20 
PUULOCETOStALIC, 2 6. 2's! 2 CSE a 20 
LSS FSG) NC ORR Re ea 24 
Plates, Direct Connections to .... 71 
Ce MN A ca ee ec 127 
emer Oe Ie 65 
Ne ee iy Mae eke a 20 
memocuiator Probe 2.2.05 500.0 00% 115 
De IO HODO  e b i ees 99 
Detector : 
(LEPESES Toy Ws pel st gp Sta a ae a Pe a 84, 88 
eect, Alga ment of o.oo 89 
Detectors, Types of FM ...........%. 84 
Differentiated Wave ............... 13 
Direct and Amplified Signals, 
Comparison: Of. ys ee ese ek 163 
Direct Connections to Deflection 
PAM EM LOS NMS e rs i 2 ah merase cete Lee 
PPUEPOCCOUDIING 26.0 Sk ee eae 72 
Me UPON ok oe ae be bd oe eS 8 
MANO TITNINATOL 8 a a le eek 82, 84 


Alignment Using AM Generator.. 87 
Response Curve © 
Sweep Alignment of 
Distortion due to Overload, Audio ...169 
_ Distribution of Voltages in RCA Scope 73 


Wg Iaer. OV OLLALE: ys. la chee eee 116 
Double Superheterodyne ........... 97 
“PL ies 87 UL 2 ama E an LIS San RE ERR ER TRA 52 
Hffect of A.G.C. on Alignment ...... 93 
Effect of Sine-Wave Sweep Voltage 

on. Beam Travel Ooo ek Oe 124 
EECENVO VOILA LO oe). sie cs bb ok. ny eters 118 
Blectromagnetic Deflection ......... 20 
SEE FSOA TU 5.6 e's Ade beled awelats bets 16 
MERMCETER AS TITY iso slg. oh a Toi eors Yesamae! eae 15 
amectronic Switch .....65. 06 000.. 12, 47 
Electrostatic Deflection ............ 20 


Experiments Using the Oscilloscope. .156 
maternal Sync Signal .............. 70 
@eametion Potential ...........600.. 33 


Filament of Cathode-Ray Tube .... 16 
Filter Operation, Checking ......... 151 


MMe Wi MredueNnCy, . 2 i537 eieieyeny echoes 69, 74 
Fine-Frequency Control ........ 36, 41 
Mivin SV OLEAR Sw Mice ilcuaucae te nein Reitman 33 
Brst tA Nod ey) ieee Luka ial Ne we 
PUERCO MUO CINE ir cuane Vaaele ee a ee eee 96 
1A RESPONSE Yi) 5020 5 eueres ce wo teen aed ae 54 
Mlaty “Popping ye sees at dae a atop 76, 96 
Pluorescent) Burm eo 3% sg dee ileal s 
Fluorescent Screen ............ 14, 28 
Butter, Video ayyae icone ween ee a 142 
A SRB 3 ae Woh ated by boa = pup eannrs au) Muelibn omnes deluge Ace area 29 
FM: 


Carrier Level in Intercarrier Sets 98 


Detectors, ‘Types. of was Gite ns 84 
Discriminator ies Vo ee ee eee 82 
RM tAdionment i cuion ounce noni 90 
PRO SV STM eich taehes aie alan 81 
HOC URS ab real Nan uae ae ge MRD IR Ge tae 68 
BD OCU). sa nu lie ee a 21 
MOCUSING VA NOG. wae iat Meal tte eee 17 
Frequency : 
COATRET ete CO SiN tal leanne ha amne ai 69, 74 
Compensation... 54). sex eee y 54, 57 
SeCCONEP OD in yok 5 wkd ce & oe EAE ere 
TO i ort ee Seakaah ee ae 69, 70, 74 
SAWtOOth wie Ll a he en aay 35 
SSWiEOD eI eri ra! ob ae ion, Cites eae rds 74 
Front-End Alignment ............. 105 
Front End, Coupling to the ........ 116 
Front Ends AU ASEM RRS U9) elt REM UR UTR DE RERLES CAD 106 
COANE gle VS MaMa Lue pre ates cig UNS Ae ar 91 
Measurements... 672 bk eee Pe: 133 
Va: (Bandwidth. fe oh eis es 91 
Gas: 
-Discharge Generator .......... 30 
-Triode Sawtooth Generator .... 36 
PEENI DOW INOLSR isis iter ola cls Site 38 
—~buEber Oscillator’ oy owsilw, Gi iil: 34 
Generation of Sawtooth ........... 31 
Generator: 
Absorption Marker ............ 87 
Gas-Triode Sawtooth ........... 36 
JAAS od 2c) An ade a RLS Hae SU 86 
REO COO UE. (ai Mee Nai we Ae bales Salt 29, 30 
BETITIG SETA SE i Cy eke Vel mks Na i aN 4 
-to-Receiver Matching Pad ...... 112 
Generators, Types of Marker ...... 86 
CEP aD TIS ys ree oe ea a ke RG a tha a 10 
Grid CS INCUITER ce hs OA ONS. ate orn ial eR 140 
Halt=Power Pome oh. kencs oe eae 78 
FERED SEN a ee RSP Sct es Ge Gus eh eae ele Be a ae 38 
Heater of Cathode-Ray Tube ...... 16 
Heater-to-Cathode Leakage ....... 139 
ALEK PTW todos ahs NR aC ep Wal ae r eh teh): 44 
High-Frequency Compensation ..... 56 
High-Voltage Supply, Negative ..... 64 
Horizontal: : 
ANNIDLITIOIS ois os bss bos Rages 58, 59, 72 
CSONtOV INS ero ee ale cae haan aan pene 


68 
Deflection for Sweep Alignment ..123 


Deflection, Plates 7). os ye ee 21 
GEN ies so eke a ea 44 
SVT COD iis Roicp anaes ace aie aeh ay Rae rca ee 25 
Sweep, Calibration of ........... ee 
engages PSE AB NORE MINA VCAD NET wut ehh cps 
EE Ri bce MUA AR ROME IE A bea ey Wahi fed 80, 139, iat 
Hum in the Video Signal .......... 141 
Hysteresis Characteristic Curve ....129 
LF. : 
Amplifiers, Regeneration of ..... 143 
Bandwidth) Hee Aes soe lea as sane 97 
Bar ie NG On LGN ne, 93, 96 
Channels, TV Sound ............ 102 
Channels, Video iy wicca 91 
Impedance-Coupled ............ 92 
RESDONEE:|'CUPVE voiccn nine oki ce ae 93 


Response, Intercarrier .......... 98 
Response, Split-Sound .......... 99 
Stagger-Tuned .............. 92, 95 

LF. Alignment: 

USD, Re ER A Men MCR Se Kia 9.0 TT I 90 
ENLELCATTIER fi Mare ete rn 101 
IPPOCEGUTE) cess Geos nk eR Ghee naae ame 94 
LE. System: 
Alignment of Peak-Tuned ...... 78 
YOY Mn ae ay AU TO ari MEM AR Henna) Sia ive an 81 
TON Tvs i aye nec uesas aA On a YO) la a ae ee 81 
Iintercarrien oie a ee 97 
Impedance-Coupled I.F. ........... 92 
Impedance Matching .............. 111 
INGiGATOL, AULA) hee aie ede 50 
Interrated Wave) 625505020! 13 
Intensifier Anode ............... 18, 65 
PRCONSICY ak cess os ae nate perme coe 17 
Intensity \Controlics vc yns eee 67 
Intensity Modulation ........... 17, 48 
Intercarrier : 

Sms LEZ Zi risen he eat  Moaties ct ca Tel Se aT Soe SH 98 
DO AEN INIEN Ese oe Rte 101 
EER) OUP CULE et id cee ie wt de 100 
TRE Response! 6a oa ee 98 
DIPS! Asta gS UNS 6 Rea ee wg On eR RR ha pues 97 

Interference, Sound ............... 99 
Interrupted: Pattern’) .2'.660)) 24.055 48 
tonization: Potential oy ns. 2s ee 33 
isolating “Capacitor ) 60) ek. Week e. 115 
Isolating Resistor ............. 70, 115 
Isolation of Instrument from 
Equipment under Test ...... 115 
ead” Dress; Critical <5) eS hae. 140 
Leakage, Heater-to-Cathode ....... 139 
TIONS SO VSCOII I ear ieee ee a et teu 17 
EON MIOEO ec crese he tok tien) cW ty Senlead ge 65 
TOLIMIL ON SE eve e tan.) ne eaten en pa ah, 88 
BA Pee a i hel ae BAO eae ea i a aM LN 44 
LANOWETEQUCHCV Cy se es ee 70 
Linear Deflection wun oo. fete ree 24 
Lissajous Figures ...121, 122, 128, 164 
Jie Wel sal: glk chy bd ve UMMMREO Any A SOO gs On aaa tone 6 
LOBdiIne RESIStOrsg ye eG a 76 
Locking Pulse, Sweep ............. 70 
Low-Capacitance Probe ........... 113 
Low-Frequency Compensation ..... 55 
Low Input Voltages, Measuring ....116 
Low-Voltage Supply, Negative ..... 64 
SE MBEITIOSCONCO sill Si cua ose et ee ae Ce 28 
Main Power Switeh (isos 2k. 67 
Marker: 
ABSOTDUON hie eed eee ree lonsie te eames 87 
FONOPALOT Ay eee et oie Se 86 
Generators, Types of .......... 86 
Pip AMPlitude tye ote een tne Lid 
POINTS hea eee eC at ent anee 102 
PUTA ert aie atk One aa ert 49 
BapPerimposed oko ose 86 
POCO Ey ieee oleh ae ew Bs ce 110 


Matching Pad, Balanced to Ground.112 
Matching Pad, Generator to Receiver1l12 
Meaning of Bandpass .............. 77 
Measurements: 


HATIGCAOW Gl re oie ie sink heats eee 133 
MUMIO ROBHONSE So os ssc shoe ncees 134 
Current Waveshape ............ 144 
SMa VOMag eyes wwe cals ae 116 
Measurements and Tests ........... 133 
Measuring Low Input Voltage ..... 116 
Measuring Ripple). fs vo. oo scuk ooo. 152 
Meter Behavior on Pulse Voltages . .183 
PECTOTE Ass il i ier ait 10 
Microseconds, Calibrating the 
SSW CORD EI tere Wie ci ek pee on ws 128 
Miller: OMe Ch iG) shi ee See erence 55 
Modulation Envelope ............. 173 
Modulation, Intensity .......... 17, 48 


190 


Multivibrator sis. se eee 12, 30, 38 
Cathode-Coupled .............. 40 
Plate-Coupled. os ok eee 39 

Negative High-Voltage Supply ..... 64 

Negative Low-Voltage Supply ...... 64 

NOIS@3 ese Bhi es Pee 88 

Noise, Gas-Tube  ...)..0..:. 3), oe 38 

Noninductive Resistors ........... 113 

Nonlinear’ Sweep 0 232 eee 27, 42 

Nonlinear Time Base: -...332 73 27 


Operating Controls: ....... |. {2 67 
Oscillator Alignment Using Stations.106 
Oscillator, Relaxation 32 
Oscilloscope: 
Adjustment of Controls ........ 156 
Audio Distortion Due to Overload .169 
Calibration of 119 
Capacitor-Leakage Measurements. 186 
Comparison of Direct and 


Se © ee) ep, lone PY 


ole fe Sle iw he «Leb eaten areraeee 


Amplified Signals .......2..5 163 
Effect of Marker Pip Amplitude 

on Response Curve .......... 171 
Effect of Syne Selector and Sync 

Amplitude Controls .2..72.28 160 
Experiments Using the ......... 156 
Lissajous .Figures: 35.7.0: eee 164 


Meter Behavior on Pulse Voltages.183 


Modulation Envelope ........... 173 
Precautions}. a eee 130 
Probes esha ee Se 143 


Relation Between R.M.S. and Peak 
Values of Symmetrical Waves.179 
Relation Between Signal and Hori- 


zontal Sweep Frequencies ....158 
Square-Wave Response ........ 175 
Square-Wave Testing .......... 177 | 
Techniques: ...44...... 25 eee 110 
Typical. oc. Lee 52 
Output Calculations, Power ........ 134 
Pattern, Interrupted .<: .... 2 3252 48 
Peak: 
and R.M.S. Values of Symmetrical 
Waves, Relation Between ....179 
-to-Peak Voltage ........... 13, 118 
-Tuned I.F. System, Alignment of 78 
WOURBO i iis Ue ene 10, 118 
Peaking oe da ein sa oe ae 56 
Persistence of Screen ............. 28 
Phase: Shift 0.38 hic eee 136 
Phase-Shifting Correction ......... 125 


Phasing Circuit for Sweep Alignment. 123 
Phasing : Control |: .......; 3a 75 


Phosphorescence .: . ss oc) 4) we eee 28 
Phosphora: .). 6.64 6255.0 ko eee 28 
Physical Structure of Cathode ...... 16 
1) CRA MURINE AF 36 
Plate-Coupled Multivibrator ....... 39 
Plates, Herizontal Deflection ....... 21 
Plates, Vertical Deflection ......... 21 
Plotting Curves)... 25 33 ae eee 129 
Polarity, Deflection ............. ahve by Ar 
Poor Response in Wide-Band 
Amplifiers’) fic. os Spe ee 54 
Potential, Extinction: «.)..4.7) ee 33 
Potential, Ionization >... .u 57am 33 
Power : 
Curve: os 2 beet ee ee ee 78 
Output Calculations .:)55-3 eee 134 
Supply . . 660 6es se bs hae 61 
Switch) eco Soc eee 67 
Precautions, Scope .. . i. «eee 130 
Probe: 
Crystal-Detector ............... 115 
Demodulator... 44/423 2 115 
Low-Capacitance .............. 113 
oe Ui A hy AUC oS et 114 
BCOP6 io oc bid s ol Re ee 113 


Pulse: 
RT EE fps eds ci aie Sig Dek 3 128 
ERIN Soo s ee ae ao bag en 128 


Voltage, Meter Behavior on ....183 


Pulses, Checking Synchronization ..145 
Peete Detector)... ek cc 84, 88 

Ratio-Detector Alignment ......... 
MM EIGE sic oe oh eke coh ce 55 
Mee OR-DG A ee kk cece 71 
ereciprieuiar Wave .........5. 00055 12 
Rectifiers, Selenium ............... 149 
Regeneration of I. F. Amplifiers ...143 
Relaxation Oscillator ........... 30, 32 
Resistance-Coupled Amplifier ...... 55 
wecwsuor, Isolating ............; oe LO 
weemietors, (OadInNe . 2.2.6.6. eek 76 
Resistors, Noninductive ........... 113 

Response: 

MUD NOME rr yee sia edge. Reack V7 
Curve, Discriminator ........... 83 

Curve, Effect of Marker Pip Amp- 
LAA SD YS U2) C0 6 TR ry a et ee a ga 
PIR oe ee ad neice a 93 
Curve of Tuned Circuit ......... 105 
MPO eVIGtn fs ee dalek cs 83 
RN se ge ined die di Boece bs 54 
its OE ac | rr re 107 
miewnce miankineg 9... 1... be eee 50 
VO le ig SS 29 
a Ee 114 
wuipple, Measuring .......<......... 152 
Meee vl tine, Pulse ... 2... ok ee ee 128 
aa ke 10, 13, 118 


R.MS. and Peak Values of Symmet- 
rical Waves, Relation Between 179 


Root-Mean-Square ......... 10, 13, 118 
Sawtooth: 
eT ee So Poo aalales 35 
WOME PATIDMUOL i... 6 og ko hood ee aus 
NNER ck ss big ko oe ests 29, 30 
a dk cs nk s 
NT SO eR en ee 83 
Screen: 
TESS OVEN SIELO 211 Ss eS Ea 140 
PEM er I he a nae 14 
Bp CO ce 28 
POMPE OTIC iis ails cds bcckss ahh Sl eck a 28 
RM eo he ks vb a alba as 28 
MRO ss kk ee ba a 18 
Ce | ar 44, 70 
merentum Rectifiers ............... 149 
menusitivity, Deflection ............. 65 
Sensitivity, Vertical Amplifier ..... 68 
serien-Lype Tuner ....;.......... ae 
MP et eae ick ce lel enh sg dseehend als 
EM so. ded oes bush oan bul 136 
Shunting Capacitance ............. 56 
Sideband Suppression ............. 
MIR GS i hse cas 77, 82 
Signal: 
and Horizontal Sweep Frequen- 
cies, Relation Between ........ 158 
Memeereol SYNC ..... 6. bebe tice 70 
Re eh yi 49 
NS ihe ie. here oats ah ack 70 
MEV ANG see ae be eae Be 
Sine-Wave Synchronization ........ 
BEMEPO’SWECDS ©.,0...0...60..00... 37 
memueoidal Sweep ................. 124 
meme yavetoction................. 99, 104 
Sound: 
Rs. ke oe 99, 104 
meee eoneninels, TY oo. kek. 102 
I. F., Sweep Alignment of 4.5-mc.102 
MEEBPOENCE oe es en, 99 
EE Smee ae ra ae 95, 99,105 
Semen Circuit .........:..... 95 
Meemromnd .........6..:., 95, 99, 105 


bw 


DOURALE WAVE oe Ce Che aide 12, 13 


FRGSUON SG OS oe ane ty) ee ean 175 

EV 8 | tee ARN OSied LAM aR U NE Pas: Be 177 
Square Waves, Use of ............. 12 
stagger-Tuned 1.3, ok 92, 95 
Stand-By Switeh 7). Urea aoa 67 
Substitution Method .............. 121 
Superimposed Marker ............. 86 
SUDDLY ROWER ii vay eR Cae 61 
Suppression of Sideband ........... 95 
Sweep: 


Alignment of Discriminator .... 85 
Alignment of 4.5 me Sound I. F..102 
Alignment, Phasing Circuit for .123 


Calibration of Horizontal ...... 120 
CARO IE | th Sot Mal ATA cet 58 
HYOQueney’ oc) one ee anog 74 
Generator System’). ) 000000000) 74 
Florizontal i.e oa a ee 25 
Locking: Pulae Mn ere ene 70 
Nonlinear). cient nrg inn 27, 42 
Sinusoidal 0c yin Vv eee ites 124 
Systema. 5 Cae es, eae ath 29 
PRYPACPON! Ou Dae enna a ee ee 37 
ORCA cy). Cojo F chatn eal a a ne 25, 29 
sweeps, Single 62 OG Syaree eee 
Switch: 
BOBO | Fe se ase a ee 67 
PUISCEPONAG 5/5110. hs eee 47 
Main Power 0.60369 o eee 67 
SLANG By i. sid cs. ONE ee 


ee OO iS UO oT eve) Wel alr a tele le \ eee © el elite ay Re era ie 


OPEL OTR SL FU O he By clean Natio 160 
Pilsen. Cy pes Of)! G45 Ne ae eee 44 
DELOCLOR No ON 08 07 Ay ok ak alana 44 
Selector and Syne Amplitude 

Ont Ole ii ia 160 
pignal Amplitude. 3.0/0 eiae 70 
Signal: Selector’ $0.0) ee 70 
ORCR EEN acc Shits ahah Ea COP Rae 44 

Synchronization of Sine-Waves ..... 44 


Be Bh Oe 8) Sys) 18) ol alt at ei tial teins: 


Take-Off Circuit, Sound ......... bp 95 
SPOIRDOPEPY (IAS ou Sais a Eee: Bh 
Tertiary “Winding... 05. 0.0.0 oe mee 81 
OSU AMO ec eo a ee ae -10 
Tests and Measurements .......... 133 
OSTEUPOU) SWeaDy oo. io wie ee 37 
Time: 
BRAG NANG Ricca nue dae. 4 tp Re el 26, 29 
Base Generator ................ 
Base, Nonlinear ko a ee 27 
WORATA ME sn lt Oe aU eae 41 
Duration ‘of Pulse. he ee we 128 
PICS Ute a a nee a ae 29 
PVCEVACE tor Vi Dine ae ae 29 
OOMSION ES e407 ke et ee ie ee eee 37 
Trap-Circuit Adjustments ......... 95 
Trap in the Video Circuit, 4.5-mec 104 
EPA OSOLG by chien ase eon ee a 13 
crapezoidal Wave 35a ee 12 
Tuned Circuit Response Curve ..... 105 
SU RERRORS OW) he eC el ee 106 
UE KOt Tuner oO ae eens 106 
FEV Sound LF. Channele 0) 7S 5028 % 102 
TV Stagger-Tuned I.F. ............ 95 
Types: 
of FM Detectora) ii. San 84 
of Marker Generators .......... 86 
Of Syne Pulses 00 oc5 ou ee ne 44 
Typical Oscilloscopes .............. §2 
Use .6f:Seane \ai eek ea ee 7 
Use of Square Waves .............. 12 


V-Gain Control 
V-Position 
V-Signal Attenuator 
Vertical : 
Amplifier 
Amplifier Bandpass 
Amplifier Sensitivity 
Centering 
Deflection Plates 
Gain Control 
Sync in Sound LF. 
Vibrator Power-Supplies, Auto- 


ae wl ehe OR 8) @ Oe Ol 6) 6 eB emo. 
« eee Ch oe 6 8 Ce Oe & 6 eb ee 6) ie es 


Distribution in the RCA Scope .. 
id 116 


oe ee 8 ee 8 elm e 6 eee OO eet IRV BRAS le (8) oe hes 8 ie. 6 es 6) sl bee: eee a te One 
82 60 pe wee ey eee ee) 0) a Tien anaes ot eae 
SyeC Rerun ec er RC MCI CM er Sa nr er er eC Ine | 
Sele Wher Oh ele ew woe) SRI Ee i RR RR see! ele) 6 Ip eb oa Be) oe tee) ere ee 
© 6) 0 50): 6 8, fe) ewe (a) O26 ee ate ehh) Leman ence 
6) ea) tesla ial Maiev Olay ee d)..0..e hte 1s reel kes ab dy 
Ce Ue Ye er ee 


je ele ela ee vel leve ke © 


YEO AGT WK en ies ik ok x Aes CPC RI ii oa 


Waveforms 
Waveshapés, 


Measurement of 


© 0 © © 0: 6) 8. \0 pepe) 6) hee), lon eee eee 


oo 4 eles pL ie! 9 mh ton eh my 


6 fe eo © oe we Ss e's ee © elie wie ele (ee eee 


Vibrator Power-Supply Defects ... 


Video: 


Weave Pattern 
Width, Response Curve 


Po Me We Pe RC Us nT! 


ey Narr a 'ae, alt et ena 


Amplifier 
Circuit, 4.5-me Trap in the 
Flutter 
I.F. Channels 
Output Response 
Signal, Hum in the 
Virtual Cathode 


192 


She. eve, “whee ee jes ene” tetas wth: te alee: at dem hey iies 


ew ee 6 8 a6 eo we ee ee) 6 Ce She tone yesh 


a anpe 2) Whe le sue) =) aw ike wie) ene Nehne) Si ate a 


Pe ee eee hel mt we Vets ee OF | eRe) ee. <u 0 ee 6 6 id elle ele «(ew e) menele mena 


Z-Axis Amplifier 


eee eevreev eevee 


ee ee ee Se © bea o> \>. Se T~ Rae « Oe 2S 0 2D SY Sw? Se 


eevee evceetoeev eee eee 


So. foe | 
The first low- a 


ysis of the diferent 
5 2 made ge: i 


Ean cone tic Ee 


solves over 
128 pages. 
50 


